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1.  INTRODUCTION; 

This  second  year  annual  report  describe  the  progress  to  date  on  the  development  of  an 
optimized  intracavitary  ultrasound  array  system  to  be  used  in  the  treatment  of  prostate 
cancer.  Studies  have  shown  that  ultrasound  hyperthermia  is  a  useful  adjuvant  to 
radiotherapy  in  the  treatment  of  prostate  cancer.  The  basic  goal  of  this  research  is  the 
development  of  an  ultrasound  phased  array  to  uniformly  heat  the  prostate  to  43°C  for  30- 
60  minutes  for  an  effective  hyperthermia  treatment.  To  accomplish  this  goal  an  array  has 
been  developed  and  constructed  using  the  hypothesis  that  ultrasonic  wavefields  can  be 
optimized  to  specifically  target  prostate  tissue,  resulting  in  uniform  hyperthermia 
treatment  within  the  prostate  and  minimal  effects  to  surrounding  tissue.  Evaluation  of  the 
heating  of  the  ultrasound  has  used  magnetic  resonance  imaging  (MRI)  with  the  proton 
resonance  frequency  shift  method  to  noninvasivly  determine  the  temperature  rise  from  the 
array  with  in  vitro  and  in  vivo  experiments.  This  Year  2  annual  report  will  describe  the 
current  progress  and  results. 
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2.  BODY: 

Ultrasonic  hyperthermia  is  a  promising  technique  for  treatment  of  prostate  cancer. 
When  performed  in  conjunction  with  chemotherapy  or  radiotherapy,  hyperthermia 
increases  the  damage  to  cancer  cells  caused  by  radiation,  and  prevents  subsequent  repair 
of  cancerous  tumors  Intracavitary  ultrasound  arrays  are  an  ideal  tool  for  performance 
of  hyperthermia  treatments,  because  deep  localized  heating  can  be  achieved  with  precise 
power  control  and  without  any  ionizing  radiation. 

By  accounting  for  the  physical  differences  between  the  prostate  gland  and 
surrounding  tissue  structures,  it  was  possible  to  design  a  transducer  to  cause  heating 
within  an  area  approximating  the  size  of  the  prostate  in  rabbit  thigh  muscle,  while 
causing  minimal  damage  to  surrounding  tissue.  A  two-dimensional  intracavitary  array 
transducer  was  constructed  and  is  currently  being  evaluated  using  exposimetry  techniques 
and  magnetic  resonance  imaging  (MRI)  thermometry  methods.  Summarizing  from  the 
original  grant  application,  the  overall  specific  aims  from  this  project  are: 

Specific  Aims  (briefly): 

1.  Realistic  modeling  of  ultrasound  prostate  hyperthermia:  An  anatomically  and 
physically  accurate  model  will  be  implemented  to  simulate  high-amplitude 
ultrasonic  propagation  in  the  prostate  and  surrounding  tissues. 

2.  Beam  design  and  optimization:  Using  the  new  model  for  ultrasound-prostate 
interaction,  optimal  sonications  for  therapeutic  hyperthermia  will  be  determined. 

3.  Hyperthermia  array  design  and  fabrication:  A  two-dimensional  array  transducer 
will  be  designed  for  practical  realization  of  the  optimal  sonication  methods. 
Based  on  the  optimal  design,  array  prototypes  will  be  constructed  and  tested. 
Exposimetry  of  the  ultrasound  pressure  field  will  be  used  to  compare  theoretical 
and  experimental  results. 

4.  In  vitro  and  in  vivo  hyperthermia  monitored  with  MR  thermometry:  Evaluation 
of  the  two-dimensional  array  will  be  conducted  using  MR  thermometry. 

5.  In  vivo  prostate  hyperthermia  and  evaluation:  Using  the  two-dimensional 
ultrasound  array,  in  vivo  prostate  hyperthermia  will  be  administered  to  dogs. 

Within  the  second  year  of  this  project,  plus  or  minus  a  couple  months  given  the  overlap 
with  years  one  and  three,  the  timeline  for  progress  of  this  research  was  broken  into  three 
major  areas: 

(a)  tissue  modeling,  beam  design  and  optimization, 

(b)  hyperthermia  array  construction 

(c)  in  vitro  and  in  vivo  noninvasive  MRI  temperature  monitoring  of  the  array 

Year  two  timeline: 

Beam  design  and  optimization 

•  Simulate  hyperthermia  treatments  in  the  tissue  models  as  a  function  of  wave  and  beam 
parameters.  (Months  6-18) 

•  Optimize  wavefield  and  beam  parameters  for  prostate  hyperthermia  treatments. 
(Months  9-18) 


Hyperthermia  array  design  and  fabrieation 

•  Design  transducer  for  realization  of  ultrasonic  beams  corresponding  to  optimal 
temperature  distributions.  (Months  8-18) 

•  Transdueer  construction  and  crystal  dicing.  Machining  of  transducer  body.  Cabling 
and  crystal  matching  to  resonance  frequency.  (Months  10-15) 

•  Transducer  exposimetry  and  evaluation.  (Months  1 2-1 8) 

In  vitro  and  in  vivo  hyperthermia  monitored  with  MRI  thermometry 

•  Compare  simulated  temperature  fields  with  tluee-dimensional  MR  temperature  maps 
in  phantoms  and  in  vivo  rabbit  muscle  using  the  ultrasound  array.  (Months  18-24) 

•  Refine  beam  design  based  on  measured  temperature  maps  and  complementary 
simulations.  (Months  1 8-24) 

The  results  herein  will  describe  the  progress  and  results  achieved  on  this  project  over  this 
past  year  in  three  sections. 

2.1.  Ultrasound  Hyperthermia  Transducer  Construetion 

The  ultrasound  transducer  was  designed  based  on  the  hypothesis  that  ultrasonic 
wavefields  can  be  optimized  to  specifically  target  prostate  tissue,  resulting  in  uniform 
hyperthermia  treatment  within  the  prostate  and  minimal  effects  on  surrounding  tissue. 
The  goals  of  this  research  are  to  determine  the  optimal  wavefield  characteristics  for 
specific  thermal  treatment  of  the  prostate,  to  design  and  implement  a  transducer  optimized 
for  prostate  hyperthermia,  and  to  confirm  the  transducer's  performance  through  in  vitro 
and  in  vivo  experiments.  Construction  of  a  second  prototype  transducer  is  described  in 
Section  2.2  Tissue  Modeling.  However,  the  design  of  this  prototype  will  continue  to  be 
modified  during  year  three  based  on  improved  optimization  modeling  studies. 

The  proposed  design  that  look  into  consideration  the  anatomical  measurements  of 
the  prostate  and  the  rectal  wall  is  shown  in  Fig  1 . 


Figure  1.  Sketch  representation  of  the  20  x  4  element  phased  array  pattern;  the  yellow  represents  inactive 
elements  while  white  color  represents  active  ones.  The  inactive  elements  were  used  to  affix  the  array  to  the 
housing. 
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Four  one  dimensional  (ID)  arrays  were  arranged  as  shown;  the  dimensions  of  the  total 
array  including  the  inactive  elements  was  58.8  x  22.8  mm^.  This  sized  transducer  was 
determined  to  have  the  ability  to  generate  the  correct  amount  of  energy  deep  inside  the 
prostate  gland  and  at  the  same  time  reduce  the  discomfort  for  patients  during  the 
treatment.  The  inner  elements  were  connected  in  parallel  (i.e.  driven  with  same  phases) 
because  of  restrictions  in  the  electronics  of  the  amplifier  system  that  controls  the  phase 
and  the  power  of  each  element.  The  focal  point  of  each  single  one-dimensional  array  can 
be  controlled  separately,  while  the  driving  power  for  each  sub-element  can  be  controlled 
independently. 

Construction  of  this  array  was  based  on  simulations  of  the  acoustic  pressure 
field.  Figure  2(a)  illustrates  the  orientation  of  the  xz  and  yz  planes  of  the  phased  array. 


Figure  2:  The  drawing  (a)  represents  the  two  dimensional  phased  array  illustrating  the  xz  and  yz  planes;  the 
ori^  of  the  xyz  plane  is  designated  at  (0,  0,  0)  cm..  The  normalized  squared  pressure  distribution  through 
yz  plane  (b)  and  xz  plane  (c)  is  shown  while  focusing  at  (0,  0,  4)  cm. 

The  simulation  places  the  transducer  at  (0, 0, 0)  cm  and  focuses  the  beam  at  (0, 0, 4)  cm. 
The  normalized  pressure  squared  distribution  on  the  yz  plane  is  shown  in  Fig.  2(b),  and 
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the  distribution  on  the  xz  plane  is  shown  in  Fig.  2(c).  The  beam  can  be  steered  in  the  yz 
plane  to  help  in  distributing  the  acoustic  energy  as  required  for  uniform  temperature 
increases  deep  inside  the  prostate  gland  when  placing  the  array  inside  the  rectum.  The 
area  near  the  rectal  wall  shows  the  maximum  destructive  interference  which  reduces  die 
risk  of  harming  the  surrounding  tissue. 

Figure  3(a)  shows  contour  plots  of  the  normalized  squared  pressure  distribution 
on  the  xz  plane.  Based  on  the  pressures  and  using  the  bioheat  transfer  equation  ^  the 
temperature  increase,  Fig.  3(b),  was  determined  after  one  minute  of  heating  in  a 
homogeneous  medium  (i.e.  water).  Nfany  parameters  were  varied  for  diis  array  to 
achieve  an  optimal  thermal  therapy  treatment.  These  parameters  include  varying  the 
phases  of  each  linear  array  separately,  altering  the  power  of  each  array  and  changing  the 
power  of  each  element  disjointedly.  These  diverse  control  parameters  will  continue  to 
improve  die  treatment  protocol  and  solve  many  problems  when  testing  the  array  with  in 
vivo  animal  experiments  under  inhomogeneous  and  variable  perfusion  tissues. 


Figure  3 ;  Contour  plots  showing  the  pressure  distribution  in  the  xz  plane  (a)  of  the  two  dimensional  phased 
array  while  focusing  at  (0,  0,  4)  cm,  and  the  temperature  increase  (b)  after  one  minute  of  heating,  in 
homogenous  material  {i.e.  water). 

Lead  zirconate  titanate  (PZT-8,  TRS  Ceramic,  State  College,  PA,  USA)  was  used 
to  construct  die  20  x  4  ultrasound  phased  array;  PZT-8  is  capable  of  widistanding  liiglier 
driving  electrical  powers  than  other  materials  such  as  PZT-5A  and  PZT-4.  To  increase 
the  efficiency  of  acoustical  energy  transmission  from  the  high  acoustical  impedance  of 
PZT-8  (34  Mrayl)  to  the  low  acoustical  impedance  of  water  or  soft  tissue  (1 .5  Mrayl), 
two  matching  layers  w^ere  designed.  The  calculated  acoustic  impedance  for  the  first  and 
second  layers,  assuming  a  water  coupling  medium,  were  9.8  and  2.3  Mrayl,  respectively. 

To  construct  the  double  matching  layers,  parafilm  was  used  to  affix  an 
appropriately  sized  PZT-8  piece  to  a  glass  plate.  An  adliesive  primer  was  poured  onto  the 
suiface  of  the  transducer  face.  The  piece  was  surrounded  with  an  epoxy  dam  and  a  silver 
conducting  matching  layer  was  poured  onto  die  transducer  surface,  which  was  prepared 
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using  a  2:1  epoxy-to-silver  mixture  of  Insulcast  501  (Insulcast,  Roseland,  NJ,  USA)  and 
2-3  micron  silver  epoxy  (Aldrich,  Milwaukee,  WI,  USA).  The  whole  assembly  was 
centrifuged  for  10  minutes  and  cured  overnight.  The  surface  of  the  matching  layer  was 
then  sanded  and  lapped  to  the  designed  quarter  wavelengdi  thickness.  The  second 
matching  layer  was  prepared  in  a  similar  fashion  but  without  centrifiiging.  Parts  A  and  B 
of  EPO-TEK  301  (Epoxy  technology,  Billerica  MA,  USA)  were  mixed  using  20:5  mixing 
ratio  to  create  a  dear  uncured  viscous  fluid.  Another  piece  of  glass  was  used  to  spread 
this  mixture  on  top  of  the  first  conductive  layer  and  was  fixed  in  place  using  appropriate 
fixtures  while  the  epoxy  was  allowed  to  cure  overnight.  The  fixture  and  die  second  glass 
piece  were  later  removed,  and  another  sanding  and  lapping  process  was  performed  to 
reduce  the  thickness  of  this  layer  to  the  required  thickness.  The  PZT-8  piece  with  its  two 
acoustical  matching  layers  was  removed  fi'om  the  glass  and  then  diced  in  our  lab  using  a 
Model  780,  K  &  S-Kulick  and  Soffa  Industries  dicing  saw  (Willow  Grove,  PA,  USA) 
into  a  complete  array  of  80  elements.  The  cutting  blade  had  a  kerf  width  of  0.12  mm. 
Figure  4  shows  the  final  diced  PTZ-8  ceramic,  which  is  similar  to  the  original  design  of 
Fig.  1. 


Figure  4:  Photo  of  the  diced  PZT  ceramic  showing  die  separate  20  x  4  elements.  Coaxial  cables  are 
soldered  to  the  diced  elements  on  this  side  of  the  ceramic,  while  the  reverse  side  of  the  ceramic  has  the 
matching  layers. 

Sixty,  28  AWG,  miniature  MRI  compatible  coaxial  cables  (Belden  Inc.,  St.  Louis, 
Missouri,  USA)  six  meters  in  lengdi  were  bundled  together  to  form  the  connection 
between  (lie  elements  of  the  array  and  tlie  amplifier  system.  A  micro-tip  soldering  pin 
was  used  to  solder  the  core  of  each  coaxial  cable  to  its  designated  element.  The  soldering 
temperature  was  kept  bellow  500“F  (less  than  the  Curie  temperature  of  PZT-8)  to  prevent 
any  damage  to  the  piezoelectric  material  (Fig.  5).  The  shields  of  the  coax  were  tied 
together,  and  diis  ground  connection  was  extended  to  the  conductive  matching  layer 
throu^  four  wires  running  to  the  comers  of  the  layer. 

A  specially  designed  transducer  housing  for  the  array  was  machined  in-house 
using  Delrin®  magnet  compatible  material.  Brass  tubes  were  connected  in  the  Delrin® 
housing  for  water  and  air  circulation  The  final  constructed  transrectal  array  probe  is 
shown  in  Fig.  6,  which  contains  20  x  4  transducer  elements  and  suitable  brass  tubes  to 
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implement  water  and  air  circulation.  The  array  was  fitted  into  the  housing,  and  bonded 
and  insulated  with  a  waterproof  insulation  material. 


Figure  5:  The  soldering  of  60  miniature  coaxial  cables  is  shown  .  For  the  ground  connections,  four  wires 
were  connected  between  the  comers  of  the  conductive  matching  layer  and  a  common  ground  connection 
on  the  cables. 


Figure  6:  Photograph  showing  the  transrectal  probe  after  assembling  the  soldered  array  and  the  appropriate 
brass  tubes  into  the  MRI  compatible  housing. 


2.2  Tissue  Modeling 

AWtough  a  couple  of  prototype  an'ays  have  been  constructed  and  are  currently 
being  evaluated  using  noninvasive  MRI  thermometry  methods  using  in  vitro  tissue 
phantoms  and  in  vivo  rabbit  thigh  muscle,  modifications  to  the  array  design  will  continue 
during  the  third  year  as  described  with  the  results  in  this  section . 


2.2.1  Nonlinear  acoustic  propagation 

One  of  the  limitations  of  current  propagation  methods  u.sed  for  designing 
ultrasound  probes  is  that  die  sound  field  is  assumed  to  be  linear.  However,  it  is  weU 
known  in  the  physical  acoustics  community  that  the  amplitude  of  the  ultrasoimd  is 
sufficiently  high  that  nonlinear  acoustic  propagation  effects  should  be  taken  into  account. 
One  of  the  original  overall  goals  of  this  project  is  to  include  the  effects  of  realistic 
acoustic  nonlinearities  in  modeling  the  hyperthermia  process. 

During  the  last  year  a  new  algorithm  for  the  propagation  of  ultrasound  including 
acoustical  nonlinearities  has  been  established.  At  die  present  time  die  algoridim  has  been 
formulated,  and  it  will  be  programmed  and  tested  during  year  3  of  the  project.  The  new- 
nonlinear  propagation  method  is  a  modification  of  the  linear  k-space  method  being  used 
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elsewhere  in  the  project.  It  turns  out,  however,  that  one  must  be  quite  careful  in  making 
the  nonlinear  extension.  An  overview  of  the  new  algorithm  will  now  be  presented, 
neglecting  explicit  thermoviscous  absorption  effects  that  could  be  included  in  a 


subsequent  modified  formulation.  ^ 

The  density  scaled  wave  equation  for  the  present  k-space  method  ^ 

1  1  av 


IS 


Jp{x)  c\x)  di^ 


■  =  0 


where  /  =  p/yjp{x)  is  the  acoustic  pressure  scaled  by  the  square  root  of  the  spatially 

dependent  density,  and  c(x)  is  the  spatially  dependent  speed  of  sound.  To  include  fluid 
dynamic  nonlinearities  in  this  equation  one  must  go  back  to  a  fundamental  equation  of 
nonlinear  acoustics,  the  Westervelt  equation  The  Westervelt  equation  includes 
cumulative  nonlinear  acoustic  effects  such  as  nonlinear  steepening  and  harmonic 
generation,  disregarding  local  nonlinear  acoustic  effects  such  as  radiation  pressure,  and 
this  is  sufficient  for  biomedical  ultrasound  applications.  After  some  lengthy 
mathematical  manipulations,  a  density  scaled  wave  equation  including  acoustic 
nonlinearities  is 


V  f-4mfv  a,. 

The  additional  term  of  the  right  hand  side  gives  the  nonlinear  effect.  Notice  the/ ,  acting 
as  the  source  of  nonlinearity.  Here  P  is  the  well  known  coefficient  of  nonlinearity, 
different  for  each  type  of  fluid  or  tissue. 

The  method  of  solving  the  above  nonlinear  density  scaled  wave  equation  proceeds 
similarly  to  that  in  the  conventional,  linear  k-space  method.  The  harmonic  oscillator 
equation  now  takes  the  form 

^  (Co'jt')(VLA2(F,0-W2(F,0)-e(^,0 

ot 

where  w2=f,  +  vnu  is  an  auxiliary  field  (where  the  subscript  s  refers  to  the  scattered  part 
of  the  acoustic  field),  W2(k,t)  is  its  spatial  Fourier  transform. 


*^NL2 


(x,t)  = 


C^ix) 


-1 


■jpA 


V-/  J 

(where  the  subscript  i  refers  to  the  incident  part  of  the  acoustic  field)  with  spatial  Fourier 
transform 


VNL2(k,t)  =  F 


c^ix) 


-1 


Q(k,t)  =  F\cly[^)V^ 


^  1  ^ 


4pm 


[fi-w2-Vf,^^] 


and 
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This  solution  procedure  is  only  slightly  modified  from  that  of  the  linear  k-space  method. 
One  merely  needs  to  form  the  scattered  field  fs  =w2-  vnl2  at  every  time  step.  This  is 
required  in  the  new  nonlinear  algorithm  since  the  nonlinearity  acts  on  the  total  field,  not 
just  the  scattered  field.  In  this  method  it  is  also  important  to  make  sure  the  absolute 
magnitude  of  the  field  is  correct,  since  linear  amplitude  scaling  throughout  the  field  no 
longer  applies.  Hence,  the  sources  will  have  to  be  calibrated  for  the  nonlinear  k-space 
method. 

This  new  approach  could  be  viewed  a  type  of  multidimensional  Pestorius 
algorithm  albeit  with  spatial  instead  of  temporal  Fourier  transforms.  The  nonlinear 
effects  are  included  at  every  time  step  in  the  time  domain  and  slowly  accumulate.  To  test 
the  new  algorithm,  one-dimensional  nonlinear  acoustic  waves  will  be  propagated,  and  the 
computational  results  will  be  tested  in  the  coming  months  against  well-known  analytical 
results  for  steepening  and  harmonic  generation.  The  new  approach  can  then  be  applied  to 
the  multidimensional  hyperthermia  propagation  problems  of  interest  in  this  project. 


2.2.2  “Fresnel-lens-like”  Transducer 

As  described  in  last  year's  report,  a  secondary  technique — a  “Fresnel-lens-like” 
transducer — ^which  we  believe  to  be  novel,  is  being  pursued  for  prostate  hyperthermia 
treatment.  The  idea  has  evolved  further  since  the  last  report.  As  described  before,  its 
design  is  motivated  by  several  goals  for  a  practical  prostate  hyperthermia  treatment.  The 
first  is  to  heat  the  entire  prostate,  if  possible,  by  6°C  for  30-60  minutes.  If  it  is  not 
possible  to  heat  the  entire  prostate,  then  it  is  especially  important  that  the  back  (toward 
the  rectum)  and  sides  of  the  prostate  should  receive  the  treatment,  as  that  is  were  80%  of 
the  cancers  are  found.  There  should  be  no  hot  or  cold  spots  in  the  treatment.  Because  the 
effective  thermal  dose  doubles  for  every  degree  above  6°C,  and  decreases  by  a  factor  of 
four  for  every  degree  below  6°C,  the  maximum  range  for  the  temperature  rise  can  be 
taken  to  be  ±  1“C,  although  a  tolerance  of  ±  0.5“C  would  be  considerably  better.  Finally, 
the  treatment  should  not  take  too  long,  perhaps  no  more  than  an  hour,  because  of  patient 
comfort  and  cost  of  the  treatment.  The  desirability  of  a  quick  overall  treatment  and  the 
need  to  heat  nearly  the  entire  prostate  essentially  dictates  that  all  parts  of  the  prostate 
need  to  be  heated  simultaneously  in  a  clinically  fielded  ultrasonic  system. 

The  frequency  of  the  system  is  constrained  by  the  anatomy  in  the  neighborhood  of 
the  prostate  and  the  absorption  of  sound.  Figure  7  shows  the  sagittal,  coronal  and  axial 
views  through  the  center  of  the  prostate.  As  can  be  seen  by  the  white  circle,  the  prostate 
is  roughly  3  cm  in  diameter  and  is  also  about  3  cm  from  the  center  of  the  rectum.  (This 
circle  and  this  format  of  the  three  views  will  be  used  for  orientation  in  several  other 
figures,  below.)  The  ultrasonic  frequency  must  be  picked  high  enough  that  there  is 
sufficient  absorption  of  sound  as  it  travels  the  3  cm  through  the  prostate.  However,  the 
frequency  must  also  be  low  enough  that  the  absorption  is  low  enough  that  sufficient 
acoustic  energy  makes  to  the  prostate  as  it  travels  the  roughly  3  cm  from  the  rectum  to 
the  prostate.  A  good  compromise  is  in  the  range  of  1-2  MHz  where  the  attenuation  is 
about  0.5  to  1  dB/cm.  Thus  at  1  dB/cm  attenuation,  for  example,  about  half  the  power  of 
the  sound  (3  dB)  will  be  lost  going  to  the  prostate,  and  about  half  of  what  is  left  will  be 
deposited  within  the  prostate. 


Figure  7.  Three  views  of  the  anatomy  in  the  neighborhood  of  the  prostate,  which  is  highlighted  by  the 
wdiite  circle. 


Because  so  much  acoustic  power  is  lost  on  the  way  to  the  prostate,  the  total 
acoustic  power  passing  through  the  rectal  wall  needs  to  be  about  double  the  power  tiiat 
goes  throu^  the  prostate.  But  at  the  same  time,  the  power  per  area  near  the  rectum  must 
not  be  greater  that  the  power  per  area  at  the  prostate  in  order  to  avoid  overheating  the 
rectal  wall.  Therefore,  if  the  prostate  is  to  be  heated  all  at  once  so  that  the  treatment  is 
economical  and  reasonably  comfortable  for  the  patient,  the  transducer  must  have  an  area 
about  a  factor  of  two  larger  than  the  cross  sectional  area  of  the  prostate. 

One  approach  to  heating  the  entire  prostate  would  be  to  construct  a  2-D  steerable 
planer  array.  By  quickly  moving  the  focus  of  the  beam  over  the  entire  prostate,  heat  can 
be  deposited  as  needed  to  bring  the  prostate  to  the  desired  uniform  temperature.  As  long 
as  the  beam  moves  around  quickly  enough  (a  few  milliseconds  per  spot)  the  temperature 
fluctuations  from  the  temporally  uneven  heating  will  be  negligible.  However,  the  need 
for  a  large  transducer  operating  in  the  1  -2  MHz  range  poses  a  problem  for  a  2-D  planer 
array.  The  steering  angle  from  the  elements  of  the  array  to  the  various  regions  of  die 
prostate  is  quite  large,  especially  for  elements  on  the  periphery  of  a  large  transducer 
where  the  angle  can  be  as  much  as  65°.  To  allow  the  beam  to  be  steered  over  such  a  large 
angle,  the  elements  must  be  small  compared  to  a  wavelengdi,  approximately  0.86  mm. 
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To  fill  the  total  transducer  area  witiii  such  small  elements  requires  2400  individually 
wired  elements,  making  it  difficult  to  construct  a  practical  probe. 

An  approach  to  lowering  the  total  munber  of  elements  that  was  being  considered 
at  the  time  of  last  year's  report  was  to  give  up  planner  construction  techniques  and 
individually  aim  elements  toward  the  center  of  the  prostate.  This  would  reduce  &e  angle 
over  which  each  individual  element  would  have  to  radiate  sound  allowing  for  fewer, 
larger  elements.  But  the  range  of  angles  is  sb'll  large  enough  as  to  require  1 1 00  elements. 
They  would  still  need  to  be  individually  wired  and  driven  with  different  phases  to  quickly 
steer  the  focus  to  any  spot  in  the  prostate. 

During  this  reporting  period,  however,  a  variation  on  the  first  year's  work  was 
found  diat  is  much  simpler  and  looks  promising.  The  idea  of  individually  aiming 
elements  is  taken  fiuther  to  use  relatively  few  larger  elements.  The  elements  are  several 
wavelengths  across  so  that  each  one  forms  a  collimated  beam  on  its  own.  The  beams  are 
aimed  such  tliat  each  element  is  responsible  for  heating  a  different  portion  of  tiie  prostate. 
There  is  no  electronic  steering  of  the  array.  Instead,  incoherence  between  the  beams  is 
maximized  by  driving  neighboring  elements  with  slightly  different  Ifequencies.  As 
shown  in  Fig.  8,  the  present  design  is  to  use  44  elements  arranged  in  a  honeycomb-like 
pattern.  The  elements  are  split  into  three  groups — colored  red,  green  and  blue  in  the 
figure.  Each  group  is  driven  at  a  different  frequency  in  the  1-2  MHz  band,  nominally 
three  frequencies  near  1.5  MHz.  Each  element  is  3.2  mm  in  diameter  and  sits  in  a  3.3 
mm  hole  machined  into  a  substrate  at  die  desired  angle  for  that  element.  In  all  tliere  are 
only  three  small  coaxial  leads  that  need  to  pass  into  the  rectum  to  power  the  three  groups, 
contributing  to  patient  comfort  and  simplicity  of  the  driving  electronics 


Figure  8.  Plan  and  side  views  of  a  Fresnel-lens-like  transducer,  showing  44  individually  aimed  circular 
elements  broken  into  three  interspersed  groups. 

This  concept  has  been  subjected  to  simulations.  The  complex  acoustic  pressure 
beam  pattern  for  a  single  circular  3.2  mm  piston  element  driven  at  1.5  MHz  is  calculated 
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and  stored  in  a  lookup  table.  Wave  propagation  is  assumed  to  take  place  in  a 
homogenous  medium  witibi  absorption  taken  to  be  an  average  of  values  found  in  die 
literature  for  the  tissue  types  that  are  in  the  neighborhood  of  the  prostate.  The  calculated 
beam  pattern  is  valid  in  the  near,  transitional  and  far  field  regimes.  A  table  of  die 
transducer  element  positions,  aiming  directions,  and  group  number  is  then  constructed. 
These  values  can  be  iteratively  changed  for  simulating  different  probe  configurations. 
Separately,  for  each  of  the  three  groups  of  elements,  the  beams  of  sound  radiating  from 
that  group's  elements  are  projected  into  a  large  diree  dimensional  space  and  allowed  to 
interferer  with  each  other.  The  real  part  of  the  complex  pressure  for  the  first  group — ^Ihe 
“red”  elements  of  Fig.  8  is  shown  in  Fig.  9.  This  figure  can  be  interpreted  as  a  snap¬ 
shot  of  the  sound  field  for  one  of  the  three  fi’equencies,  red  showing  the  positive  pressure 
swing  and  blue  showing  die  negative  pressure  swing.  Similar  calculations  and  plots  are 
made  for  the  other  three  fi-equencies  as  well,  but  are  not  shown.  The  position  of  die 
sagittal,  coronal,  and  axial  slices  can  be  changed  interactively  to  help  visualize  and  study 
the  3-D  results,  which  works  out  well.  Shoes  dirough  the  center  of  the  prostate,  indicated 
by  the  circle,  are  what  is  being  shown  in  the  figure. 


Figure  9.  Real  part  of  the  complex  acoustic  pressure  from  the  first  group  of  elements  (arbitrary  pressure 
units).  The  transducer  is  on  the  left  edge  of  the  sagittal  and  axial  views.  The  prostate  is  positioned  at  the 
circle. 
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The  deposition  of  heat  is  assumed  to  be  proportional  to  the  square  of  the 
magnitude  of  the  pressure  wave.  Although  the  acoustic  fields  at  the  three  frequencies 
interfere  independently  of  each  other,  their  contributions  to  the  heating  add  together.  The 
beams  are  aimed  to  minimize  interference  within  one  group  of  elements  of  the  same 
frequency,  while  being  aimed  such  that  the  heating  from  each  of  the  three  groups 
compliments  the  others,  filling  in  the  spaces  the  others  miss.  The  contribution  to  the 
heating  for  the  first  group  is  shown  in  Fig.  10,  which  is  a  plot  of  the  square  of  the 
magnitude  of  die  complex  pressure  wave  for  die  first  frequency.  The  depletion  of  sound 
that  occurs  from  attenuation  and  beam  spreading  is  compensated  by  the  converging  of  the 
beams  toward  the  far  side  of  the  prostate  (away  from  Ae  rectum).  More  elements  point 
toward  the  far  side  of  prostate  to  make  sure  it  is  heated  as  much  as  the  near  side. 
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Figure  10.  The  magnitude  squared  of  the  acoustic  pressure  held,  proportional  to  the  heat  deposition,  of  the 
first  group  of  elements  (arbitraiy  pressure  squared  units). 
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The  bioheat  transfer  equation  (BHTE)  ^  is  used  to  calculate  the  temperature  rise  T 
from  the  heat  deposition  per  unit  volume  q,  which  is  taken  to  be  proportional  to  the 
pressure  amplitude  squared.  The  thermal  conductivity  >c,  the  blood  perfusion  rate  w  and 

pCp^  =  i^^T-wCpT  +  q, 

the  heat  capacity  of  blood  Cp  together  define  a  characteristic  length  S  given  by 


S= 


=  5.25  mm. 


using  literature  values  for  k,  w,  and  Cp.  In  the  steady  state  the  left  hand  term  of  the  BHTE 
is  zero.  The  remaining  terms  are  Fourier  analyzed,  filtered  in  the  wavevector  k  space, 
and  inverse  Fourier  transformed  to  give  the  temperature  rise 


T  =  (const.)3 


-1 


1 


h+S^k^ 


which  is  essentially  the  convolution,  or  blurring,  of  the  heating  q  over  a  length  scale  S, 
the  result  of  which  is  shown  in  Fig.  11.  It  can  be  seen  that  the  region  within  the  prostate 
is  predicted  to  be  quite  uniform  in  temperature,  but  that  there  are  serious  hot  spots  on 
either  side  of  the  prostate. 

The  hot  spots  between  the  transducer  and  the  prostate  are  caused  by  the 
contraction  of  an  acoustic  beam  in  the  near  field  of  a  circular  source.  The  problem  is  not 
as  bad  as  it  might  seem,  however,  because  the  first  centimeter  or  so  of  propagation  from 
the  transducer  face  will  be  through  chilled  water,  held  in  a  condom  in  the  rectum,  rather 
than  in  tissue,  and  so  the  hot  spot  will  not  do  any  damage  there.  The  chilled  water  should 
also  protect  the  rectal  wall  and  tissue  that  is  one  or  two  characteristic  lengths  ^deep  into 
the  body,  about  5-10  mm.  Nevertheless,  the  hot  spots  come  too  close  to  the  prostate  to  be 
assured  that  important  tissue  is  not  being  killed.  It  remains  a  task  for  2004  to  simulate  the 
use  of  a  reduced  element  size,  with  an  increased  number  of  elements,  which  shortens  the 
near  field  regime  and  should  bring  the  hot  spots  into  the  safe  region  under  the  influence 
of  the  chilled  water. 

The  hot  spots  on  the  opposite  side  of  the  prostate  are  caused  by  interference 
between  the  overlapping  beams  of  sound  within  each  of  the  three  frequency  groups.  For 
some  reason  that  is  not  yet  understood,  these  regions  of  constructive  interference  for  each 
of  the  groups  happen  to  land  on  top  of  each  other.  Another  task  for  2004  will  be  to  find  a 
way  to  mitigate  this  problem.  The  positions  of  these  bands  of  constructive  interference 
should  depend  on  the  frequency,  in  which  case  they  should  be  able  to  be  moved  around  to 
different  positions,  equalizing  the  heating,  by  quickly  sweeping  the  drive  frequency  for 
the  transducers.  Another  possibility  is  to  break  up  the  transducers  into  more  than  three 
groups  of  frequencies.  A  third  possibility  is  to  break  the  circular  elements  into  partitions, 
as  shown  in  Fig.  12.  The  beam  angles  can  be  swept  vertically  by  varying  the  relative 
phase  of  the  drive  on  two  partitions,  or  the  beam  angles  can  be  gyrated  circularly  by 
using  three  partitions.  This  would  bring  the  number  of  leads  entering  the  rectum  to  6  or 
9,  respectively,  which  is  still  far  less  than  is  needed  for  a  traditional  phased  array. 


Figure  12.  Partitioning  of  an  element  into  two  (left)  or  three  (right)  segments  to  allow  electronic  steering  of 
the  beams. 
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2.2.3  Wave  Propagation  Using  the  ^-Space  Method 

In  order  to  optimize  and  control  the  driving  parameters  of  the  phased  array  to 
uniformly  heat  the  entire  prostate,  an  anatomically  and  acoustically  accurate  model  was 
constructed  utilizing  the  data  from  the  Visible  Human  Project  The  appropriate 
photographs  were  located  and  do\vnloaded  into  local  storage  area  in  order  to  collect  the 
required  three-dimensional  (3D)  prostate  model.  Slice  number  1900  is  shown  in  Fig.  13; 
the  prostate  gland  is  shown  bounded  on  the  upper  side  by  the  rectum  and  by  the  bladder 
on  Ae  lower  side;  an  added  blue  color  is  shown  fihmg  the  cavity  of  the  rectum.  A  sheet 
of  connective  tissue  is  shown  surrounding  the  rectum  and  embedded  in  a  triangular 
shaped  fat  area.  Forty  seven  shces  were  chosen  that  include  the  prostate  gland.  A  359  x 
359  X  47  point  three-dimensional  human  prostate  model  is  shown  in  Fig.  14  which 
represents  a  volume  of  89.5  x  89.5  x  46.0  mm^  with  1  mm  slice  thickness.  The  1  mm 
sampling  thickness  of  the  Visible  Human  Project  data  was  a  poor  choice  for  simulation  of 
wave  propagation  of  megahertz  waves — ^for  ftis  reason  the  model  was  modified  to  reduce 
fliis  tiiiclmess  to  0.25  mm.  Figure  15  shows  the  creation  of  three  exfra  averaged  shces 
between  each  consecutive  one.  The  centered  slice  was  created  by  averaging  the  outer 
shces  as  shown  in  the  figure;  both  slices  #1880  and  #1881  were  averaged  to  produce 
another  shce  located  0.50  mm  away  from  them.  Two  extra  slices,  located  at  0.25  mm  and 
0.75  mm  from  shce  #1880,  were  produced  by  averaging  the  centered  averaged  slice  with 
the  outer  ones. 
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Figure  13.  Photograph  showing  slice  #1900.  The  prostate  gland  is  surrounded  by  skeletal  and  smooth 
muscles;  the  rectum  is  located  above  the  gland  while  the  bladder  is  beneath  it. 


Figure  14.  The  three-dimensional  photograph  of  the  prostate  showing  47  slices  of  89.5  x  89.5  mm^ 
dimension  with  1.0  mm  distance  between  each  slice.  The  model  starts  with  slice  #1880  and  ends  with  slice 
#19^. 
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Figure  15.  Three  averaged  slices  are  shown  between  slices  1880  and  1881  to  reduce  the  distance  between 
consecutive  slices  to  0.25  mm.  The  centered  slico  was  produced  by  averaging  the  outer  images,  while  the 
other  two  slices  were  produced  by  averaging  the  centered  averaged  slice  with  the  outer  ones. 
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A  3-D  acoustical  model  was  created  based  on  the  optical  parameters  of  each  pixel 
in  the  actual  and  averaged  images.  As  shown  in  Fig.  13,  the  surrounding  tissue  of  the 
prostate  gland  consists  of  fat,  muscle  and  connective  tissues.  The  prostate  gland  consists 
of  compound  tubular-alveolar  glands  embedded  in  a  mass  of  smooth  muscle  and  dense 
connective  tissue  The  3-D  acoustical  model  uses  the  optical  parameters  that  define  the 
fractional  fat,  connective,  glandular  and  muscle  content  of  each  pixel.  Table  1 
summarizes  the  actual  acoustical  values  of  these  tissues  when  measured  at  37°C.  The  3-D 
photographic  data  was  used  to  create  three  additional  sets  of  3-D  acoustical  data,  which 
are  the  sound  speed  variation,  density  distribution  and  absorption  parameters.  Sound 
speed  of  each  pixel  was  estimated  based  on  the  fractional  optical  constituents  of  water, 
muscle,  fat  and  connective  tissues  ’  while  mass  density  and  absorption  parameters  were 
mapped  using  empirical  linear  relations  with  sound  speed. 

Table  1.  The  acoustical  parameters  (i.e.  sound  speed,  density  and  absorption)  of 
connective  tissue,  muscle,  fat  and  water,  determined  at  37°C. 


Tissue  type 

Sound  Speed 
(nun/ps) 

Density  (g/cm^) 

Absorption  @1.2 
MHz  (dB/mm) 

Connective 

1.613 

1.120 

0.1030 

Muscle 

1.580 

1.050 

0.0890 

Fat 

1.450 

0.950 

0.0340 

Water 

1.524 

0.992 

0.0003 

Each  slice  in  the  original  photographic  data,  which  represents  a  JPEG  type  image, 
was  converted  to  a  HSV  (hue,  saturation  and  value)  image  in  order  to  calculate  the 
amount  of  each  tissue  constituent  for  each  pixel.  The  volumetric  image  (Figs.  14  and  15) 
was  mapped  to  sound  speed,  density  and  absorption,  as  shown  in  Figs.  16  for  slice  #1908. 
For  example.  Fig.  16(b)  shows  the  sound  speed  mapping  of  slice  #1908.  The  sound  speed 
varies  through  the  soft  tissue  of  that  image  from  about  1.4  to  1.6  mm/ps.  The  blue- 
colored  material  was  translated  into  water,  as  shown  from  the  color  bar  that  gives  a  sound 
speed  of  1.5  mm/ps  of  that  area.  The  skeletal  muscle  tissue  that  surrounds  the  prostate 
gland  is  shown  to  have  sound  speed  of  about  1.55  mm/ps.  The  prostate  gland  itself  was 
mapped  to  connective  tissue  and  some  fat  and  muscle  tissues.  This  mapping  was  found  to 
be  consistent  with  the  description  of  the  gland  that  describes  it  as  tubular  and  alveolar 
tissues  imbedded  in  smooth  muscle  and  connective  tissues  The  rectal  wall  was 
translated  into  muscle  and  fat  tissues  as  shown  in  Fig.  16(b).  The  connective  tissue  that 
surrounds  the  rectum  is  shown  to  have  a  sound  speed  of  about  1.61  mm/ps,  which 
resembles  connective  tissue  as  expected.  The  fat  area  that  surrounds  the  rectum  is  shown 
to  have  some  areas  that  contain  connective  tissues  scattered  all  over  that  area.  Sound 
speed  of  that  fat  area  is  found  to  vary  from  1.4  to  1.5  mm/ps.  The  translation  was 
acceptable  when  compared  to  the  data  found  in  Table  1. 
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Figure  16.  The  acoustical  mapping  of  (a)  slice  #1908  to  (b)  density  in  g/cia,  (c)  absorption  in  nepers/nun 
and  (d)  sound  speed  in  nim/ps.  The  added  blue  colored  material  in  die  (a)  rectum  translated  to  about  1 .00 
gm/cm^,  0.06  nepers/mm  and  1 .54  mm/ps  representing  density,  absorption  and  sound  speed,  respectively. 
Fat  and  muscle,  as  shown  in  the  slice,  were  translated  with  good  agreement  to  its  acoustical  parameters,  as 
compared  to  Table  1 . 

Figure  16(c)  shows  the  density  variations  through  slice  #1908.  The  density  is 
found  to  vary  from  about  0.9  to  1 .1  gm/cm^.  When  compared  to  the  sound  speed  map  this 
figure  is  found  to  discriminate  each  soft  tissue  accurately  and  is  found  to  have  good 
agreement  for  skeletal  muscle,  fat,  connective  tissue  and  water.  Figure  4(d)  shows  the 
absorption  variations  of  the  soft  tissue  of  the  same  slice.  The  absorption  is  found  to  vary 
from  0.01  to  0.1  nepers/inm.  Tire  absorption  parameters  of  water,  fat,  connective  and 
skeletal  muscle  tissues  were  found  to  match  those  values  summarized  in  Table  1 
measured  at  37°C.  Comparing  the  values  of  sound  speed,  density  and  absorption  of 
various  tissues  in  Fig  16(b),  (c)  and  (d),  respectively,  to  the  standard  values  of  these  soft 
tissues,  a  good  agreement  was  found  for  this  mapping  over  the  whole  tliree-dimensionai 
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The  *-space  method  was  found  to  be  appropriate  in  simulating  wave 
propagation  in  inhomogeneous  mediums  using  coarse  grids  while  maintaining  accuracy. 
The  linear  wave  equation  was  used  for  this  simulation  incorporating  the  mass 
conservation,  momentum  conservation  and  state  equations  to  produce  the  first  order 
coupled  propagation  equations 

^  zW.v(x,  y,  z, t)  =  -aix,  y,  z)pix,  y,z,t) 

dt 


Pix,y,z) 


dv(x,  y,  z,t) 
dt 


+  Vp(x,y,z,0  =  0 


these  two  equations  produce  the  linear  wave  equation  as  follows: 
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which  represents  the  linear  wave  equation  in  an  inhomogeneous  medium  with  absorption 
parameters  included  as  a  virtual  source  that  depend  on  the  time  derivative  of  the  pressure 
multiplied  by  a  frequency  independent  absorption  factor.  In  order  to  use  the  ^-space 
method  to  solve  for  the  propagation  of  sound,  the  linear  wave  equation  in  an 
inhomogeneous  medium  will  be  simplified  to  separate  the  spatially  dependent  sound 
speed  and  density  parameters  from  the  second  order  derivatives  of  the  pressure  with 
respect  to  spatial  and  temporal  variables.  The  derivation  of  the  ^-space  mathematical 
model  produces: 
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A  non-standard  finite  difference  approach  was  used  to  solve  this  equation.  The 
discretization  of  the  time  derivative  term  gives: 
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This  k-t  propagator  is  the  key  equation  to  solve  for  the  propagation  in  an  inhomogeneous 
medium  after  setting  the  initial  and  boundary  conditions. 

A  Fortran  77  program  was  used  to  calculate  and  simulate  wave  propagation  of 
sound  in  a  3-D  inhomogeneous  medium.  A  6.4  x  6.4  x  4.6  cm  model  that  has  257  x  257 
X  185  points  was  prepared  for  each  acoustical  parameter  (sound  speed,  density  and 
absorption);  these  data  were  read  and  processed  to  be  compatible  with  the  mathematically 


24 


derived  model.  A  tapered  absorption  boundary  layer  was  inserted  into  the  absorption  data 
set;  25  points  were  used  to  create  this  layer  that  surrounded  the  actual  model 

A  spherical  point  source  that  produced  spherical  waves  was  placed  into  the 
model  at  the  rectum  near  the  absorbing  boundary  layer  to  test  the  model  and  the 
numerical  method  adapted  here.  It  was  produced  mathematically  as  a  Gaussian  source  in 
both  space  and  time  spaces.  This  source  was  added  to  the  effective  sources  that  resulted 
earlier  from  the  derivation  and  simplification  of  the  ^-space  method  and  the  addition  of 
the  absorption  dependent  term  as  well. 

The  resulting  log-scale  gray  scale  image  of  the  wave  propagation  in  the  three- 
dimensional  model  is  shown  in  Fig.  17. 
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Figure  17.  A  two  dimensional  gray  scaled  image  showing  a  background  layer  of  the  absorption  distribution 
through  the  middle  slice  of  the  3-D  prostate  model.  The  tapered  absorption  boundary  layer  is  shown  at  the 
edges  with  sharp  white  color.  The  black  dotted  line  surrounding  the  image  shows  the  limits  of  the 
absorption  layer.  A  spherically  propagated  wave  is  shown  superimposed  on  top  of  a  background  image  of 
the  prostate,  showing  the  wave  propagation  from  left  to  right  through  the  3-D  prostate  model.  The  scattered 
wave  shown  is  the  result  of  a  spherical  compact  Gaussian  source  at  the  rectum  consisting  of  the  three 
cycles  with  a  frequency  of  1.2  MHz.  Due  to  sound  speed  and  density  changes  throughout  this  model,  the 
wave  front  develops  an  irregular  shape  while  propagating  through  the  urethra  area. 


The  incident  wave  is  shown  leading  the  scattered  wavefield  that  results  from  propagation 
in  the  inhomogeneous  medium.  The  spherical  source  was  located  in  the  rectum  five 
points  away  from  the  absorption  boundary  layer.  The  multi-layer  image  in  this  figure 
includes  the  absorption  variations  through  the  central  slice  of  the  3-D  model  as  a 
background.  The  tapered  absorption  boundary  layer  is  clearly  shown  surrounding  the 
whole  image.  The  3-D  ik-space  propagation  program  was  designed  to  create  a  2-D  gray 
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scaled  image  of  the  wave  every  10  milliseconds.  These  images  were  then  saved  as  a 
JPEG  image  to  facilitate  their  use  with  Photoshop  or  any  other  photo  editors.  The  scatted 
as  well  as  the  incident  waveforms  are  shown  and  labeled.  At  the  boundaries  of  the 
prostate  a  reflected  wavecan  be  seen.  Some  irregularity  of  the  shape  of  the  wave  while 
crossing  the  urethra  region  is  also  seen.  This  kind  of  irregularity  will  complicate  the 
focusing  of  sound  in  such  an  inhomogeneous  medium.  However,  this  figure  was 
produced  to  test  the  accuracy  of  the  model  and  the  computational  method  rather  than 
focusing  issue.  The  inclusion  of  the  phased  array  as  a  sound  source  into  this  model  will 
allow  us  to  predict  and  optimize  the  pressure  wavefield  for  thermal  therapy  of  the 
prostate. 


2.3.  MRI  Thermometry  Using  the  Ultrasound  Array;  In  Vitro  and  In  Vivo  Results 

To  determine  the  temporal  and  spatial  temperature  from  one  of  the  prototype 
multielement  phased  arrays,  both  in  vitro  and  in  vivo  experiments  were  preformed  using 
magnetic  resonance  imaging  (MRI).  Ten  in  vitro  experiments  were  conducted  with 
bovine  muscle  phantoms  using  the  intracavitary  ultrasonic  probe.  The  ultrasonic  probe 
was  driven  by  a  multi-channel  ultrasound  phased-array  power  amplifier  (Advanced 
Surgical  System  Inc.,  Tucson,  AZ),  which  is  capable  of  delivering  60W  per  channel 
continuously  from  1.1  MHz  to  1.8  MHz.  The  outer  active  surface  of  the  ultrasonic  probe 
is  a  latex  condom  filled  with  circulating  water,  which  forms  a  “bolus”  of  water  that  shows 
up  in  the  MR  images.  The  tissue  was  coupled  to  the  water  bolus  with  ultrasound  gel 
(Clear  Image,  Sonotech,  Inc.,  Bellingham,  WA).  The  bovine  muscle,  as  well  as  the 
degassed  water  circulated  through  the  bolus,  was  kept  at  room  temperature  to  impose  a 
constant  temperature  at  the  interface  of  the  ultrasonic  probe  and  the  phantom.  One  fiber 
optic  probe  was  inserted  into  the  tissue  using  a  2.1  x  133  mm  catheter  (Angiocath, 
Becton,  Dickinson  and  Company,  Franklin  Lakes,  NJ)  to  monitor  the  tissue  temperature 
at  the  hot  spot.  Two  other  fiber  optic  probes  were  placed  at  the  surface  of  the  muscle 
facing  the  ultrasonic  probe  to  monitor  for  overheating  at  the  future  location  of  the  rectal 
wall. 

A  temperature  increase  of  8°C  at  the  hot  spot  simulated  a  temperature  rise  from 
37°C  to  45°C.  The  sonication  time  was  30  minutes,  with  the  initial  power  set  to 
O.lW/channel.  The  tissue  was  allowed  to  return  to  room  temperature  before  each 
experiment.  The  temperatures  at  the  hot  spot  and  the  surface  of  the  tissue,  and  the 
electrical  power  to  each  channel  were  recorded.  During  in  vitro  experiments,  the  tissue 
was  heated  initially  from  room  temperature  (~25°C)  to  33°C  (8°C  above  room 
temperature). .  The  temperature  change  within  each  phantom  was  monitored  to  follow  the 
target  temperature  evolution  (Fig.  18).  Very  similar  results  were  obtained  for  the  ten 
experiments  with  no  overshoot,  no  oscillation,  and  10  minutes  rise  time.  The  maximum 
temperature  at  the  surface  of  the  tissue  did  not  exceed  30°C  which  is  desirable  for  the 
future  safety  of  the  rectal  wall. 

Five  New  Zealand  white  rabbits  (3-4  kg,  male)  were  used  for  10  separate  in  vivo 
hyperthermia  experiments.  The  rabbits  were  anaesthetized  and  later  euthanatized  by  a 
protocol  approved  by  the  Penn  State  Institutional  Animal  Care  and  Use  Committee 
(lACUC).  A  combination  of  ketamine  (40mg/kg  intramuscularly.  Fort  Dodge  Animal 
Health,  Fort  Dodge,  lA)  and  xylazine  (lOmg/kg  intramuscularly,  Phoenix  Scientific,  Inc., 
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St.  Joseph,  MO)  were  injected  to  anaesthetize  the  animals.  After  shaving  the  thigh,  hair 
removal  cream  was  apphed  to  the  skin  to  eliminate  any  remaining  hair.  The  rabbit’s  vital 
signs  (ECG,  Sp02,  HR)  were  monitored  by  SurgiVet  monitoring  system  (SurgiVet,  Inc., 
Waukesha,  WI).  The  in  vivo  experiments  were  performed  in  the  same  manner  as  the  in 
vitro  experiments.  The  resixlts  while  using  a  fiber  optic  temperature  probe  to  monitor  the 
temperature  change  in  fhe  in  vivo  rabbit  thigh  muscle  is  shown  in  Fig.  19.  For  these 
results,  the  temperature  profile  indicates  no  oscillation,  no  overshoot  and  a  fast  rise  time 
for  these  hyperthermia  experiments. 


Ex  vivo  ultrasound  hyperthermia  experiment 


T1m»  (minutes) 


Figure  18.  In  vitro  ultrasound  hyperthermia  experiment  using  bovine  muscles,  (a)  Temperature  evolution 
and  target  temperature  trajectory,  (b)  Electrical  power  transmitted  to  the  applicator. 
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Figure  19.  Typical  in  vivo  ultrasound  hyperthermia  experiment  results  using  rabbit  thigh  muscle.  The  (a) 
temperature  elevation  and  reference  temperature  trajectory  is  plotted  as  a  function  of  time  over  25  minutes. 
From  the  amplifier  system,  the  (b)  electrical  power  transmitted  to  the  applicator  is  also  plotted  over  the 
same  time. 
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Using  noninvasive  MRI  thermometry,  nine  additional  in  vitro  ultrasound  hyperthermia 
experiments  were  conducted  using  bovine  muscles  within  a  3  Tesla  Bruker  S-300  MRI 
scanner  at  the  Penn  State  College  of  Medicine  heated  by  the  ultrasound  array. 
Thermometry  data  consisted  of  MR  temperatures  in  a  region  of  interest  (ROI)  that  was 
selected  from  the  tissue  from  pre-treatment  images.  The  proton  resonant  frequency  (PRF) 
shift  was  evaluated  by  using  a  spoiled  gradient  echo  (SPGR)  sequence  with  the  following 
imaging  parameters:  TR  =  1 00  ms,  TR  =15  ms,  flip  angle  =  30°,  data  matrix  64  x  64, 
field  of  view  (FOV)  =  16  x  16  cm,  slice  thickness  =  8  mm  and  bandwidth  =  61.7  kHz. 
These  parameters  were  chosen  to  maximize  the  temperature  dependent  phase  shift,  while 
maintaining  a  high  temporal  resolution.  A  baseline  scan  was  acquired  before  ultrasound 
heating  and  subsequent  temperature  measurement  scans  were  obtained  every  19.7 
seconds.  Phase  subtraction  was  conducted  on-line  in  real-time  to  calculate  the  PRF  shift. 
The  temperature  elevation  was  obtained  by  averaging  temperatures  wiftiin  a  4  x  3  pixel 
region  located  at  least  1  cm  above  the  bolus-tissue  interface  and  using  a  temperature 
dependence  of  the  proton  phase  shift  for  muscle  of  -0.00909  ppm/”C. 

Using  rabbit  thigh  muscle,  in  vivo  animal  experiments  were  conducted  using  a 
similar  procedure  as  the  bovine  muscles  phantom  experiments  with  the  animal 
anesthetized  by  the  combination  of  ketamine  (40  mg/kg)  and  xylazine  (10  mg/kg).  Figure 
20  is  an  axial  view  of  the  MR  temperature  map,  showing  the  rabbit  thigh  muscle  above 
the  ultrasound  array  surrounded  by  its  water  filled  bolus.  Both  the  animal  and  phantom 
experiments  used  head-sized  birdcage  coil  willi  a  lengtii  of  29  cm  and  inner  diameter  of 
26  cm.  For  rapid  hyperthermia  heating,  the  time  constant  of  the  target  temperature  was 
selected  to  be  less  than  2  minutes  for  a  total  experimental  time  of  25  minutes. 


Figure  20.  The  temperature  map  (temperature  change  indicated  by  the  color  bar  on  the  right  of  the  figure  in 
®C)  of  the  axial  view  of  the  MRI-guided  in  vivo  ultrasound  hyperdiemtia  experiments  setup. 

Ultrasound  hyperthermia  results  have  been  demonstrated  for  bofti  the  in  vitro  and 
in  vivo  experiments.  Fig.  21(a)  shows  the  results  of  flic  nine  in  vitro  experiments, 
plotting  the  target  temperature  (solid  line)  and  the  MR  temperatures  with  a  steady  state 
temperature  of  38°C.  Starting  at  an  initial  phantom  temperature  of  28°C,  the  temperature 
reaches  the  steady  state  within  6.0  minutes;  deviation  from  the  target  profile  was  no 
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greater  than  ±  1.37°C.  Similar  to  the  in  vitro  results,  in  vivo  temperature  can  be  seen  in 
Fig.  21(b)  where  the  rabbit  thigh  muscle  was  heated  initially  from  36.5“C  for  25  minutes. 
For  this  experiment  the  target  temperature  was  44.5°C  and  was  achieved  in  8.0  minutes. 
The  maximum  variation  from  the  desired  temperature  profile  was  -3.9"C;  after  reaching 
steady  state,  tissue  temperature  was  maintained  at  44.5°C  ±1.2  °C. 


Figure  A.  In  vitro  hyperthermia  results 


Figure  B.  In  vivo  hyperthermia  results 


Figure  21 .  Example  (a)  in  vitro  and  (b)  in  vivo  ultrasound  hyperthermia  experiment  temperature  rise  results 
in  an  MRl  The  (a)  temperature  elevation  and  reference  temperature  profile  is  plotted  for  25  minutes  of 
ultrasound  exposure  using  bovine  muscle  as  a  tissue  phantom.  An  example  (b)  in  vivo  rabbit  hyperthermia 
temperature  profile  is  also  shown. 


These  results  demonstrated  that  the  proton  resonant  frequency  shift  is  not 
severely  influenced  by  physiological  changes  of  tissue  during  a  25  minute  hyperthermia 
treatment.  Therefore,  the  results  continue  to  support  tiiat  proton  resonance  frequency 
shift  is  suitable  for  monitoring  the  temperature  elevation  during  hyperthermia  treatments. 
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3.  KEY  RESEARCH  ACCOMPLISHMENTS: 

■  Transducer  constructed  and  implemented  with  clinical  applicator  body  design  for  a 
working  multielement  array 

■  Continuation  of  the  optimization  of  the  array  design  strategy  through  modeling  the 
tissue  characteristics  using: 

Nonlinear  acoustic  propagation 

“Fresnel-lens-like”  Transducer  with  aimed,  incoherent  beams  of  sound 
Wave  propagation  using  the  fc-space  method 

■  MRI  Thermometry  experiments  using  the  hyperthermia  ultrasound  array 

In  vitro  results 
In  vivo  results 
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4.  REPORTABLE  OUTCOMES: 

Funding  from  this  award  has  been  used  to  produce  a  published  manuscript,  manuscripts 
in  progress,  conference  proceeding  and  has  been  sited  in  several  invited  talks.  In  all 
publications  and  invited  talks  using  the  data  resulting  from  this  grant,  the  Department  of 
Defense  Congressionally  Directed  Medical  Prostate  Cancer  Research  Program  has  been 
gratefully  acknowledged.  Copies  of  the  manuscripts,  proceedings  and  presentations  are 
included  in  the  appendix. 
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Al-Bataineh.  O.M.,  Keolian,  R.M.,  Sparrow,  V.W.,  Smith,  N.B.,  “Optimized 
Hyperthermia  Treatment  of  Prostate  Cancer  Using  a  Novel  Intracavitary  Ultrasound 
Array,”  Journal  of  Acoustical  Society  of  America,  (to  be  submitted  January  2004). 
Keolian,  R.M.,  Sparrow,  V.W.,  Al-Bataineh,  O.M.,  Smith,  N.B.  "Heating  the  prostate 
with  aimed,  incoherent  beams  of  sound".  Journal  of  Acoustical  Society  of  America,  (to 
be  submitted  July  2004). 

Presentations 

Al-Bataineh.  O.M.,  Smith,  N.B.,  Keolian,  R.M.,  Sparrow,  V.W.,  Optimized 
Hyperthermia  Treatment  of  Prostate  Cancer  using  a  Novel  Intracavitary  Ultrasound 
Array,  146th  Meeting  of  the  Acoustical  Society  of  America,  10-14  November  2003, 
Austin,  Texas. 

Keolian,  R.M.,  Al-Bataineh,  O.M.,  Smith  N.B.,  Sparrow.  V.W.,  ,  Harpster,  L.E..  2003. 
A  "Fresnel-Transducer"  for  Prostate  Hyperthermia  Treatment  Acoustical  Society  of 
Amenca,  146th  Meeting  of  the  Acoustical  Society  of  America,  10-14  November  2003, 
Austin,  Texas. 

Saleh,  K.  and  Smith,  N.B.,"  Design  and  evaluation  of  a  63  element  1.75 -dimensional 
ultrasound  phased  array  for  treating  benign  prostatic  hyperplasia,"  Acoustical  Society  of 
America,  H(>th  Meeting  of  the  Acoustical  Society  of  America,  10-14  November  2003, 
Austin,  Texas. 

Sun  L.,  Al-Bataineh  O.,  Collins  C.,  Smith  M.B.,  and  Smith,  N.B.  Fast  adaptive  control 
for  MRI-guided  ultrasound  hyperthermia  treatment  for  prostate  disease:  in  vitro  and  in 
vivo  results.  International  Society  of  Magnetic  Resonance  in  Medicine  (ISMRM) 
Twelfth  Scientific  Meeting  &  Exhibition,  Kyoto,  Japan,  15-21,  May  2004  {submitted). 

Smith,  N.B.  "Therapeutic  Applications  of  Ultrasound:  Treatment  of  Prostate  Disease  and 
Noninvasive  Drug  Delivery",  Invited  seminars  to: 

•  University  of  Illinois  Urbana  Champaign,  Bioacoustics  Research  Laboratory 
Seminar  Series,  March  4, 2003 

•  University  of  Illinois  Chicago  -  Department  of  Bioengineering,  May  2, 2003 

•  University  of  Virginia  -  Department  of  Biomedical  Engineering,  Nov.  7,  2003 

•  Penn  State  University,  College  of  Medicine  Hershey,  Nov.  11, 2003. 
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5.  CONCLUSIONS: 

For  this  research  in  the  treatment  of  prostate  disease,  the  overall  goal  is  produce 
an  ultrasound  device  to  treat  cancerous  tissue  using  hyperthermia.  Intracavitary 
ultrasound  offers  an  attractive  means  of  noninvasive  localized  hyperthermia  treatment  for 
prostate  cancer  with  reduced  side  effects  compared  to  competing  modalities.  For 
effective  hyperthermia  treatment,  the  goal  is  to  uniformly  heat  the  prostate  to  43°C  for 
30-60  minutes.  To  achieve  this  goal,  the  clinical  ultrasound  device  has  been  constructed 
and  is  currently  under  critical  evaluation  in  clinical  MRI.  The  transducer  was  designed 
such  that  ultrasonic  wavefields  were  optimized  to  specifically  target  prostate  tissue, 
resulting  in  uniform  hyperthermia  treatment  within  the  prostate  and  minimal  effects  to 
surrounding  tissue. 

The  second  year  of  this  three  year  research  project  was  focused  on  the 
construction  of  the  array  based  on  our  Year  1  results  of  computer  simulations  of  the 
ultrasound  energy  interactions  with  the  prostate.  In  accordance  with  the  specific  aims 
and  timetable  within  our  original  proposal,  the  three  areas  examined  during  this  year 
were:  (a)  transducer  construction  (b)  optimization  of  the  transducer  array  design  for  easy 
modifications  during  the  third  year ,  and  (c)  MRI  thermometry  experiments  (in  vitro  and 
in  vivo)  using  the  hyperthermia  ultrasound  array.  Previously,  much  research  in  this  area 
has  treated  the  prostate  and  surrounding  tissue  as  homogeneous  media.  For  our  currently 
constructed  applicator,  supplementary  simulations  are  used  to  refine  our  array  pattern  and 
can  be  easily  and  quickly  implemented  in  the  applicator  based  on  our  MRI  thermometry 
results.  These  simulations  take  into  account  the  inhomogeneity  of  the  prostate  to  produce 
a  uniform  heating  pattern  using  k-space  propagation  and  application  of  the  non-linear 
bioheat  transfer  equation  to  determine  the  optimal  thermal  treatment. 

Using  the  intracavitary  array  transducer,  noninvasive  magnetic  resonance  imaging 
thermometry  methods  were  used  to  determine  the  spatial  and  temporal  temperature  field 
patter  from  the  ultrasound  using  initially  bovine  tissue  as  a  phantom  and  in  vivo  rabbit 
thigh  muscle.  The  third  year  goals  will  use  the  optimized  array  to  heat  the  prostate  of  a 
canine  while  the  temperature  change  is  monitored  using  MRI  to  determine  the  clinical 
efficacy  of  this  device.  To  date,  there  are  no  deviations  from  the  original  research  plan 
and  this  research  is  progressing  on  schedule. 

So  what  is  the  impact  of  this  research?  Previous  and  recent  clinical  studies  of 
hyperthermia  using  intracavitary  ultrasound  arrays  have  shown  promising  results  for  the 
clinical  treatment  of  prostate  cancer  With  the  increasing  aging  population  within  the 
US,  there  are  increasing  incidents  of  prostate  cancer.  With  an  estimated  37,000  deaths  per 
year,  prostate  cancer  is  the  second  leading  cause  of  cancer  death  in  men.  Although  age  is 
perhaps  the  most  important  risk  factor,  the  incidence  and  mortality  rate  is  twice  as  high 
for  African-American  men  as  for  Caucasian  men  Moreover,  the  knowledge  gained 
from  this  research  can  further  be  applied  to  noninvasive.  treatment  of  other  cancers  such 
as  breast  cancer  or  cancers  of  the  liver  or  kidney. 
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This  paper  describes  the  design,  construction  and  evaluation  of  a  two-dimensional  ultrasound 
phased  array  to  be  used  in  the  treatment  of  benign  prostatic  hyperplasia.  With  two- 
dimensional  phased  arrays,  the  focal  point  position  can  be  controlled  by  changing  the 
electrical  power  and  phase  to  the  individual  elements  for  focusing  and  electronically  steering 
in  a  three-dimensional  volume.  The  array  was  designed  with  a  steering  angle  of  ±14°  in  both 
transverse  and  longitudinal  directions.  A  piezoelectric  ceramic  (PZT-8)  was  used  as  the  mate¬ 
rial  of  the  transducer,  since  it  can  handle  the  high  power  needed  for  tissue  ablation  and  a 
matching  layer  was  used  for  maximum  acoustic  power  transmission  to  tissue.  Analysis  of  the 
transducer  ceramic  and  cable  impedance  has  been  designed  for  high  power  transfer  with 
minimal  capacitance  and  diameter.  For  this  initial  prototype,  the  final  construction  used 
magnet  compatible  housing  and  cabling  for  future  application  in  a  clinical  magnetic  resonance 
imaging  system  for  temperature  mapping  of  the  focused  ultrasound.  To  verify  the  capability  of 
the  transducer  for  focusing  and  steering,  exposimetry  was  performed  and  the  results  correlated 
well  with  the  calculated  field.  Ex  vivo  experiments  were  performed  and  indicated  the  capability 
of  the  transducer  to  ablate  tissue  using  short  sonications.  For  sonications  with  exposure  time 
of  10,  15  and  20s,  the  lesion  size  was  roughly  1.8,  3.0  and  4.3mm  in  diameter,  respectively, 
which  indicates  the  feasibility  of  this  device. 

Key  words;  Ultrasound  transducer,  two-dimensional  array,  focusing,  matching  layer, 
necrosis. 


1.  Introduction 

Focused  ultrasound  surgery  (FUS)  or  high  intensity  focused  ultrasound  (HIFU) 
is  a  clinical  method  for  treating  benign  prostatic  hyperplasia  (BPH),  a  benign  growth 
of  prostatic  cells  that  is  not  life  threatening  but  can  cause  blockage  to  the  urine  flow 
as  a  result  of  the  prostate  pushing  against  the  urethra  and  the  bladder*.  With  FUS, 
tissue  is  non-invasively  necrosed  by  elevating  the  temperature  at  the  focal  point 
above  60°C  using  short  sonications  (10-30  s)  and  deep  FUS  has  been  reported  to 
successfully  ablate  prostate  tissue  without  inducing  damage  to  the  rectal  wall  .  The 
goal  of  prostate  ablation  is  mainly  to  remove  a  non-desirable  growth  of  the  prostate. 
This  can  be  achieved  using  FUS  that  can  necrose  the  target  volume  by  focusing  the 
ultrasound  beam  at  a  certain  position,  and  then  steer  the  focus  to  cover  the  whole 
enlarged  volume.  Since  the  size  of  the  enlargement  is  usually  much  bigger  than  the 
size  of  the  ultrasound  focus,  either  a  single  focus  is  electronically  steered  in  consec¬ 
utive  sonications  or  multiple  focal  points  can  be  used  at  the  same  time  to  generate 
multiple  lesions. 

*  To  whom  correspondence  should  be  addressed,  e-mail:  kysbio@engr.psu.edu 
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Existing  techniques  for  treating  BPH  include  hyperthermia,  focused  ultrasound, 
transurethral  resection,  prostatectomy  and  surgery.  Although  preferable,  surgical 
techniques  have  numerous  complications  that  appear  in  about  one  in  four  cases 
which  include  impotence,  incontinence,  urinary  tract  infections  and  often  require  a 
lengthy  hospitalization*.  With  FUS,  the  ultrasound  beam  is  focused  at  a  specific 
location  in  the  target  volume  to  be  necrosed.  Since  the  tissue  volume  to  be  necrosed 
is  larger  than  the  geometric  focus  of  the  array,  the  transducer  needs  to  be  physically 
moved  repeatedly  to  destroy  the  desired  volume  and  unnecessarily  extend  the  treat¬ 
ment  time.  Phased  arrays  overcome  this  problem  by  electrically  steering  the  focal 
point  from  one  location  to  another  by  changing  the  phase  and  power  to  the  indi¬ 
vidual  elements  of  the  array. 

Previous  effective  prostate  ultrasound  devices  include  both  mechanically  and 
electrically  steered  designs.  One  example  of  a  commercial  design  is  a  focused, 
single  element  transducer  which  was  mechanically  maneouvred  to  ablate  tissue 
(Sonablate™  500,  Focus  Surgery  Inc.,  Indianapolis,  IN,  USA).  Electrically  steered 
include  an  experimental  design  which  used  a  one-dimensional  (1-D)  57  x  1  aperiodic, 
linear  array  (87  x  15mm^)  which  reduced  grating  lobes  and  could  steer  the  focus  in 
the  radial  and  longitudinal  but  not  the  transverse  direction’.  Another  experimental 
design  was  a  60  x  1  linear  array  (75  x  15mm^)  with  a  mechanical  translation  that 
could  electrically  steer  the  focus  in  the  radial  and  longitudinal  but  not  the  transverse 
direction®.  The  drawbacks  behind  these  designs  are  that  they  can  only  steer  the  focus 
in  the  radial  and  longitudinal  directions  or  require  complex  mechanisms  to  move  the 
focus.  Improvements  over  1-D  arrays  for  the  treatment  of  localized  prostatic  cancer 
can  be  achieved.  A  new  spherically  curved  1.5-D  phased  array  that  used  high  inten¬ 
sity  electronically  focused  ultrasound  to  steer  a  beam  along  two  axes  was  designed 
and  tested,  allowing  enough  depth  to  be  reached  to  treat  large  prostates  and  elim¬ 
inating  two  degrees  of  mechanical  movement®.  The  advantage  with  a  2-D  phased 
array  is  that  it  can  electrically  focus  and  steer  in  the  radial,  longitudinal  and  trans¬ 
verse  directions,  which  means  that  it  has  the  capability  of  focusing  and  steering  in  a 
3-D  volume  without  the  need  to  physically  move  the  array. 

Issues  regarding  the  construction  of  an  array  used  for  FUS  of  the  prostate 
initially  deal  with  the  frequency  and  size  of  the  ceramic  to  be  diced  into  an  array. 
The  resonance  frequency  should  be  greater  than  500kHz*°,  while  the  size  of  the 
transducer  needs  to  be  large  enough  to  be  able  to  deliver  high  power  but  small 
enough  to  be  an  intra-cavitary  device.  Before  construction,  computer  simulations 
can  be  performed  to  determine  the  acoustic  field.  Pressure  wave  and  temperature 
simulations  indicated  that  a  tapered  array  design  reduced  grating  lobes  significantly 
compared  to  equal  element  size  arrays.  Based  on  the  computer  model,  a  tapered 
array  that  satisfied  grating  lobes,  frequency,  and  size  limitations  was  designed.  Lead 
zirconate  titanate  (PZT)  was  chosen  as  the  ceramic  material  of  the  array,  since  it  has 
the  capability  of  handling  the  high  electrical  powers  used  in  focused  ultrasound. 
To  maximize  the  acoustical  power  transmission  from  the  elements  and  improve 
the  structural  integrity  of  the  array  face,  a  conductive  matching  layer  was  designed 
and  fabricated.  Issues  regarding  the  cabling  and  electrical  matching  of  the  elements 
were  also  considered.  Exposimetry  of  the  acoustic  field  from  the  array  was 
performed  to  compare  experimental  and  calculated  theoretical  results.  Ex  vivo 
experiments  using  porcine  kidney  were  also  performed  to  demonstrate  the  feasibility 
of  the  array  to  necrose  tissue.  This  research  describes  the  design,  construction  and 
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evaluation  of  a  2-D  ultrasound  phased  array  that  is  capable  of  focusing  and  steering 
in  a  3-D  volume  to  be  used  in  the  treatment  of  BPH. 


2.  Materials  and  methods 
2.1.  Simulations 

Computer  simulation  programs  were  written  to  determine  the  number  and  the 
size  of  the  phased  array  elements  in  addition  to  determining  the  pressure  and  tem¬ 
perature  field  from  the  device.  The  array  was  modelled  (figure  1)  as  a  2-D  square 
array  in  order  to  have  focusing  and  steering  capabilities  in  both  x-  and  y-directions 
(x  =  transverse,  y  =  longitudinal  and  z  =  radial).  The  phase  of  each  element  was 
determined  such  that  signals  from  individual  elements  were  coherent  at  the  shifting 
focal  point.  Measuring  the  difference  in  path  length  between  each  element  to  the 
focus  in  comparison  to  the  path  from  the  centre  of  the  array  to  the  focus  determined 
the  element  phase  calculation.  The  phase,  <pi,  (degrees)  of  element  i  was  given  by; 

4>.  =  ^(di-d„)-360°n  (1) 


where  A  is  the  wavelength  (m),  rf,-  is  the  distance  (m)  from  the  centre  of  element  i  to 
the  focal  point,  do  is  the  distance  (m)  from  the  centre  of  the  array  to  the  focus  and  n  is 
an  integer  to  keep  0  =  </>,  =  360°.  Huygen’s  principle  was  used  to  model  the  pressure 
field  as  a  summation  of  simple  sources".  Thus,  the  total  acoustic  pressure  at  any 
point  in  the  field  can  be  calculated  using: 


pix,y,z) 


n 


V  cA  \di 


(2) 


x:  Transverse 


Diced  face 


Figure  1.  Based  on  the  simulations,  a  diagram  of  the  2-D  64  element  (8  x  8)  tapered  array 
with  total  size  of  20  x  20  mm^  with  the  proportions  of  the  ceramic  and  matching  layer 
illustrated.  The  diced  face  of  the  ceramic  was  cut  70%  through  and  each  individual 
element  was  attached  to  the  electrical  cabling  using  low  temperature  soldering  material. 
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Figure  2.  Within  the  volume  shown  in  front  of  the  transducer  (2  x  2cm^),  the  array  was 
designed  to  focus  and  steer  with  an  acceptable  grating  lobe  level. 


where  p  is  the  total  acoustic  pressure  in  Pascals  (Pa),  P  is  the  total  acoustic  power 
emitted  by  the  array  in  watts  (W),  p  is  the  density  of  the  medium  (998  kg  m"^),  c  is 
the  speed  of  sound  in  the  water  (1500  ms"‘),  A  is  the  total  surface  area  of  the  array 
(m^),  /  is  the  resonance  frequency  (1.2  MHz),  S  is  the  area  of  the  corresponding 
element  (m^)  and  a  is  the  attenuation  in  soft  tissue  (lONpm"'  MHz“'). 

This  array  was  capable  of  focusing  and  steering  with  a  steering  angle  of  14°  with 
a  maximum  focal  depth  of  4  cm.  Figure  2  shows  the  volume  in  which  the  focal  point 
can  be  focused  and  steered.  Attempting  to  focus  at  a  point  that  is  out  of  this  angle 
will  result  in  a  significant  increase  in  grating  lobes. 

Off-axis  focusing  and  the  grating  lobe  level  are  directly  related  to  each  other, 
since  increasing  the  steering  angle  causes  a  non-linear  increase  in  the  grating  lobe 
level.  For  a  focal  point  aimed  at  0,  0,  30  mm,  the  results,  which  were  plotted  as  a 
mesh  (figure  3(a))  or  contour  (figure  3(i)),  have  shown  to  give  a  normalized  intensity 
with  a  grating  lobe  level  at  20dB.  Steering  the  focal  point  in  the  x-direction  by 
focusing  at  3, 0,  30  mm  caused  the  grating  lobe  level  to  become  -14dB.  The  result  is 
shown  as  a  mesh  (figure  3(c))  or  contour  (figure  3(d)).  Further  increase  of  the 
steering  angle  increased  the  grating  lobe  level.  For  a  focus  at  6,  0,  30  mm,  the  grating 
lobe  level  was  -lOdB,  as  shown  in  the  mesh  (figure  3(e))  or  contour  (figure  3(/)) 
plots.  Attempting  to  focus  at  a  point  that  is  outside  the  steering  volume  shown  in 
figure  2  resulted  in  a  significant  increase  of  the  grating  lobe  level.  A  focus  at  9,  0, 
30  mm  (steering  angle  =  17°  >14°)  resulted  in  an  unacceptable  grating  lobe  level  of 
-1.5  dB,  which  is  shown  in  the  mesh  (figure  3(g))  or  contour  (figure  3(h))  plots.  In 
figures  3(b),  (d),  (f)  and  (h),  the  contour  levels  were  plotted  at  90,  80,  70,  60,  50,  40, 
30,  20  and  10%  of  the  maximum  intensity. 

Reduction  of  the  treatment  time  can  be  achieved  by  generating  multi-focal  points 
simultaneously.  Four  focal  points  can  be  generated  by  dividing  the  array  into  four 
parts,  each  of  which  is  responsible  for  generating  a  single  focal  point.  Figure  4(a) 
shows  a  mesh  plot  for  the  normalized  intensity  as  a  function  of  x  and  y  with  four 
focal  points  being  generated  at  the  locations  (x,  y,  z)  =  (±2,  ±2,  30)  mm.  Reducing 
the  distance  between  the  focal  points  made  them  overlap.  Focusing  at  (x,  y,  z)  - 
(±1.5,  ±1.5,  30)mm  resulted  in  a  partial  overlapping  as  shown  in  the  mesh  plot 
(figure  4(6))  for  the  normalized  intensity.  A  complete  overlap  between  the  four  focal 
points  was  observed  when  focusing  at  (x,  y,  z)  =  (±l,  ±1,  30) mm,  as  shown  in  the 
normalized  intensity  mesh  plot  (figure  4(c)). 
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Figure  3.  Off-axis  focusing  has  a  direct  impact  on  the  grating  lobe  level.  Increasing  the 
steering  angle  caused  an  increase  in  the  grating  lobe  level.  Shown  is  (a)  a  mesh  or  {b)  a 
contour  plot  for  the  normalized  intensity  in  the  x-  and  z-directions  with  a  focal  point 
aimed  at  (x,  y,  z)  =  (0, 0,  30)  mm  that  resulted  in  a  grating  lobe  level  of  -20  dB.  A  focus  at 
(x,  y,  z)  -  (3, 0,  30)  mm  resulted  in  a  grating  lobe  level  of  -14dB,  as  shown  when  plotting 
the  normalized  intensity  as  a  (c)  mesh  or  (d)  contour.  Further  increase  in  the  steering 
angle  caused  a  further  increase  in  the  grating  lobe  level.  Focusing  at  (x,  y,  z)  =  (6,  0, 
30) mm  caused  the  grating  lobe  level  to  be  -lOdB,  which  is  shown  in  the  normalized 
intensity  (e)  mesh  or  (/)  contour  plot.  Attempting  to  focus  outside  the  volume  shown  in 
figure  2  resulted  in  undesirable  grating  lobe  values.  Aiming  the  focus  at  (x,  y,  z)  =  (9,  0, 
30)  mm  resulted  in  a  grating  lobe  level  of  - 1 .5  dB.  The  normalized  intensity  for  this  case  is 
shown  as  a  (g)  mesh  or  {h)  contour.  In  (6),  {d),  (/)  and  (h),  the  contour  values  were  taken 
at  90,  80,  70,  60,  50,  40,  30,  20  and  10%  of  the  normalized  intensity. 
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Figure  3.  Continued. 


From  the  pressure  field  of  the  simulated  array,  the  temperature  distribution  in  the 
tissue  was  modelled  using  the  Pennes’  bioheat  transfer  equation  (BHTE)’^: 


/q2t  ^  a^r\ 

dy^  dz^  j 


—  wCbiT  —  Ta)  +  q{x,y,z) 


(3) 


where  C,  is  the  specific  heat  of  the  tissue  (3770Jkg“‘  °C"'),  ATis  the  thermal  conduc¬ 
tivity  (0.5  Wm“'  Tis  the  temperature  at  time  t  at  the  point  x,  y,  z  in  °C,  Ta  is 

the  arterial  blood  temperature  (37°C),  w  is  the  perfusion  in  the  tissue  (5kgm“^s"'), 
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Figure  3.  Continued. 


Cb  is  the  specific  heat  of  the  blood  (3770Jkg"' °C  ')  and  q(x,y,2)  is  the  power 
deposited  at  the  point  x,  y,  z.  The  power  was  calculated  from  the  pressure  field  of 
the  array  design  while  the  BHTE  was  determined  using  a  numerical  finite  difference 
method  with  the  boundary  conditions  set  at  37°C.  The  total  intensity  at  point  {x,y,z) 
was  also  calculated  from  the  pressure  field  of  the  simulated  array  and  is  given  by  ; 


I{x,y,z)  = 


P^{x,y,z) 

2pc 


where  I(x,  y,  z)  is  the  intensity  at  point  x,  y,  z  in  W  m 


(4) 
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Figure  3.  Continued. 

Based  on  previous  studies  of  transrectal  probes,  the  width  of  the  ceramic  should 
be  roughly  no  wider  than  23mm''‘.  Initially,  the  simulated  design  used  equal  size 
elements  of  2.5  x  2.5  mm^  and,  although  it  was  capable  of  focusing  and  steering, 
it  suffered  from  large  grating  lobes  outside  the  focus.  For  example,  at  a  focus  of 
(jc,  y,  z)  =  (5,  0,  30)  mm  (i.e.  the  0,  0,  0  position  is  at  the  centre  of  the  transducer  face 
in  figure  1),  the  grating  lobe  level  was  -3.47  dB,  which  was  not  desirable  since  this 
high  level  can  cause  an  increase  in  tissue  temperature  outside  the  focus.  Removing 
the  periodicity  of  the  array  or  tapering  it  has  been  shown  to  reduce  the  grating 
lobe  level'^.  Both  dimensions  of  the  array  were  chosen  to  be  identical  in  order  to 
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have  same  focusing  and  steering  capabilities  in  both  x  and  y  directions.  The  maxi¬ 
mum  possible  steering  angle  was  calculated  to  be  tan  *(1. 0/4.0)=  14  ,  with  maximal 
focal  depth  of  40  mm.  The  improved  tapered  array  design  started  with  a  20  x  20  mm 
piece  cut  into  an  8  x  8  pattern  with  64  individual  elements  with  lengths  (L)  and 

(a) 


x(mm)  y(mm) 


Figure  4  Pressure  field  simulations  were  performed  to  verify  the  capability  of  the  array  in 
generating  four  focal  points  by  driving  four  parts  of  the  array  separately.  Shown  is  the 
normalized  intensity  in  the  x-  and  y-directions  for  four  focal  points  aimed  at  the  locations 
(x,  y,  z)  =  (±2,  ±2,  30)  mm  plotted  as  {a)  a  mesh.  Partial  overlapping  between  the  four 
focal’ points  occurred  when  focusing  at  (x,  y,  z)  =  (±1.5,  ±1.5,  30)mm,  as  shown  in  the 
{b)  mesh  plot  of  the  normalized  intensity,  while  complete  overlapping  occurred  when 
focusing  at  (x,  y,  z)  =  (±l,  ±1,  30)mm,  which  is  shown  in  (c). 


1 


16  K.  Y.  Saleh  and  N.  B.  Smith 


(c) 


x(mm)  -■'0  y(tnm) 


Figure  4.  Continued. 

widths  (W)  of  2.00,  2.33,  2.66,  3.00,  3.00,  2.66,  2.33,  2.00mm  for  elements  i=  1-8, 
respectively  (figure  1).  Simulations  have  shown  that  the  grating  lobe  level  of  the 
tapered  design  has  decreased  to  -8.24 dB  at  a  similar  focus  location  of  5,  0, 
30  mm.  Figure  5(a)  shows  a  mesh  plot  for  the  normalized  intensity  as  function  of 
X  and  z,  while  figure  5(6)  is  the  corresponding  contour  plot  with  contour  levels  at  90, 
70,  50,  30  and  10%  of  the  maximum  intensity.  From  the  simulations,  a  grating  lobe 
level  of  15%  of  the  maximum  value  was  observed  which  decreased  at  smaller  steering 
angles.  One  of  the  techniques  that  can  be  used  to  reduce  the  grating  lobes  is  based  on 
the  use  of  sub-sets  of  elements  and  de-activation  of  several  elements  in  the  array'  . 
Although  with  this  technique  the  grating  lobes  could  be  suppressed  as  a  result  of  the 
non-periodicity  resulted  from  activating  some  elements  and  de-activating  others 
(usually  chosen  in  random),  for  an  array  with  a  small  number  of  elements  a  trade¬ 
off  has  to  be  made  between  using  less  elements  and  the  need  to  drive  those  elements 
with  higher  power  to  generate  the  same  lesion  size  with  the  same  time.  Temperature 
simulations  were  also  used  to  verify  the  potential  to  increase  the  tissue  temperature 
to  60°C  with  short  sonications.  Figure  5(c)  shows  the  temperature  distribution 
corresponding  to  the  pressures  for  figure  5(a)  and  an  increase  in  temperature  was 
observed  at  the  intended  location  of  (x,  z)  =  (5,  30)  mm. 

As  indicated,  off-axis  focusing  has  a  direct  impact  on  the  grating  lobe  level  and, 
thus,  the  temperature.  Increasing  the  steering  angle  leads  to  increasing  the  grating 
lobe  level  and,  thus,  causing  an  undesirable  temperature  increase  at  the  grating  lobe 
position.  Figures  6(a-d)  corresponded  to  the  simulated  pressure  field  generated  in 
figures  3(a),  (c),  (c)  and  (g),  respectively.  For  a  focal  point  aimed  at  0,  0,  30  mm,  the 
temperature  distribution  plotted  as  a  function  of  x  and  z  (figure  6(a))  shows  a  60  C 
focus  at  the  intended  location  with  a  temperature  value  of  almost  37°C  elsewhere. 
Off-axis  focusing  caused  a  temperature  increase  at  the  location  of  the  grating  lobe. 
For  a  focus  at  3,  0,  30  mm,  the  temperature  at  the  grating  lobe  location  was  found 
to  be  40°C,  as  shown  in  figure  6(6).  Increasing  the  steering  angle  increased  the 
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Figure  5.  Before  the  construction  of  the  array,  simulations  of  the  acoustic  field  were 
performed  to  evaluate  the  focusing  of  the  elements  and  reduce  potential  grating  lobes. 
Shown  is  the  normalized  intensity  (a)  in  the  x-  and  z>directions  for  a  focal  point  at 
(x,  y,  z)  =  (5,  0,  30)  mm  along  with  {b)  contour  plot  values  taken  at  90,  70,  50,  30,  10% 
of  the  normalized  intensity  with  a  grating  lobe  level  of  15%  of  the  maximum  intensity. 
A  temperature  map  (c)  corresponding  to  the  pressures  generated  in  {a)  was  numerically 
solved  using  the  bioheat  transfer  equation.  This  simulated  figure  shows  an  increase  in 
tissue  temperature  to  the  target  of  60°  C  at  the  focal  point  using  10  s  sonication,  while 
outside  the  target  region  the  temperatures  were  normal,  as  indicated  from  the  temperature 
colour  bar. 
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Figure  5.  Continued. 


grating  lobe  level  and,  thus,  the  undesirable  temperature.  A  temperature  of  43°  C 
was  observed  at  the  grating  lobe  location  when  aiming  the  focus  at  6,  0,  30  mm,  as 
shown  in  figure  4(c).  Trying  to  steer  the  focus  outside  the  volume  shown  in  figure  2 
resulted  in  an  unacceptable  temperature  value  resulting  from  the  grating  lobe. 
A  focus  at  9,  0,  30  mm  resulted  in  a  grating  lobe  temperature  of  58°C,  as  shown 
in  figure  6{d). 


2.2.  Transducer  construction 

Choosing  an  appropriate  piezoceramic  material  to  be  used  in  this  application  is 
essential,  since  it  affects  both  electrical  and  acoustical  properties  of  the  array. 
Appropriate  PZT  that  can  be  used  include  PZT-4,  PZT-5H  and  PZT-8.  For  ultra¬ 
sound  imaging  arrays,  PZT-5H  has  a  better  performance  when  compared  to  the 
others,  from  a  capacitance  point  of  view,  which  is  due  to  the  fact  that  it  has  a 
large  permittivity  value,  but  at  the  same  time  it  cannot  handle  the  large  electrical 
power  that  is  used  in  focused  ultrasound.  With  respect  to  power,  PZT-4  and  PZT-8 
are  good  candidates  with  an  advantage  for  PZT-8  over  PZT-4,  since  it  has  an 
extremely  high  mechanical  quality  and  extremely  low  loss  factor.  Thus,  PZT-8 
material  (TRS  Ceramics,  State  College,  PA,  USA)  was  chosen  and  diced,  in 
house,  into  64  elements  forming  the  complete  array.  The  cuts  were  made  by  dicing 
the  material  70%  through  its  thickness  with  a  kerf  width  of  96  pm  using  a  dicing 
saw  (Model  780,  K  &  S-Kulick  and  Soffa  Industries,  Willow  Grove,  PA,  USA) 
at  the  National  Institute  of  Health  (NIH)  Medical  Ultrasonic  Transducer 
Technology  Resource  Centre  located  on  The  Pennsylvania  State  University  campus 
(University  Park,  PA,  USA). 

For  maximum  acoustical  power  transfer  from  the  individual  elements  to  the 
tissue,  a  conductive  matching  layer  was  designed  and  fabricated.  The  thickness 
and  material  selection  of  the  matching  layer  were  designed  based  on  the  solution 
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Figure  6.  Corresponding  to  the  pressures  generated  in  figures  3(fl),  (c),  {e)  and  (g),  numerical 
temperature  simulations  were  done  using  the  bioheat  transfer  equation  to  plot  the 
temperature  maps  {a\  {b\  (c)  and  {d\  respectively.  Those  temperature  maps  show 
the  effect  of  off-axis  focusing  on  the  temperature  generated  by  the  grating  lobes.  The 
temperature  at  the  grating  lobe  location  was  found  to  be  38, 40,  43  and  58  C  as  a  result  of 
aiming  the  focus  at  (x,  y,  z)  =  (0, 0, 30),  (3, 0, 30),  (6, 0, 30)  and  (9, 0,  30)  mm,  respectively, 
as  shown  in  (a),  (b),  (c)  and  {d),  respectively. 
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Figure  6.  Continued. 

to  a  three  layer  problem  (transducer,  matching  layer  and  tissue),  which  ensured 
the  required  maximum  power  transfer.  The  PZT-8  material  chosen  for  this  design 
had  an  acoustic  impedance  of  Mpasm  ^  and  the  human  tissue  has  an  acoustic 

impedance  of -1.48  Mpasm"^  Since  the  input  and  the  load  impedances  are  not 
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the  same,  the  intermediate  matching  layer  was  used  between  the  piezoelectric 
material  and  the  human  tissue.  Analysing  a  three  layer  problem  indicated  that  the 
maximum  power  transmission  occurs  when  the  characteristic  impedance  of  the 
matching  layer  equals  the  geometric  mean  of  the  piezoelectric  characteristic  impe¬ 
dance  and  the  tissue  characteristic  impedance.  With  the  longitudinal  velocity  in  the 
matching  layer  material  of  vl=  1900ms"'  and  since  the  resonance  frequency  of  the 
array  (/„)  was  1.2  MHz,  the  thickness  of  the  matching  layer  was  determined  to  be: 


_  A  _  1  _  1_  /  1900ms  ‘  \ 

W  “4\^1.2x  10«s-'J 


0.396  mm. 


(5) 


To  construct  the  matching  layer,  parafilm  was  used  to  affix  the  piezoceramic  to  a 
glass  plate  with  an  adhesive  primer  poured  onto  the  surface  of  the  transducer  face. 
The  transducer  was  surrounded  with  a  rubber  dam  and  the  silver  conducting  match¬ 
ing  layer  was  poured  onto  the  transducer  surface.  The  matching  layer,  mixed 
in-housed,  was  a  2:1,  epoxy-to-silver  mixture  of  Insulcast  501  (Insulcast, 
Roseland,  NJ,  USA)  and  2-3  micron  silver  epoxy  (Aldrich,  Milwaukee,  WI, 
USA).  The  whole  assembly  was  centrifuged  for  10  min  and  cured  overnight.  After 
the  rubber  assemble  was  removed,  the  surface  was  sanded  and  lapped  to  the  designed 
thickness.  For  the  initial  prototype,  the  specially  machined,  waterproof  applicator 
housing  (90  x  60  x  60  mm^)  was  made  from  magnet  compatible  acrylic. 

The  capacitance  of  each  element  in  the  array  depends  primarily  on  the  thickness, 
permittivity  and  the  surface  area.  Since  the  element  surface  area  is  small,  the  capaci¬ 
tance  will  be  small  and,  therefore,  the  element  impedance  will  be  large  which  makes 
it  necessary  to  find  a  suitable  cable  that  has  a  relatively  low  capacitance  per  unit 
length  and,  thus,  high  electrical  impedance.  For  wiring  the  array,  a  low  capacitance 
cable  (75  f2,  15pF/ft  and  42AWG)  was  used.  The  choice  of  such  a  cable  was  made 
based  on  the  difficulty  to  electrically  match  small  array  elements  to  50  Q  using  high 
capacitance  cables.  Figure  7  shows  a  photograph  of  the  final  array. 


Figure  7.  Photograph  of  the  constructed,  waterproof  array  machined  from  acrylic  with  2.3  m 
low  capacitance  cable  which  connected  to  the  amplifier  system. 
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The  connector  between  the  cable  and  the  amplifier  used  loose  crimp  contacts 
(PEI  Genesis,  Philadelphia,  PA,  USA),  while  the  soldering  between  the  cable  and  the 
64  individual  array  elements  used  Indalloy  #1E  (Indium  Corporation  of  America, 
Utica,  NY,  USA).  This  low  temperature  soldering  material  ensured  that  the  tem¬ 
perature  during  soldering  did  not  exceed  the  curie  temperature  for  PZT-8  material. 
To  drive  the  array,  a  specially  built  amplifier  driving  system  (Advanced  Surgical 
Systems  Inc.,  Tucson,  AZ,  USA)  was  used‘s.  Briefly,  this  amplifier  system  was 
a  multi-channel  high  power,  ultrasound  phased-array  transducer  driver  for  64 
elements,  which  is  capable  of  delivering  60  W  per  channel  with  il  phase  resolution 
each.  To  match  the  impedance  of  the  elements  to  the  amplifier,  individual  LC 
(L  =  inductor  and  C  =  capacitor)  circuits  were  built  for  each  of  the  64  elements  to 
match  each  one  to  the  common  value  of  5011  Z0°. 

2.3.  Exposimetry 

To  determine  the  acoustic  field  generated  by  the  array,  an  automated  computer 
controlled  positioning  system,  which  could  translate  an  hydrophone  throughout  the 
acoustic  field  of  the  array  placed  in  a  water  tank,  was  used.  The  transducer  was 
submerged  in  water  (room  temperature,  ~20'’C)  in  a  tank  (120  x  50  x  52  cm  )  made 
almost  anechoic  with  sound  absorbing  rubber.  A  custom-made  degasser,  built 
in-house,  was  used  to  reduce  the  dissolved  oxygen  content  of  the  distilled  water  to 
1—2  ppm  to  reduce  cavitation.  The  system  was  controlled  using  a  personal  computer 
connected  to  a  four-motor  positioning  system  (Velmex  Inc.,  Bloomfield,  NY,  USA) 
via  the  RS232  serial  port  and  also  connected,  via  the  general  purpose  interface  bus 
(GPIB),  to  a  digital  oscilloscope  (Agilent  54622A,  Agilent  Technologies,  Palo  Alto, 
CA,  USA),  which  recorded  the  voltage  amplitudes  detected  by  the  hydrophone. 
Custom  written.  Quick  Basic  (Microsoft  Corporation,  Redmond,  WA,  USA) 
programs  were  used  for  automated  control  of  the  motors  and  data  acquisition 
from  the  oscilloscope.  Initially,  multiple  on-axis  (i.e.  where  the  focus  is  along  the 
major  z-axis,  zj)  exposimetry  experiments  were  performed.  With  the  focus  set  to  0,  0, 
z/mm,  z/was  varied  from  10-40  mm,  with  a  step  size  of  2  mm.  To  determine  the 
repeatability  of  the  focusing,  5-10  experiments  were  performed  at  each  location.  For 
off-axis  studies  (i.e.  where  the  focus  was  not  on  z  but  aimed  toward  the  x  or  y  axis,  Xf 
or  y/,  respectively),  the  focus  was  located  at  x/,  y/,  30  mm,  while  the  steering  angle 
was  adjusted  to  the  desired  value  by  choosing  appropriate  values  for  Xf  and  y/. 
The  steering  angle  was  varied  from  —14°  to  -1-14°  with  a  step  size  of  2  in  both 
X  and  y  directions  with  multiple  experiments  (5-10)  performed  at  each  angle. 
In  both  the  on-axis  and  off-axis  experiments,  the  scanning  step  size  was  0.5  mm, 
while  the  scanning  area  was  20  x  20  mm^.  The  hydrophone  voltage  recordings  were 
used  to  calculate  the  normalized  intensities  based  on  the  pressures  that  were  plotted 
as  the  mean  and  standard  deviation  of  the  results  (x  ±  SD)  and  compared  against  the 
calculated  values^®’^'. 

2.4.  Ex  vivo  experiments 

To  test  the  feasibility  of  the  array  to  ablate  tissue,  the  array  was  submerged 
3  cm  in  the  tank  aimed  perpendicular  to  the  surface  of  the  water.  Fresh  porcine 
kidney  was  obtained,  placed  in  the  tank  and  held  in  front  of  the  transducer  face 
using  metal  clamps  to  ensure  that  it  did  not  move  during  the  experiments.  A  distance 
of  1  cm  was  maintained  between  the  face  of  the  array  and  the  kidney  to  mimic  the 
distance  of  a  water  bolus  used  in  clinical  treatments'^  Sonication  experiments  drove 
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each  element  at  an  average  electrical  power  of  8  W  for  10  s  for  both  on-  and  olf-axis 
focusing.  For  the  off-axis  focusing,  the  steering  angle  was  at  5.7  in  the  x-direction 
and  13.1°  in  the  j-direction.  To  examine  the  effects  of  sonication  time,  subsequent 
sonications  used  exposures  of  15  and  20  s.  At  the  end  of  the  sonications,  the 
kidney  was  carefully  removed  and  sliced  with  a  scalpel  to  evaluate  the  ablated 
areas.  Lesions  were  recorded  several  times  for  size  using  a  digital  caliper  and  digitally 
photographed. 

3.  Results 

To  test  the  correlation  between  experimental  and  theoretical  results,  exposimetry 
experiments  were  performed.  As  an  example  of  a  typical  result  at  the  location 
(x,  y,  z)  =  (0,  3,  30)  mm,  figure  8(a)  shows  a  comparison  plot  along  the  x-axis  of 
the  calculated  and  experimental  normalized  intensities.  Figure  i{b)  plots  similar 
theoretical  and  experimental  data  but  along  the  y-axis  for  the  same  focus.  For 
both  plots,  the  theoretical  intensity  data  correlated  well  with  the  experimental 
results.  From  multiple  experiments  to  evaluate  the  feasibility  of  the  array  to  steer 
the  focus,  a  typical  3-D  normalized  intensity  result  from  a  focal  point  was  aimed 
at  —2,  —0.7,  30  mm.  The  results  were  plotted  as  a  mesh  (figure  9(a))  or  contour 
(figure  9{b)),  with  contour  levels  at  90,  70,  50,  30  and  10%  of  the  maximum  intensity 
and  the  grating  lobe  levels  at  ~  — 7.0dB  or  less. 

Ex  vivo  experiments  were  also  performed  to  verify  the  feasibility  of  the  array  to 
generate  foci  that  are  capable  of  ablating  tissue.  In  the  first  sonication  experiment, 
the  elements  were  driven  at  an  average  power  of  8W  for  10  s  for  on-axis  focusing. 
In  the  plane  that  was  30  mm  deep  in  tissue  and  parallel  to  the  face  of  the  array, 
a  cigar  shaped  lesion  with  a  length  of  4.5  mm,  along  the  z-axis,  and  a  diameter  of 


Normalized 

intensity 
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Figure  8.  Comparison  of  calculated  and  experimental  normalized  intensities  for  a  focus  at 
0,  3,  30  mm  plotted  along  the  (a)  x-axis  and  (fc)  y-axis. 
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2  mm  was  observed  (figure  10(a)).  Evaluation  of  the  off-axis  steering  also  used  an 
average  power  of  8W  for  10  s  to  generate  three  separate  lesions  at  locations 
(x,  y,  z)  =  (-3,  -7,  30),  (0,  0,  30)  and  (3,  7,  30) mm.  Figure  10(i)  shows  a  digital 
photograph  of  three  lesions,  each  ~2mm  in  diameter,  which  corresponded  to 
the  intended  locations.  To  determine  the  effects  of  sonication  time,  the  location 
and  exposure  time  was  focused  at  0,  0,  30  mm  for  10  s,  0,  0,  34  mm  for  15  s  and 
0,  0,  39  mm  for  20  s  at  8  W  per  element.  Three  lesions  were  observed  with  a  diameter 
of  2,  2.9  and  4  mm  that  corresponded  to  the  sonication  times  of  10,  15  and  20  s, 
respectively  (figure  10(c)). 

Further  ex  vivo  experiments  were  performed  to  verify  the  capability  of  the  array 
in  generating  off-axis  lesions.  A  single  10  s  sonication  was  performed  with  the  ele¬ 
ments  of  the  array  driven  at  an  average  power  of  8  W  to  generate  a  single  off-axis 
lesion  at  the  location  5, 0,  30  mm.  Figure  11(a)  is  a  cross-section  that  was  made  in  the 
plane  that  was  9.5°  (tan“‘(5/30)  =  9.5°)  away  from  the  z-axis,  which  shows  a  lesion 
with  rsj  4  mm  length  along  that  axis.  A  cross-section  in  the  plane  that  was  30  mm  deep 
in  tissue  and  parallel  to  the  face  of  the  transducer  shows  the  shape  and  size  of  the 
lesion  in  the  x—y  plane,  which  was  observed  to  be  2  mm  in  diameter,  as  shown  in 
figure  11(^)). 

As  shown  in  the  simulations  from  figure  4(c),  the  array  was  theoretically  capable 
of  generating  a  single  large  focal  point  that  resulted  from  the  overlapping  of  four 
focal  points  generated  separately  at  the  locations  ±1,  ±1,  30  mm.  To  verify  this,  the 
average  power  was  kept  at  8W  and  the  sonication  time  was  increased  to  25  s  to 
compensate  for  the  reduction  in  the  overall  power  per  focus.  A  cross-section  was 
made  in  a  plane  that  was  30  mm  deep  in  tissue  and  parallel  to  the  x-y  plane.  A  large 
lesion  with  a  diameter  of  4  mm  was  observed  (figure  12)  using  this  focal  overlapping 
technique. 
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Figure  9.  Exposimetry  results  of  the  normalized  intensity  for  ofif-axis  focusing  with  the  focal 
point  aimed  at  -2,  -0.7,  30  mm  plotted  as  (a)  a  mesh  or  (b)  a  contour  with  levels 
indicated  at  90,  70,  50,  30,  10%.  These  results  indicate  acceptable  grating  lobes  of  less 
than  -7.0  dB. 


4.  Discussion 

Intra-cavitary  ultrasound  offers  an  attractive  means  of  focused  ultrasound 
treatment  for  benign  prostatic  hyperplasia  with  significant  advantages  over  other 
treatment  methods  due  to  the  relatively  short  treatment  time,  its  non-invasive  nature 
and  reduced  complications.  One  compelling  reason  for  using  an  intra-cavitary 
device  with  focused  ultrasound  is  that  the  prostate  is  easily  accessible  via  transrectal 
applicators,  which  allow  for  heating  of  the  target  volume  in  the  prostate  with 
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minimal  heating  of  normal  tissue.  Using  phased  arrays  to  electrically  focusing  the 
ultrasound  beam  provides  a  controlled  localized  power  deposition  into  tissue  and 
reduces  significantly  the  treatment  time  since  the  focus  is  electronically  scanned 
instead  of  manually. 


(a) 


(b) 


Figure  10.  Ex  vivo  experimental  results  of  lesions  created  with  on  and  off-axis  focusing  with 
the  array  driven  at  an  average  of  8W  per  element  for  various  sonication  times, 
(a)  Focusing  30  mm  into  the  tissue,  a  cigar  shaped  lesion  was  created  from  a  10  s 
sonication.  (b)  Evaluation  of  the  electrical  steering  at  (x,  y,  z)  =  (-3,  -7,  30),  (0,  0,  30) 
and  (3,  7,  30)  mm  created  2  mm  diameter  lesions,  (c)  Effects  of  the  sonication  time 
variation  are  illustrated  from  exposure  times  of  10,  15  and  20  s. 
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Figure  10.  Continued. 


Previous  focused  ultrasound  array  designs  were  problematic,  since  they  required 
complex  methods  to  move  the  focus,  or  had  linear  (1-D)  designs  that  were  only 
capable  of  focusing  along  one  axis.  These  drawbacks  were  the  motivation  to  design 
a  new  array  that  can  be  used  in  FUS  and,  at  the  same  time,  be  systematically 
controlled  to  reposition  the  focus  throughout  a  specific  volume  with  an  acceptable 
level  of  grating  lobes.  Care  was  taken  with  this  new  64  element,  8x8  array  to 
account  for  capacitance  issues  between  the  ceramic  and  cables  by  modelling  the 
system  and  impedance  testing  with  various  cables.  Further  improvement  over  this 
array  design  seems  to  be  feasible  due  to  recent  developments  in  building  focused 
transducers  using  piezocomposite  technology^^.  Using  piezocomposites  removes  the 
concern  of  low  width  to  thickness  ratios,  which  was  an  issue  in  this  array  design. 
A  three  layer  PZT-8  material  may  also  be  used  to  increase  the  capacitance  and, 
thus,  make  it  easier  to  electrically  match  the  small  elements. 

In  designing  this  array,  several  issues  were  taken  into  account  to  address  its 
application  for  BPH  treatment.  The  dimensions  of  the  array  were  designed  for  an 
intra-cavitary  rectal  device.  With  appropriate  housing,  a  dimension  of  2  x  2  cm  array 
is  suitable.  Although  the  housing  used  here  does  not  satisfy  this  condition,  this 
design  was  used  to  evaluate  the  feasibility  of  the  steering.  Another  issue  concerning 
this  design  was  the  grating  lobe  level,  which  was  reduced  significantly  by  tapering  the 
elements  widths  and  lengths  of  the  array. 

To  treat  the  prostate,  this  array  was  aimed  toward  the  intended  target  volume 
and  the  elements  were  driven  at  a  calculated  amplitude  and  phase  to  generate  either  a 
single  focal  point  with  electrical  steering  or  generate  multiple  focal  points  simul¬ 
taneously  to  increase  the  necrosed  volume  per  sonication.  To  generate  multiple 
focal  points,  the  total  area  of  the  array  was  divided  into  several  sub-areas 
(four,  for  example),  the  array  was  driven  in  such  a  way  that  each  one  of  these 
sub-areas  was  responsible  for  generating  a  single  focal  point.  Although  this  reduces 
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Figure  11.  An  vivo  experimental  result  showing  orthogonal  paired  cross-sections  of  a 
lesion  generated  by  focusing  at  5,  0,  30  mm  (steering  angle  =  9.5*^  away  from  the 
z-axis).  Shown  is  (a)  a  cross-section  made  along  the  focusing  plane  (9.5°  away  from  the 
z-axis)  that  indicates  a  4  mm  long  cigar  shaped  lesion  and  (b)  a  cross-section  made  parallel 
to  the  x-y  plane  and  30  mm  deep  in  tissue,  showing  the  size  of  the  lesion  in  that  plane, 
which  was  found  to  be  a  2  mm  diameter  lesion. 


the  sonication  time,  it  requires  more  driving  power  since  each  sub-area  needs  to 
generate  a  single  focal  point. 

This  array  is  not  designed  to  ablate  the  whole  prostate,  although  that  can  be 
achieved  by  mechanically  moving  the  array  several  times  depending  on  the  prostate 
size.  As  was  previously  shown  in  figure  2,  this  array  can  necrose  a  volume  that  lies  in 
its  steering  volume.  Assuming  that  the  centre  of  the  volume  to  be  necrosed  is  3  cm 
deep,  this  array  is  capable  of  necrosing  a  volume  of  at  least  1x1x2  cm^  without 
mechanically  moving  the  array.  Taking  this  (1  x  1  x  2cm^)  as  the  target  volume,  two 
techniques  can  be  used  to  necrose  it;  the  first  one  is  using  a  single  focal  point  regime 
in  which  the  target  volume  is  divided  into  small  volumes.  The  size  of  these  small 
volumes  is  chosen  based  on  the  size  of  the  lesion  and  the  sonication  time.  For  a  10  s 
sonication,  the  lesion  was  found  to  be  a  4  mm  long  cigar  shape  with  2  mm  diameter. 
Therefore,  dividing  the  1  x  1  x  2cm^  volume  into  5x5x5  points  indicates  that 
125  sonications  are  needed  to  necrose  the  target  based  on  a  single  10  s  sonication 
that  is  electronically  steered  between  the  125  positions.  Starting  at  the  centre  of  the 
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Figure  12.  To  verify  the  feasibility  of  generating  a  large  lesion  as  a  result  of  four  overlapped 
small  lesions,  the  array  was  driven  at  an  average  power  of  8  W  for  25  s,  with  four  focal 
points  aimed  at  ±1,  ±1,  30  mm.  A  cross-section  made  parallel  to  the  x-y  plane  and  30  mm 
deep  in  tissue  shows  the  generation  of  a  single  large  lesion  with  a  diameter  of  4  mm. 

target  volume,  a  single  focal  point  is  generated  there  and  then  electronically  steered 
125  times  to  cover  the  whole  volume.  To  avoid  uncontrolled  heat  buildup  and  pre- 
focal  heating,  the  switching  between  the  focal  points  is  done  in  a  way  that  any  two 
focal  points  consecutive  in  time  are  far  away  from  each  other  in  distance.  By  doing 
that,  enough  time  is  given  to  the  pre-focal  positions  to  cool  down.  A  second  tech¬ 
nique  to  necrose  a  large  volume  is  by  generating  multi-focal  points  at  the  same  time. 
Dividing  the  array  into  four  areas,  each  responsible  for  generating  a  single  focal 
point,  will  result  in  reducing  the  overall  treatment  time  by  a  factor  of  four.  This 
technique  is  time  efficient,  but  the  drawback  behind  it  is  that  the  driving  electrical 
power  per  unit  area  should  be  increased. 

Since  the  maximum  possible  steering  angle  for  this  array  is  14°  in  both  transverse 
and  longitudinal  directions,  attempting  to  focus  outside  this  volume  will  add  a 
significant  amount  of  grating  lobes  which  will  cause  an  unwanted  heating.  This 
puts  a  limitation  for  this  array  if  the  target  volume  extends  beyond  the  14°  limit. 
Trying  to  focus  2  cm  deep  is  feasible,  however  the  maximum  off-axis  steering  at 
2  cm  deep  is  0.5  cm,  which  adds  another  limitation  if  a  1cm  off-axis  steering  is 
required  to  ablate  anterolateral  prostate  tissue. 

When  coupled  with  MR  temperature  mapping,  FUS  provides  an  efficient  way  to 
treat  BPH  and  at  the  same  time  gives  a  quick  feedback  about  the  temperature 
distribution  inside  the  prostate^.  Although  ultrasound  imaging  for  the  prostate  has 
shown  to  give  good  results^'^’^^,  the  array  described  here  was  designed  to  be  accom¬ 
panied  by  an  MRI. 

Similar  to  prostate  cancer  treatment  with  focused  ultrasound,  benign  fibroade¬ 
nomas  in  the  breast  are  currently  treated  clinically  using  multiple  sonication  from  a 
single  element  transducer  which  is  mechanically  scanned^^.  In  conjunction,  magnetic 
resonance  imaging  (MRI)  for  guidance  of  thermotherapy  of  the  procedure^^. 
Although  the  treatment  has  been  shown  to  be  effective,  the  process  includes  an 
unnecessary  delay  due  to  the  mechanical  scanning  protocol.  When  closely  spaced 
locations  are  targeted  with  focused  ultrasound,  thermal  build-up  results  from  the 
accumulation  of  neighbouring  sonications  and  the  near  field  heating.  As  a  result, 
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a  lengthy  delay  between  sonications  (cooling  time)  is  required  to  reduce  thermal 
build-up.  Investigators  have  shown  that  a  cooling  time  of  50-60  s  was  necessary  to 
reduce  the  heat  from  the  near  neighbour  sonications^*;  however,  this  can  add  con¬ 
siderable  time  to  the  procedure  and  initiate  inaccuracies  to  the  MR  thermometry 
through  patient  motion.  With  phased  arrays,  a  focal  pattern  can  be  arranged  such 
that  there  is  enough  time  for  the  heat  to  dissipate  by  sonicating  non-neighbouring 
regions  within  the  tumour^^.  A  treatment  planning  routine  can  be  plotted  over 
the  entire  tumour  region  such  that  the  volume  is  ablated  through  distant  and 
non-adjacent  ablations  to  avoid  thermal  build-up  yet  destroy  the  volume  in  the 
least  amount  of  time.  This  research  demonstrates  the  feasibility  of  an  electrically 
steered  array,  which  can  be  used  to  ablate  tissue  for  the  intended  treatment  of  benign 
prostatic  hyperplasia.  Future  plans  will  advance  this  design  to  a  clinical  model  to  be 
used  for  in  vivo  studies. 


Acknowledgements 

This  work  was  supported  by  the  Whitaker  Foundation  (RG-00-0042)  and  the 
Department  of  Defense  Congressionally  Directed  Medical  Prostate  Cancer  Research 
Program  (DAMD 17-020 1-0 124). 


References 

1.  Stephens  F.  All  about  prostate  cancer.  South  Melbourne,  Australia;  New  York:  Oxford 
University  Press,  2000. 

2.  Tan  JS,  Frizzell  LA,  Sanghvi  NT,  Seip  R,  Wu  JS,  Kouzmanoff  JT.  Design  of  focused 
ultrasound  phased  arrays  for  prostate  treatment.  IEEE  Ultrason  Symp  2000;  1247-51. 

3.  Seip  R,  Sanghvi  NT.  Comparison  of  split-beam  transducer  geometries  and  excitation 
configuration  for  transrectal  prostate  HIFU  treatments.  IEEE  Ultrason  Symp  2001; 
1343-46. 

4.  Ebbini  ES,  Bischof  JC,  Coad  JE.  Lesion  formation  and  visualization  using  dual-mode 
ultrasound  phased  arrays.  IEEE  Ultrason  Symp  2001;  1351-54. 

5.  Yao  H,  Phukpattaranont  P,  Ebbini  ES.  Enhanced  lesion  visualization  in  image-guided 
noninvasive  surgery  with  ultrasound  phased  arrays.  23rd  Annual  EMBS  international 
conference,  IEEE  2001;  2492-95. 

6.  Barrett  DM.  Mayo  Clinic  on  prostate  health,  1st  edn.  Rochester,  MN;  New  York:  Mayo 
Clinic,  2000. 

7.  Hutchinson  EB,  Hynynen  K.  Intracavitary  phased  arrays  for  non-invasive  prostate 
surgery.  IEEE  Trans  Ultrason  Ferroelectr  Freq  Control  1996;  43:  1032—42. 

8.  Sokka  S,  Hynynen  K.  The  feasibility  of  MRI  guided  whole  prostate  ablation  with  a  linear 
aperoidic  intracvitary  ultrasound  phased  array.  Phys  Med  Biol  2000;  45:  3373-83. 

9.  Curiel  L,  Chavrier  F,  Souchon  R,  Birer  A,  Chapelon  JY.  1.5-D  high  intensity  focused 
ultrasound  array  for  non-invasive  prostate  cancer  surgery.  IEEE  Trans  Ultrason 
Ferroelectr  Freq  Control  2002;  49:  231-42. 

10.  Buchanan  MT,  Hynynen  K.  Design  and  experimental  evaluation  of  intracavitary  ultra¬ 
sound  phased  array  system  for  hyperthermia.  IEEE  Trans  Biomed  Eng  1994;  41:  1178-87. 

11.  Zemanek  J.  Beam  behavior  within  the  nearfield  of  a  vibrating  piston.  J  Acoust  Soc  Am 
1971;  49:  181-91. 

12.  Pennes  HH.  Analysis  of  tissue  and  arterial  blood  temperatures  in  the  resting  human 
forearm.  J  Appl  Physiol  1948;  1:  93-122. 

13.  Nyborg  WL.  Heat  generation  by  ultrasound  in  a  relaxing  medium.  J  Acoust  Soc  Am  1981; 
70:  310-12. 

14.  Smith  NB,  Buchanan  MT,  Hynynen  K.  Transrectal  ultrasound  applicator  for  prostate 
heating  monitored  using  MRI  thermometry.  Int  J  Radiat  Oncol  Biol  Phys  1999;  43: 
217-25. 

15.  Hutchinson  EB,  Buchanan  MT,  Hynynen  K.  Evaluation  of  an  aperiodic  phased  array 
for  prostate  thermal  therapies.  IEEE  Ultrasonics  Symp  1995;  1601^4. 


Treatment  of  benign  prostatic  hyperplasia 


31 


16.  Gavrilov  LR,  Hand  JW,  Abel  P,  Cain  CA.  A  method  of  reducing  grating  lobes  asso¬ 
ciated  with  an  ultrasound  linear  phased  array  intended  for  transrectal  thermotherapy. 
IEEE  Trans  Ultrason  Ferroelectr  Freq  Control  1997;  44:  1010-7. 

17.  Goss  SA,  Johnston  RL,  Dunn  F.  Comprehensive  compilation  of  empirical  ultrasonic 
properties  of  mammalian  tissues.  J  Acoust  Soc  Am  1978;  64:  423-57. 

18.  Goss  SA,  Frizzell  LA,  Dunn  F.  Ultrasonic  absorption  and  attenuation  in  mammalian 
tissues.  II.  J  Acoust  Soc  Am  1980;  68:  93-108. 

19.  Daum  DR.  A  large  scale  phased  array  ultrasound  system  for  non-invasive  surgery  of 
deep  stated  tissue.  PhD  dissertation,  Massachusetts  Institute  of  Technology,  Cambridge, 
MA,  1998. 

20.  AIUM.  Acoustic  output  labeling  standard for  diagnostic  ultrasound  equipment.  Laurel,  MD: 
Author,  1998. 

21.  IEEE.  Guide  for  medical  ultrasound  field  parameter  measurements.  New  York:  Author, 
1990. 

22.  Hurwitz  MD,  Kaplan  I,  Svensson  GK,  Hansen  J,  Hynynen  K.  Feasibility  and  patient 
tolerance  of  a  novel  transrectal  ultrasound  hyperthermia  system  for  treatment  of  prostate 
cancer.  Int  J  Hyperthermia  2001;  17:  31-7. 

23.  Fleury  G,  Berriet  R,  Le  Baron  O,  Huguenin  B.  New  piezocomposite  transducers  for 
therapeutic  ultrasound.  Workshop  on  MRTguided  Focused  Ultrasound  Surgery  2002:  39. 

24.  Sanghvi  NT,  Foster  RS,  Bihrle  R,  Casey  R,  Uchida  T,  Phillips  MH,  Syrus  J,  Zaitsev  AV, 
Marich  KW,  Fry  FJ.  Noninvasive  surgery  of  prostate  tissue  by  high  intensity  focused 
ultrasound:  an  updated  report.  Eur  J  Ultrasound  1999;  9:  19-29. 

25.  Chapelon  JY,  Ribault  M,  Birer  A,  Vernier  F,  Souchon  R,  Gelet  A.  Treatment  of  localised 
prostate  cancer  with  transrectal  high  intensity  focused  ultrasound.  Eur  J  Ultrasound  1999; 
9:  31-8. 

26.  Hynynen  K,  Pomeroy  O,  Smith  DN,  Huber  PE,  McDannold  NJ,  Kettenbach  J,  Baum  J, 
Singer  S,  Jolesz  FA.  MR  imaging-guided  focused  ultrasound  surgery  of  fibroadenomas  in 
the  breast:  a  feasibility  study.  Radiology  2001;  219:  176-85. 

27.  Quesson  B,  de  Zwart  JA,  Moonen  CT.  Magnetic  resonance  temperature  imaging  for 
guidance  of  thermotherapy.  J  Magn  Reson  Imaging  2000;  4:  525-33. 

28.  McDannold  NJ,  Jolesz  FA,  Hynynen  KH.  Determination  of  the  optimal  delay  between 
sonications  during  focused  ultrasound  surgery  in  rabbits  by  using  MR  imaging  to  monitor 
thermal  buildup  in  vivo.  Radiology  1999;  211:  419-26. 

29.  Daum  DR,  Hynynen  K.  Thermal  dose  optimization  via  temporal  switching  in  ultrasound 
surgery.  IEEE  Trans  Ultrason  Ferroelectr  Freq  Control  1998;  45:  208-15. 


Optimized  Hyperthermia  Treatment  of  Prostate  Cancer  Using  an  Intracavitary 

Ultrasound  Array 

Osama  M.  Al-Bataineh‘,  Robert  M.  Keolian^,  Victor  W.  Sparrow^  Douglas  Mast^  and 

Nadine  Barrie  Smith*’^ 


‘Bioengineering  Department 
^Applied  Research  Laboratory, 
^Graduate  Program  in  Acoustics 
The  Pennsylvania  State  University 
University  Park,  PA  16802 


To  be  submitted  to  the  Journal  of  Acoustical  Society  of  America  in  January  2004. 


Please  send  correspondence  to: 

Osama  M.  Al-Bataineh,  M.S. 

Department  of  Bioengineering 

The  Pennsylvania  State  University 

313  Hallowell  Building 

University  Park,  PA  USA  16802 

TEL:  001-814-865-8087  FAX:  001-814-863-0490 

omabio@engr.psu.edu 


4 


> 


1.  Introduction 

Prostate  cancer  causes  about  30,000  deaths  with  more  than  200,000  new 
patients  in  2003  as  reported  by  the  American  Cancer  Society.  Most  of  the  new 
patients  are  elderly  men  that  can  not  withstand  surgical  procedures  to  remove  the 
tumor  in  its  early  phases.  Radiation  and  chemotherapies  are  still  the  treatment  of 
choice  for  these  patients.  Radiation  therapy  attacks  the  cancerous  cells  using  external 
focusing  techniques  or  internally  using  permanent  seed  implants  (brachytherapy) 
while  chemotherapy  delivers  the  lethal  drug  to  the  tumor  cells  directly  using  the  blood 
stream.  However,  the  anatomy  of  tumors  and  cancer  environment  reveals  that  the  core 
of  the  tumor  is  deprived  of  blood  supply;  that  delivers  oxygen  and  nutrition  that 
maintain  the  biological  activities  of  the  cancerous  cells  (Overgaard  et  al.  3-20).  These 
cells  are  acidic,  hypoxic  and  do  not  proliferate  like  the  cells  at  the  periphery  of  the 
tumor.  The  acidic  microenvironment  of  the  core  of  the  tumor  is  caused  by  the 
switching  of  these  cells  to  anaerobic  energy  production  in  order  to  survive  in  this 
harsh  environment.  The  acidity  has  direct  effect  on  the  normal  biological  activity  of 
proteins  caused  by  a  change  of  their  three-dimensional  shape  in  such  an  environment. 
The  core  of  the  tumor  is  found  to  resist  both  radiation  and  chemotherapies  because 
these  cells  tend  not  to  proliferate  and  have  little  blood  supply.  Compared  to  the  core 
of  the  tumor,  however,  the  outer  shell  has  cells  that  are  supplied  with  many  blood 
vessels  which  function  well  to  serve  the  growth  of  cancer,  i.e.  proliferation  and 
production  of  the  chemical  signals  that  induce  the  body  to  produce  additional  blood 
vessels  to  supply  the  tumor,  diverting  blood  to  the  needs  of  the  tumor  at  the  expense 
of  organs  such  as  prostate  gland.  The  outer  cells  are  found  to  be  a  good  target  for  both 
radiation  and  chemotherapies  because  of  their  relatively  normal  micro-environment. 
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Temperature  has  a  great  effect  on  the  biological  behavior  of  normal  cells.  Any 
change  in  the  cell  temperature  will  lead  to  a  dramatic  change  to  the  three-dimensional 
shape  of  the  proteins  reducing  the  biological  activity  of  these  proteins  and  the  overall 
behavior  of  the  cell  itself  (Maurieb  E.N.).  The  combined  effect  of  acidity  and 
increased  temperature  will  tend  to  denature  the  proteins  of  tumor  core  cells  and 
prevent  them  from  continuing  their  survival  under  such  a  harsh  microenvironment. 
Intracavitary  ultrasound  thermal  therapy  (Buchanan  and  Hynynen  1178-87;Diederich 
and  Hynynen  626-34;Hurwitz  et  al.  31-37;Hutchinson  E.B.  and  Hynynen  K.  1032- 
42;Smith,  Buchanan,  and  Hynynen  217-25)  has  been  found  to  be  appropriate  in  such 
cases  to  help  in  the  killing  of  cancerous  cells  in  conjunction  with  radiation  or 
chemotherapies.  Cancer  of  the  prostate  or  the  benign  enlargement  of  the  gland  can  be 
targeted  using  a  controlled  ultrasound  intracavitary  phased  array  to  attack  the  core  of 
the  tumor  and  to  weaken  its  shell  as  an  adjuvant  for  radiation  or  chemotherapies.  The 
design  of  a  hyperthermia  array  to  induce  these  beneficial  effects  of  increased  tumor 
temperature  should  take  in  consideration  the  anatomical  and  physiological  properties 
for  the  rectum,  prostate  gland,  seminal  vesicles  and  the  surrounding  tissue. 

The  design,  construction  and  optimization  of  a  transrectal  intracavitary 
ultrasound  array  for  the  hyperthermia  treatment  of  prostate  cancer  will  be  introduced 
in  this  paper.  Four  linear  phased  arrays  are  arranged  in  a  special  geometry  that  insures 
the  effectiveness  of  the  therapy,  as  determined  by  an  anatomical  computational  model 
based  on  data  from  the  Visible  Human  Project.  The  ^-space  computational  method  is 
used  to  simulate  wave  propagation  in  an  inhomogeneous  large  scale  three- 
dimensional  human  prostate  model  that  takes  into  consideration  sound  speed,  density 
and  acoustic  absorption  variations  of  each  soft  tissue  type  that  compose  the  prostate 
gland  and  the  surrounding  tissue. 
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2.  Materials  and  Methods 

2.1  Three-dimensional  Human  Prostate  Model 

In  order  to  optimize  and  control  the  driving  parameters  of  the  phased  array  to 
uniformly  heat  the  entire  prostate,  an  anatomically  and  acoustically  accurate  model 
was  built  utilizing  the  photographic  data  from  the  Visible  Human  Project.  The 
appropriate  photographs  were  located  and  downloaded  into  local  storage  area  in  order 
to  collect  the  required  three-dimensional  (3D)  prostate  model.  Photoshop  software 
was  used  to  read  the  RAW  images  and  to  save  them  into  an  appropriate  format  (i.e. 
JPEG  format).  Forty  six  slices  were  chosen  that  include  the  prostate  gland.  A  proper 
area  from  each  slice  was  cut  out  to  build  the  required  46  images  of  the  3D  model.  The 
actual  distance  between  each  slice  for  the  male  subject  is  1  mm;  this  distance  was 
found  to  be  unsuitable  for  simulation  of  sound  wave  propagation  in  megahertz 
frequencies  range.  To  overcome  this  problem;  three  extra  slices  were  created  between 
the  consecutive  1  mm  slices  by  averaging  the  two  adjacent  images  to  reduce  the 
distance  between  consecutive  images  to  0.25  mm.  This  resolution  was  found  to  be 
adequate  for  wave  propagation  simulations  in  inhomogeneous  mediums  for 
frequencies  in  the  range  of  1.2  to  1.8  MHz.  One  hundred  eighty  five  square  images 
were  produced  to  create  the  3D  image  of  the  prostate.  Each  slice  has  257  x  257  points. 
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Figure  1.  A  slice  picture  from  the  Visible  Human  Project  showing  the  rectum  and  the 
prostate  gland  widi  the  surrounding  tissue. 

The  3D  acoustical  model  was  created  depending  on  the  optical  parameters  of 
each  pixel  in  the  actual  and  averaged  images.  As  shown  in  figure  1;  the  surrounding 
tissue  of  the  prostate  gland  consists  of  fat,  muscle  and  connective  tissues.  Prostate 
gland  consists  of  compoimd  tubular-alveolar  glands  embedded  in  a  mass  of  smooth 
muscle  and  dense  connective  tissue  (Maurieb  E.N.).  The  3D  mapped  model  reads  the 
optical  parameters  that  define  the  fractional  fat,  connective,  glandular  and  muscle 
content  of  each  pixel.  Table  1  siunmarizes  the  actual  acoustical  values  of  these  tissues 
when  measured  at  37°C.  The  sound  speed  in  fat  and  skeletal  muscle  were  found  to  be 
1450  and  1580  m/s  respectively  measured  at  37°C  while  the  density  values  were 
foxmd  to  be  950  kg/m^  and  1050  kg/m^  consecutively  measured  at  the  same 
temperature  (ICRU).  The  sound  speed  in  water  was  calculated  depending  on  this 
equation;  which  is  valid  for  fresh  distilled  water  (L.E.Kinsler  et  al.): 

c  (  T  )  =  1402.7  +  488T  -  482T^  +  135T^ 


where  T  =  37/100. 


Sound  speed  in  fresh  water  found  to  be  1524  m/s  at  37°C  and  equilibrium 
atmospheric  pressure  (1  atm).  The  density  of  the  fresh  water  was  calculated  using  this 
relation  (Pierce  A.D.): 

p  (  37°C )  =  999.7  -  0.088AT  -  0.007(AT)^ 

where  AT  =  27.0;  the  density  was  found  to  be  992.0  kg/m^  at  atmospheric  pressure 
and  37°C.  These  values  were  compared  to  the  values  reported  in  mast  et.al.  for  fresh 
water  at  37°C  an  agreement  between  these  data  for  sound  speed  was  reported,  a  slight 
difference  in  the  reported  values  for  water  density  was  shown.  Water  acoustical 
values  were  important  to  distinguish  some  of  the  added  blue  colored  material  in  the 
rectum  area  as  shown  in  figure  1.  Sound  speed  and  density  values  for  connective 
tissue  were  reported  as  1613  m/s  and  1120  kg/m^  consecutively  (Mast  et  al.  3665-77). 

Absorption  parameters  were  calculated  for  fat  and  muscle  tissues  using 


(ICRU): 


a  ( dB/m )  =  a  f 

the  data  for  a  and  b  at  37°C  for  fat  were  29,  0.9  and  for  muscle  were  74  and  1.0  as 
reported  in  ICRU  report  61  Table  A2.  The  frequency  dependence  (  f )  of  absorption 
requires  choosing  a  specific  frequency  to  calculate  the  absorption;  1.2  MHz  frequency 
was  chosen  for  simulation  and  design  parameters.  The  absorption  values  for  fat  and 
muscle  at  37°C  and  1.2  MHz  were  found  to  be  0.034  dB/mm  and  0.089  dB/mm 


respectively.  The  absorption  parameter  for  fresh  water  calculated  at  37°C  and  1.2 
MHz  was  calculated  using  this  equation  (L.E.Kinsler  et  al.): 

awater  =  (CO^/2poC^)  (4.3/t) 


where  co  is  the  radian  frequency;p:  density  of  fresh;  c:  is  sound  speed  in  fresh  water; 
(i:  coefficient  of  shear  viscosity  ( Pa.s ). 
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As  shown  in  table  1  the  absorption  of  water  at  37°C  and  1.2  MHz  is  0.0347 
Np/m  which  is  .0003  dB/mm.  The  absorption  coefficient  of  connective  tissue  was 
found  by  assuming  linear  relation  between  sound  speed  and  absorption  coefficients 
formed  using  the  values  of  fat  and  muscle  by  the  least  square  fitting  method;  the  value 
was  found  to  be  0.103  dB/mm.  The  3D  photographic  data  was  used  to  create  three 
extra  sets  of  3D  acoustical  data;  which  include  sound  speed  variation,  density 
distribution  and  absorption  parameters.  Sound  speed  of  each  pixel  was  estimated 
depending  on  the  fractional  optical  constituent  of  water,  muscle,  fat  and  connective 
tissues.  The  fractional  constituent  of  water  was  mapped  depending  on  the  hue  and 
value  of  each  pixel;  while  muscle  and  connective  tissues  were  mapped  depending  on  a 
combination  of  saturation  and  value  parameters  as  follows;  these  relations  were 
explained  elsewhere  (Mast  T.D.  37-42): 

Water  W=  l-[u  (0.4  —  H)  +  u  (H  —  0.8)]  +  u  (0.1  —  V) 

Muscle-^  P  =  (1  -  W)  u  (0.67  -  V) 

Connective  ->  C  =  (1  -  W)  u(S  -  0.45)  -  P 
Sound  speed  (c)  =  Cf  +  (co  -  Cf)W  +  (cp  -  cf)P  +  (cc  -  Cf)C 
where  u  is  a  smoothed  step  function  defined  as: 

u(x)  =  0.5  -  0.5cos[71  (x+8)/(2e)]  for  -£<  x  <8 
u(x)  =  0  where  x<-8 
u(x)  =  1  where  x>8 
8  =  0.1 
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Tissue  type 

Sound  speed 

(mm/ns) 

Density  (g/cm^) 

Absorption  @1.2 
MHz  (dB/mm) 

Connective 

1.613 

1.120 

0.1030 

Muscle 

1.580 

1.050 

0.0890 

Fat 

1.450 

0.950 

0.0340 

Water 

1.524 

0.992 

0.0003 

Table  1.  The  acoustical  parameters  (i.e.  sound  speed,  density  and  absorption)  of 
connective  tissue,  muscle,  fat  and  water  when  measured  37°C. 

Each  slice  in  the  original  photographic  data;  which  represent  a  JPEG  type 
image  was  converted  to  HSV  (hue,  saturation  and  value)  image  in  order  to  calculate 
the  amount  of  each  tissue  constituent  for  each  pixel  to  apply  the  previous  mentioned 
relations.  Mass  density  values  were  mapped  depending  on  empirical  linear  relations 
between  sound  speed  and  mass  density  of  the  values  shown  in  Table  1.  Figure  2 
shows  the  relation  between  sound  speed  and  density  for  fat,  water,  muscle  and 
connective  tissue;  the  linear  relationship  was  clearly  shown  from  this  figure.  Least 
square  fitting  method  was  used  to  find  the  linear  equation  of  this  relation.  The  line 
equation  was  found  to  be: 


p  =  0.995c -0.506 


Density  /  Sound  speed 


Density  (kg/m 3) 


Figure  2.  The  sound  speed  and  density  relationship  for  fat,  water,  muscle  and 
connective  tissue,  a  linear  relationship  could  be  obtained  to  relate  sound  speed  and 
density  depending  on  this  figure. 
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Figure  3.  The  sound  speed  and  absorption  relationship  for  fat,  water,  muscle  and 
connective  tissue,  a  linear  relationship  could  be  obtained  between  fat,  muscle  and 
connective  tissues  to  relate  these  acoustical  parameters. 

Figure  3  shows  the  relationship  between  sound  speed  and  absorption 
parameters  for  water,  fat,  muscle  and  connective  tissue;  the  relation  between  fat, 
muscle  and  connective  tissue  was  clearly  shown  to  have  linear  relationship.  The  line 
equation  for  these  three  points  was  found  using  the  least  square  fitting  method;  the 
equation  was  found  to  be; 

a  =  0.423c -0.58 


the  above  equations  were  used  to  create  three  3D  data  sets  for  sound  speed,  density 
variations  and  absorption  parameter  depending  on  an  anatomically  accurate  3D 
photographic  image  of  the  prostate  and  the  surrounding  tissue.  These  acoustical 
parameters  were  used  to  propagate  spherical  pulse  sound  wave  to  test  the  model. 


2.2  Wave  propagation  using  the  k-space  method 

The  it-space  method  (Mast  et  al.  341-54;Tabei,  Mast,  and  Waag  53-63)was 
found  to  be  appropriate  in  simulating  wave  propagation  in  inhomogeneous  mediums 
using  coarse  grids  while  maintaining  accuracy.  The  linear  wave  equation  was  used  for 
this  simulation  depending  on  the  mass  conservation,  momentum  conservation  and 
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state  equation  to  produce  the  first  order  coupled  propagation  equations  (Mast  et  al. 
3665-77): 

dpix,y,z,t)_  ^  z)y.vix,  y,  z,  t)  =  -(x{x,  y,  z)p{x,  y,  z,t)  (1) 

dt 

p(x,  y,  z)  +  Vp{x,  y,z,t)  =  0  (2) 

ot 

from  (2),  a  simplified  equation  could  be  written  as: 

dv(x,  y,  z,t)  _  -Vp(-y,  y,  z,t) 
dt  p{x,y,z) 

by  differentiating  (1)  with  respect  to  time  and  taking  the  divergences  of  (2)  the 
resulted  equations  are: 

>■.  >•  (1  •) 
dt  dt  ot 

p{x,  y,  z,t)^V.v(x,  y,z,t)  +  ^^^'^’^—'^.p(x,  y,  z)+y^p(x,  y,  z,t)  (2’) 
dt  ot 

rearranging  (1’)  the  result  is: 

d^  .  ..  .  (X(x,y,z)  dp{x,y,z,t)  1  d^p{x,y,z,t) 

^V.v{x,y,z,  ^  p(^x,y,z)c\x,y,z)  dt  p(x,y,z)cHx,y,z)  dt^ 


substituting  the  above  equation  into  (2’),  the  resulted  equation  after  some  algebraic 
steps  is: 

-a(x,  y, z)  9  P(x,y,z,t)  _  c  (x,y,z)  t)Vp{,x,  y, z)  +  c" (.x,  y, z)V y, z, 0  =  0 

dt  dr  p{x,y,z) 

the  above  equation  will  be  referred  as  equation  (3).  To  write  this  equation  in  a  form 
similar  to  the  wave  equation,  extra  algebraic  manipulations  are  needed.  The  derivation 
of  the  divergence  of  the  gradient  of  the  pressure  divided  by  the  density  is  shown 
bellow: 


=  V'p(x.  y,  z..) 

p{x,  y,  z)  Pix,  y,  z) 
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substituting  equation  (4)  into  equation  (3)  the  resulted  equation  is: 
1  _  .  ..  1 


V.( 


-Vp(x,  y,z,t))- 


_ d^p(x,y,z,t)  _  .  dp(x,y,z,t) 

pix,y,z)  .  '  pix,y,z)c\x,y,z)  dt^  dt 

the  above  equation  will  be  referred  as  equation  (5),  represents  the  linear  wave 

equation  in  inhomogeneous  medium  with  absorption  parameters  included  as  a  virtual 

source  that  depend  on  the  time  derivative  of  the  pressure  multiplied  by  a  frequency 

independent  absorption  factor.  In  order  to  use  the  ^-space  method  to  solve  for  the 

propagation  of  sound,  equation  (5)  will  be  simplified  to  separate  the  spatially 

dependent  sound  speed  and  density  parameters  from  the  second  order  derivatives  of 

the  pressure  with  respect  to  spatial  and  temporal  variables.  The  next  derivation  will 

neglect  the  absorption  term  and  include  it  in  the  effective  source  terms  after  the 

simplification. 

The  startup  equation  will  be: 

1  "  ^  1  d^P(x,y,z,t) 


V.(- 


pix,y,z) 


yp(.x,y,z,t))- 


p(x,y,z)c^{x,y,z)  dt 


(6) 


define  the  normalized  pressure  as:^^(x,y,z,0  =  substitution  in  eq  6 

^Jp(x,  y,z) 


the 


is:V.( 


result 


1 


„  1^,  ...  ..X  P^^ix,y,z)  dTix,y,z,t)  rrui. 

Vp^^ix,y,z)yrix,y,z,t))=— - “i- - r - - ■  f^is 

p(x,  y,  z)  Pix,  y,  zK  (x,  y,z)  dt 


equation  simplifies  to: 

V V(^. y,z,t)-p^^ (x, y, z)V/(x, y, z,t)V^p'^^ (x, y,z)  =  3  Wix^y,z,  ) 


VV(x,  y,z,t)- 


1  3V(x,y,z.r) 
d  dt^ 


1  c 

^  [Cq  (x,  y,  z)y/{x,  y ,  z,  t)(V  {x,  y,  z))^^^(x,  y,  z,  0  +  ~ 


d^y/{x,y,z,t) 

dt^ 
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defining  q(x,y,z,t)  and  v(x,y,z,t)  functions  as  follows: 


q{,x,  y,  z,t)  =  clp^^ix,  y,  zMx,  y,  z,t)T  p->'^{x,  y,  z) 


2  / 


v(x,  y,z,0  = 


— 1 


c\x,y,z,t)  j 
equation  (6)  simplifies  to: 


il/{x,y,z,t) 


,  ,  .  1  aVU,y,z,0  if,  .  9  v(x,y,z,0 

^i/r(x,y,z,t)-—  - =  —  q(x,y,z,t)+ - - 

Cq  dt  Cfl  dt  ^ 


(7) 


the  above  equation  can  be  transformed  to  the  frequency  domain  easily  by  3D  spatial 
Fourier  transform  as  follows: 

1  d^F{k,t)  1 


k"F{k,t)- 


cl  dt 


^0 


(8) 


where  F(k,t),  Q(k,t)  and  V(k,t)  are  the  3D  spatial  fourier  of  V(x,y,z,t),  q(x,y,z,t)  and 

v(x,y,z,t)  respectively.  Equation  7  satisfies  the  total  wavefield  -defined  as  the 

summation  of  the  incident  and  the  scattered  fields 

(iF(x,y,z,t)  =  iFiix,y,z,t)  +  Ws(x,y,z,t))  -  and  the  scattered  wavefield  as  well. 

However,  the  incident  wavefield  is  satisfied  using  the  homogeneous  wave  equation: 

^2  .  .N  1  d'^¥iix,y,z,t)  ^ 

V  z,t) - ‘—2 - =  0 

Cq  ot 

in  order  to  solve  for  the  inhomogeneous  medium  (i.e.  to  include  both  the  incident  and 
the  scattered  wavefields)  a  new  auxiliary  source  was  introduced  as 
w(x,y,z,t)=\i/s(x,y,z,t)+v(x,y,z,t).  Substitution  of  this  new  term  in  equation  8  resulted 
in  this  simple  equation: 
d^Wikj) 


^k^cl[Wik,t)-V{k,t)]-Qik,t) 


(9) 
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where 


V(A:,r)  =  F 
Q{k,t)  =  cl¥ 


;  c^{x,y,z) 

L  ty 


{il/i{x,y,z,t)  +  w{x,y,z,t)) 


[^/yO(Z}^V  (Jf.  3'.  z)Wi  {x,  y,z,t)  +  w(x,  y,z,t)-v(x,y,z,  Ol] 


Non-standard  finite  difference  approach  was  used  to  solve  this  equation  (Mast  et  al. 
341-54),  the  discretization  of  the  time  derivative  term  gives: 

(10) 


4sin^ 

V(k,t)-W(k,t)-^^ 

^  2  ; 

Cok^  J 

W(k,t  +  ^t)-2W(k,t)  +  W(k,t-^t)  =  4sm^ 

This  k-t  propagator  (equation  10)  is  the  key  equation  to  solve  for  the  propagation  in 
an  inhomogeneous  medium  after  setting  the  initial  and  boundary  conditions. 

A  FORTRAN  77  program  was  used  to  calculate  and  simulate  wave 
propagation  of  sound  in  3D  inhomogeneous  medium.  A  6.4  x  6.4  x  4.6  cm^  model 


that  has  257  x  257  x  185  points  was  prepared  for  each  acoustical  parameter  (sound 
speed,  density  and  absorption);  these  data  were  read  and  processed  to  be  compatible 
with  the  mathematical  derived  model.  A  tapered  absorption  boundary  layer  was 
created  into  the  absorption  data  set;  simply  25  points  were  used  to  create  this  layer 
that  surrounds  the  actual  model  (Mast  et  al.  341-54). 

The  laplacian  of  the  inverse  square  root  of  density  was  calculated  and  stored 
as  data  file  to  reduce  repeating  this  step  every  time  the  program  runs.  A  spherical 


point  source  that  produces  spherical  waves  into  the  model  was  placed  in  the  rectum 
near  the  absorbing  boundary  layer  to  test  the  model  and  the  numerical  simulation 
method  adapted  here.  It  was  produced  mathematically  as  a  Gaussian  source  in  both 
space  and  time  spaces,  this  source  was  added  to  the  effective  sources  resulted  earlier 
from  the  derivation  and  simplification  of  the  k-space  method  and  the  addition  of  the 
absorption  dependent  term  as  well.  An  FFTW  (Fastest  Fourier  Transform  in  the  West) 
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library  was  attached  the  Fortran  program  to  calculate  the  3D  spatial  Fourier  transform 
and  the  inverse  Fourier  transform  whenever  needed. 

2.3  Ultrasound  phased  array  design  and  fabrication 
2.3.1  One-dimensional  phased  array 

The  idea  of  one-dimensional  (ID)  phased  array  was  used  to  simulate  the 
pressure  field  in  a  homogenous  medium  (i.e.  water).  Figure  4  shows  a  linear  phased 
array  that  consists  of  20  elements  each  has  1  x  14  mm^  dimension,  the  distance 
between  the  adjacent  elements  shown  in  the  three  dimensional  enlargement  of  the  first 
two  elements  is  0.12  mm.  This  distanee  represents  the  thiekness  of  the  blade  used  to 
dice  the  piezo-electric  material.  Two  acoustical  matching  layers  are  shown  in  the 
figure  with  quarter  wavelength  thickness;  these  layers  improve  the  efficiency  of  the 
transducer  and  serve  to  keep  the  elements  aligned  and  connected  together  as  one  unit. 
The  first  matching  layer  was  chosen  to  be  conductive  to  ease  the  soldering  of  all 
elements  into  one  ground  point  as  shown  in  the  figure.  Each  element  was  soldered  to  a 
wire  connected  to  the  positive  voltage  driving  source.  The  linear  phased  array  enables 
focusing  and  steering  of  the  pressure  in  the  elevation  direction  by  changing  the  phase 
of  each  element  to  compensate  for  the  distance  from  the  center  of  that  element  to  the 
focal  point.  Figure  5  shows  the  steering  and  focusing  mechanism  of  the  phased  array. 
The  distance  from  the  center  of  each  element  to  the  focal  point  is  represented  by 
distances  di  to  d2o.  In  order  to  compensate  for  the  differences  of  each  path  (i.e.  di  to 
d2o)  to  the  path  from  the  center  of  the  array  (do)  to  the  focal  point;  the  phase  of  the 
driving  source  that  translate  this  difference  into  time  delay  or  shifts  is  calculated  as 
follows: 
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Figure  4.  A  sketch  showing  the  twenty  element  linear  array  (up);  an  enlarged  three 
dimensional  representation  of  the  elements  numbered  one  and  two  is  shown  with 
actual  dimensions  (down).  The  distance  between  these  two  elements  is  0.12  (kerf 
width);  which  represents  the  thickness  of  the  cutting  blade. 
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Figure  5.  The  focusing  mechanism  is  shown  for  the  twenty-element  linear  phased 
array.  The  distances  from  the  center  of  each  element  to  the  focal  point  (di  to  dao)  are 
used  to  calculate  the  phase  and  time  delays  for  each  element  to  compensate  each 
driving  signal  in  order  to  have  all  the  propagated  sound  waves  in  phase  at  the  focal 
point  to  add  their  amplitudes  at  that  point  specifically. 

To  calculate  the  pressure  distribution  in  a  selected  three-dimensional  volume, 

each  element  of  the  array  was  divided  into  small  areas  to  represent  baffled  simple 

sources  for  pressure  calculation  at  any  point  in  the  three-dimensional  (3D)  volume 

facing  the  array.  Figure  6  shows  the  division  of  each  element  into  small  virtual  baffled 

simple  sources  by  equally  dividing  each  element  into  50  x  50  sub-elements.  The 

pressure  contribution  of  each  baffled  simple  source  is  calculated  using  this  equation: 

Pimnix,  y.z)  = 

^mn 

where;  pimn  (x,  y,  z)  :  the  pressure  (Pa)  contribution  at  an  arbitrary  point  (x,  y,  z)  for 
the  baffled  simple  source  of  the  element  i  located  at  mn  point  as  represented 
by  Figure  5. 

p  :  The  density  of  the  medium  (kg/m^). 
c  :  the  sound  speed  in  the  medium  (m/s). 

Amn  :  the  area  of  the  baffled  simple  source  (m^). 

X  :  wavelength  of  the  sound  wave  (m). 

dmn  :  the  length  from  the  center  of  the  baffled  simple  source  (mn)  to  the  focal 
point  (m). 
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k :  the  wave  number  (1/m). 

do  :  the  distance  from  the  center  of  the  array  to  the  focal  point  (m). 
(l)i :  the  phase  of  element  i  (rad). 


h 


Figure  6.  Sketch  plot  represents  one  element  of  the  linear  array  after  dividing  it  into 
small  virtual  baffled  simple  sources.  Each  element  was  divided  into  50  x  50  sub¬ 
elements  as  shown  in  xy  plane. 

Matlab®  program  was  written  to  calculate  the  phases  of  each  element 
depending  on  the  previous  equations.  The  program  calculates  the  pressure  field  in  a 
two-dimensional  area  facing  the  transducer  after  assigning  the  desired  location  of  the 
focal  point. 

2.3.2  Ultrasound  phased  array  utilizing  the  ID  linear  array 

The  proposed  design  that  take  in  consideration  the  anatomical  measurements 
of  the  prostate  and  the  rectal  wall  is  shown  in  figure  7.  Four  ID  arrays  were  arranged 
as  shown;  the  dimension  of  the  total  array  including  the  inactive  elements  is  56  x  22 
mm^.  This  dimension  is  believed  to  have  the  ability  to  induce  the  right  amount  of 
energy  deep  inside  the  prostate  gland  and  at  the  same  time  reduces  the  discomfort  for 
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the  patient  during  the  treatment.  The  inactive  elements  were  added  to  help  fixing  the 
array  to  an  appropriate  housing  as  will  be  explained  later.  The  inner  elements  were 
connected  in  parallel  (i.e.  driven  with  same  phases)  because  of  restrictions  in  the 
electronics  of  amplifier  system  that  controls  the  phase  and  the  power  of  each  element. 
The  array  has  sixty  elements  rather  than  eighty  elements  that  can  be  controlled  during 
the  treatment  procedure;  the  simulation  results  take  in  consideration  this  fact.  The 
focal  point  of  each  single  one-dimensional  array  can  be  controlled  separately;  while 
driving  power  for  each  sub-element  can  be  controlled  independently  as  well.  Many 
parameters  can  be  controlled  for  optimization  purposes  these  parameters  include 
amplitude,  duty  cycle  and  power  changes  for  each  single  element  as  well  as  phase  and 
time  of  operation  for  each  individual  one-dimensional  array.  Controlling  these 
parameters  for  each  array  and  each  element  individually  will  enhance  this  array  when 
optimized  for  the  treatment  of  prostate  cancer. 
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Figure  7.  Sketch  representation  of  the  20  x  4  element  phased  array,  the  yellow  color 
represents  inactive  elements  while  white  color  represents  active  ones.  The  inactive 
elements  were  used  to  fix  the  array  to  an  appropriate  housing. 
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2.3.3  Ultrasound  array  fabrication 

Lead  zerconate  titanate  (PZT-8)  (TRS  Ceramic,  State  College,  PA,  USA)  was 
used  to  construct  the  20  x  4  ultrasound  phased  array;  this  kind  of  PZT  is  capable  of 
withstanding  higher  driving  electrical  powers  compared  to  other  materials  such  as 
PZT-5a  and  PZT-4.  To  increase  the  transmitted  acoustical  energy  efficiency  while 
delivering  sound  energy  from  high  acoustical  impedance  (acoustical  impedance  of 
PZT-8  equals  34  Mrayl)  to  low  acoustical  impedance  of  water  or  soft  tissue 
(acoustical  impedance  of  water  is  1.5  Mrayl),  two  matching  layers  were  built.  The 
choice  of  these  matching  layers  was  done  using  the  KLM  model  equations  that 
calculate  the  impedance  of  quarter  wavelength  double  layers  to  increase  the  efficiency 
of  ultrasound  transmission  between  the  high  acoustical  impedance  PZT  material  and 
soft  tissue  or  water  as  follows: 

z,=zj^.z,^ 

Z2=Z^*Z,^ 

where,  Zi,  Z2,  Zp  and  Zt  are  the  acoustical  impedances  of  the  first  layer,  second  layer, 
piezo-electric  material  and  surrounding  tissue  or  medium  consecutively.  The 
calculated  acoustic  impedance  for  the  first  layer  and  second  layers  assuming  water 
coupling  medium  are  9.8  and  2.3  Mrayl  consecutively. 

To  construct  the  double  matching  layers,  parafilm  was  used  to  affix  an 
appropriate  dimension  PZT-8  piece  to  a  glass  plate  with  an  adhesive  primer  poured 
onto  the  surface  of  the  transducer  face.  The  piece  was  surrounded  with  an  epoxy  dam 
and  the  silver  conducting  matching  layer  was  poured  onto  the  transducer  surface 
which  was  prepared  using  a  2:1  epoxy-to-silver  mixture  of  Insulcast  501  (Insulcast, 
Roseland,  NJ,  USA)  and  2-3  micron  silver  epoxy  (Aldrich,  Milwaukee,  WI,  USA). 
The  whole  assembly  was  centrifuged  for  10  minutes  and  cured  overnight  then  the 
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surface  of  the  matching  layer  was  sanded  and  lapped  to  the  designed  quarter 
wavelength  thickness.  The  second  matching  layer  was  prepared  in  a  similar  fashion 
but  without  any  centrifuging  mechanism,  EPO-TEK  301  part  A  and  part  B  (Epoxy 
technology,  14  Fortune  Drive,  Billerica  MA  1821)  were  mixed  using  20:5  mixing 
ratio  to  create  clear  uncured  viscous  fluid.  Another  piece  of  glass  was  used  to  spread 
this  mixture  on  top  of  the  first  conductive  layer  and  fixed  using  appropriate  fixtures 
while  cured  overnight.  The  fixture  and  the  second  glass  piece  were  removed,  another 
sanding  and  lapping  process  was  done  to  reduce  the  thickness  of  this  layer  into  the 
required  quarter  wavelength  thickness.  The  PZT-8  piece  with  its  two  acoustical 
matching  layers  was  removed  from  the  glass  after  heating  the  wax  that  bonded  both  of 
them  then  diced  into  80  elements  forming  the  complete  array.  The  cuts  were  done  by 
dicing  the  PZT-8  material  100%  through  its  thickness  using  a  dicing  saw  (Model  780, 
K  &  S-Kulick  and  Soffa  Industries,  Willow  Grove,  PA,  USA)  at  the  Ultrasound 
Therapeutic  Application  Laboratory  on  The  Pennsylvania  State  University  campus 
(University  Park,  PA,  USA)  with  a  kerf  width  of  0.12  mm  that  represents  the 
thickness  of  the  cutting  blade. 

Sixty,  28  American  Wire  Gauge  (AWG),  32  ohm  miniature  coaxial  cables 
(Belden  Inc.,  St.  Louis,  Missouri,  USA),  six  meter  length  each  and  magnetic 
resonance  imaging  (MRI)  compatible  were  bundled  together  to  form  the  connection 
between  the  elements  of  the  array  and  the  amplifier  system.  Each  miniature  cable  was 
numbered  at  both  sides  to  ease  the  soldering  and  connecting  process.  Micro-tip 
soldering  pin  was  used  to  solder  the  core  of  each  coaxial  cable  to  its  designated 
element,  the  soldering  temperature  was  kept  bellow  500°F  (less  than  the  Curie 
temperature  of  PZT-8)  to  prevent  any  damage  to  the  piezo-electric  material.  With  the 
help  of  Flux  liquid  and  special  soldering  material,  the  soldering  of  each  element  was 
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done  for  the  whole  array.  Four  points  of  ground  were  soldered  to  four  different  wires 
directly  to  the  conductive  matching  layer.  These  wires  then  joined  together  and 
soldered  to  the  ground  points  of  each  coaxial  cable  to  form  one  ground  connection  to 
the  whole  array. 

Special  transrectal  housing  for  the  array  was  built  in-house  (Engineering 
workshop.  University  park,  PA,  USA)  using  Delrin  material  that  shaped  in  a 
cylindrical  shape  with  proper  dimensions  to  fit  the  array  with  its  60  coaxial  cable  and 
the  brass  tubes  for  water  and  air  circulation  (figure  7).  The  water  circulation  is 
essential  for  coupling  purposes  between  the  probe  itself  and  the  tissue  surrounding  it; 
a  latex  membrane  will  be  used  to  form  a  bolus  of  water  surrounding  the  array.  The 
temperature  and  flow  of  the  circulated  water  are  controlled  using  water  pump  and  a 
chilled  icy  path  within  the  circulation  system. 
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Figure  6.  The  three-dimensional  photograph  of  the  prostate  showing  46  slices  of  89.5 
X  89.5  mm2  slices  with  1.0  mm  between  each  slice.  The  model  starts  with  slice  # 
1880  and  ends  with  slice  #  1926. 
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Figure  7.  Sketch  representation  of  the  transrectal  applicator  showing  side  views  (up) 
with  enlarged  portion  (down)  that  enables  fitting  of  the  ultrasound  phased  array  in  the 
colored  region. 


2.4  Temperature  simulation 

The  expected  temperature  rise  caused  by  the  ultrasound  energy  that  absorbed 
by  the  tissue  was  simulated  depending  on  the  bioheat  transfer  equation  (Pennes  H.H. 
93-122): 


/O(r)c,(P)^^^  =  /:VY(;,0-w(;)c,[r(P,0-7;]  +  g(r,r) 
ot 

where  T(r,  t) :  tissue  temperature  (°C) 

Ct :  specific  heat  of  the  tissue  () 

Cb :  specific  heat  of  blood  (3770  J/kg°C) 
p(r) :  density  of  the  tissue  (kg/m^) 
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k :  thermal  conductivity  () 

Ta :  arterial  blood  temperature  (37  °C) 

Q(r,  t) :  power  deposited  locally  in  the  tissue 
w  :  tissue  perfusion  (kg/m^s). 

The  simulation  was  done  in  a  homogeneous  medium  (i.e.  water)  with  initial 
temperature  of  37.0°C,  the  differential  equation  was  solved  numerically  using  finite 
difference  method.  A  Matlab  program  was  used  to  simulate  the  temperature 
depending  on  the  pressure  field  generated  using  the  simulated  pressure  waveform. 
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Figure  7.  Three  averaged  slices  are  shown  between  slices  1880  and  1881  to  reduce  the 
distance  between  consecutive  slices  to  0.25  mm.  The  centered  slice  was  produced  by 
averaging  the  outer  images,  while  the  other  two  slices  were  produced  by  averaging  die 
centered  averaged  slice  with  the  outer  slices. 
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Figxire  8.  Slice  #  1900,  showing  the  prostate  gland  with  the  xnethra  clearly  seen.  The 
gland  is  surrounded  by  skeletal  and  smooth  muscles,  the  rectum  is  located  above  the 
gland  while  the  bladder  is  beneath  it.  The  rectum  is  surroimded  by  connective  tissue 
sheet  and  embedded  in  a  fat  triangular  shaped  area 


3.  Results 

3.1  The  3D  human  prostate  model 

A  359  X  359  X  46  three-dimensional  human  prostate  model  is  shown  in  figure 
6,  fliis  represents  a  volume  of  89.50  x  89.50  x  46.00  mm^  consisted  of  47  shces  with  1 
mm  slice  thickness.  The  1  mm  slice  thickness  was  poor  choice  for  the  simulation  of 
wave  propagation  of  megahertz  waves,  for  this  reason  the  model  was  modified  to 
reduce  this  thickness  to  0.25  mm.  Figure  7  shows  the  creation  of  three  extra  averaged 
slices  between  each  consecutive  ones,  the  centered  slice  was  created  by  averaging  the 
outer  slices  as  shown  in  the  figure;  both  slices  1880  and  1881  were  averaged  to 
produce  another  slice  located  0.50  mm  away  fi’om  each  one.  Extra  two  slices,  located 
at  0.25  mm  and  0.75  mm  fi-om  slice  #  1880,  were  produced  by  averaging  the  centered 
averaged  slice  with  the  outer  ones.  Slice  number  1900  is  shown  in  figure  8,  the 
prostate  gland  with  its  urethra  is  shown  surroimded  fi’om  the  upper  side  with  the 
rectum  and  the  urethra  from  the  lower  side,  an  added  blue  color  is  shown  filling  the 


cavity  of  the  rectum.  A  sheet  of  connective  tissue  is  shown  surrounding  the  rectum 
and  embedded  in  a  triangular  shaped  fat  area.  The  thigh  skeletal  muscles  are 
surrounding  the  prostate  gland. 

The  volumetric  image  (figures  6  and  7)  was  mapped  to  sound  speed,  density 
and  absorption  as  shown  in  figure  9b,  c  and  d  respectively.  The  slice  #  1908  is  shown 
in  figure  9a,  it  has  dimensions  of  89.50  x  89.50  mm  ,  Matlab  program  was  executed 
to  generate  sound  speed,  density  and  absorption  depending  on  the  relationships 
discussed  earlier.  Figure  9b  shows  the  sound  speed  mapping  of  slice  #  1908,  the 
sound  speed  vary  through  the  soft  tissue  of  that  image  from  about  1.4  to  1.6  mm/ps. 
The  blue-colored  added  material  was  translated  into  water  as  shown  from  the  color 
bar  that  gives  a  sound  speed  of  1.5  of  that  area,  the  skeletal  muscle  tissue  that 
surrounds  the  prostate  gland  is  shown  to  have  sound  speed  of  about  1.55.  The  prostate 
gland  itself  is  mapped  to  connective  tissue  and  some  fat  and  muscle  tissues,  this 
mapping  found  to  be  consistent  with  the  description  of  the  gland  that  describe  it  as 
tubular  and  alveolar  tissues  imbedded  into  smooth  muscle  and  connective  tissues 
(Maurieb  E.N.).  Some  areas  of  the  gland  were  mapped  into  fat  because  of  its  color 
that  resembles  fat  rather  than  any  tissue  types.  The  rectal  wall  was  translated  into 
muscle  and  fat  tissues  as  shown  in  figure  9b,  the  connective  tissue  that  surrounds  the 
rectum  is  shown  to  have  sound  speed  of  about  1.61  mm/p,s  which  resembles 
connective  tissue  as  expected;  the  fat  area  that  surrounds  the  rectum  is  shown  to  have 
some  areas  that  contain  connective  tissues  scattered  all  over  that  area.  Sound  speed  of 
that  fat  area  is  found  to  vary  from  1.4  to  1.5.  The  translation  was  acceptable  when 
compared  to  the  data  obtained  in  table  1. 

Figure  9c  shows  the  density  variations  through  slice  #  1908,  the  density  found 
to  vary  from  about  0.9  to  1.1  gm/cm^,  compared  to  the  sound  speed  map  this  figure 
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discriminate  each  soft  tissue  accurately  and  found  to  have  good  agreement  for  skeletal 
muscle,  fat,  connective  tissue  and  water.  Figure  9d  shows  the  absorption  variations  of 
the  soft  tissue  of  slice  #  1908;  the  absorption  found  to  vary  fi-om  0.01  to  0.1  np/mm. 
The  absorption  parameters  of  water,  fat,  connective  and  skeletal  muscle  tissues  were 
found  to  match  those  values  summarized  in  table  1  measured  at  37°C.  Comparing  the 
values  of  sound  speed,  density  and  absorption  of  various  tissues  in  figures  9b,  c  and  d 
respectively  to  ttie  standard  values  of  these  soft  tissues  a  good  agreement  was  found 


through  this  mapping  for  the  whole  three-dimensional  model. 


Figure  9.  The  acoustical  mapping  of  slice  #  1908  (a)  to  density  (b)  in  g/cm3, 
absorption  (c)  in  nipper/cm  and  sound  speed  (d)  in  cm/micros.  The  added  blue  colored 
material  in  the  rectum  (a)  translated  to  about  1.00  gm/cm3, 0.06  nipper/mm  and  1.54 
cm/micros  representing  density,  absorption  and  soimd  speed  respectively.  Fat  and 
muscle  as  shown  in  the  slice  were  translated  with  good  accuracy  to  its  acoustical 
parameters  compared  to  table  1. 


A  smaller  three-dimensional  acoustical  model  of  the  prostate  gland  was 
created  by  reducing  the  size  of  each  mapped  slice  from  89.50  x  89.5  x  46.0  mm  that 
has  359  x  359  185  points  to  64.0  x  64.0  x  46.0  that  represents  257  x  257  x  185  points. 
This  reduced  model  will  reduce  the  amount  of  memory  needed  to  run  the  program  that 
propagates  sound  wave  through  the  whole  model. 

3.2  Wave  propagation  in  inhomogeneous  large  scale  model  using  the  k-space 

method 

The  log-scale  gray  scale  image  of  the  wave  propagation  in  the  three- 
dimensional  model  is  shown  in  figure  10.  The  incident  wave  is  shown  leading  the 
scattered  wavefield  produced  from  the  propagation  in  the  inhomogeneous  medium. 
The  spherical  source  was  located  in  the  rectum  five  points  away  from  the  absorption 
boundary  layer.  The  multi-layer  image  in  this  figure  includes  the  absorption  variations 
through  the  central  slice  of  the  3D  model  as  a  background.  Tapered  absorption 
boundary  layer  is  clearly  shown  surrounding  the  whole  image.  The  Fortran  program, 
that  produces  the  2D  gray  scaled  images  of  the  wave  propagation,  was  designed  to 
create  an  image  every  10  milliseconds.  These  images  then  saved  as  a  JPEG  image  to 
ease  its  use  using  Photoshop  or  any  other  photo  editors.  The  calculations  were  done 
for  the  whole  model  (i.e.  3D  calculations),  however,  to  reduce  the  storage  space  the 
middle  two-dimensional  slice  was  chosen  for  image  production.  The  shown  image  in 
figure  10  was  the  middle  slice  of  the  model.  The  scatted  as  well  as  the  incident 
waveforms  were  shown  and  labeled*,  at  the  boundaries  of  the  prostate  a  noticed 
reflected  wave  was  shown.  Some  irregularity  of  the  shape  of  the  wave  while  crossing 
the  urethra  region  was  shown.  This  kind  of  irregularity  will  complicate  the  focusing 
mechanism  under  such  an  inhomogeneous  medium.  However,  this  figure  was 
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produced  to  test  the  accuracy  of  the  model  and  the  computational  method  rather  than 
focusing  issue.  The  inclusion  of  the  phased  array  as  a  sound  source  into  this  model 
will  allow  us  to  predict  and  optimize  the  pressure  wavefield  for  thermal  therapy  of  the 


prostate. 
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Figure  10:  a  2D  Gray  scaled  image  showing  a  background  layer  of  the  absorption 
distribution  through  middle  slice  of  the  3D  prostate  model,  the  tapered  absorption 
boundary  layer  is  shown  at  the  edges  with  sharp  white  color.  A  black  dotted  line  is 
surrounding  the  image  to  distinguish  the  absorption  layer.  A  spherically  propagated 
wave  is  shown  on  top  of  this  background  image  showing  the  wave  propagation  from 
left  to  right  through  the  3D  prostate  model.  The  scattered  wave  is  shown  following  the 
three  cycles  wave  that  has  a  frequency  of  1.2  MHz.  Due  to  sound  speed  and  density 
changes  through  this  model  the  wave  front  is  shown  with  irregular  shape  while 
propagating  through  the  urethra  area. 


3.3  Ultrasound  array  design  and  fabrication 

3.3.1  Pressure  and  temperature  simulation  of  the  array 


28 


The  pressure  wavefield  produced  by  the  20  element  ID  phased  array  is  shown 
in  figure  11;  while  focusing  at  (0,  0,  4)  cm  away  from  the  face  of  the  transducer.  The 
figure  shows  a  sketch  plot  of  the  ID  phased  array  with  the  Cartesian  axis  shown 
across  the  array,  two  planes  are  illustrated  on  that  sketch  represent  the  xz  and  yz 
planes.  The  normalized  squared  pressure  distribution  is  shown  in  both  of  these  planes. 
A  movie  file  is  included  that  shows  the  steering  ability  of  this  array,  the  yz  plane  was 
swept  with  pressure  beam  while  changing  the  focal  point  in  y-direction.  The  array  is 
capable  of  steering  from  -1.5  to  1.5  cm  in  that  direction;  a  lower  amplitude  level 
grating  lobes  were  shown  through  the  steering  process  at  some  specific  angles.  The 
destructive  interference  near  the  nearfield  region  was  maximized  to  reduce  the 
thermal  effect  on  the  rectal  wall  and  the  surrounding  tissue  while  dumping  nearly  the 
whole  energy  deep  inside  the  tissue  4  cm  away  from  the  face  of  the  array.  However, 
the  grating  lobes  problem  was  solved  as  mentioned  earlier  by  designing  a  suitable 
housing  of  the  array  that  includes  water  circulation  system  in  order  to  wash  out  the 
effect  of  these  beams  and  to  cool  down  the  rectal  wall. 

Figure  12  shows  the  pressure  field  simulated  for  the  whole  array  that  includes 
four  ID  phased  arrays  arranged  as  sketched  in  the  left  portion  of  the  figure.  The 
pressure  field  was  simulated  while  focusing  at  (0,  0,  4)  cm,  shown  in  the  right  portion 
are  two  figures  representing  the  distribution  of  the  normalized  squared  pressure  in  xz 
(up)  and  yz  (down)  planes.  The  whole  beam  can  be  steered  in  the  yz  plane  to  help  in 
spreading  the  required  temperature  deep  inside  the  prostate  gland  when  placing  the 
whole  array  inside  the  rectum.  The  area  near  the  rectal  wall  shows  the  maximum 
destructive  interference  that  reduces  the  risk  of  harming  the  surrounding  tissue.  Figure 
13  shows  contour  plots  of  the  normalized  squared  pressure  distribution  (up)  and  the 
temperature  simulation  of  one  minute  heating  in  homogeneous  medium  (i.e.  water) 
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for  the  same  arrangement  shown  in  fignre  12.  Many  parameters  can  be  varied  for  this 
array  to  achieve  an  optimal  mechanism  for  the  treatment  of  prostate  cancer;  these 
parameters  include  varying  the  phases  of  each  linear  array  separately,  altering  the 
power  of  each  array  and  changing  the  power  of  each  element  disjointedly.  These 
diverse  control  parameters  will  improve  die  treatment  and  solve  many  problems  when 
testing  the  array  for  in-vivo  animal  experiments  rmder  inhomogeneous  and  variable 
perfusion  tissues. 
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Figure  11:  A  sketch  drawing  (left)  represents  the  ID  phased  array  illustrating  the  xz 
and  yz  planes,  the  normalized  pressure  squared  distribution  through  these  planes  also 
shown  (right).  While  focusing  at  (0,0,4)  cm,  the  xy  plane  pressure  distribution  is 
shown  in  ftie  upper  figure  and  the  yz  plane  pressure  distribution  is  shown  in  the  lower 
figure. 


Figure  12:  A  sketch  drawing  (left)  represents  2D  phased  array  illustrating  the  xz  and 
yz  planes,  the  normalized  pressure  squared  distribution  through  these  planes  also 
shown  (right).  While  focusing  at  (0,  0,  4)  cm,  the  yz  plane  pressure  distribution  is 
shown  in  the  upper  figure  and  the  xz  plane  pressure  distribution  is  shown  in  the  lower 
figure. 


Figure  13:  Contour  plots  showing  the  pressure  distribution  in  xz  and  yz  planes  (up)  of 
the  2D  phased  array  while  focusing  at  (0,  0,  4)  cm.  Temperature  distributions  are 
shown  (down)  for  the  mentioned  planes  after  simulating  one  minute  heating  of 
homogenous  medium  (i.e.  water). 


3.3.2  Ultrasound  array  fabrication 

Figures  14  to  16  show  the  phased  array  after  building  the  matching  layers  and 
dicing  (figure  14)  and  the  soldering  of  each  individual  element  to  a  miniature  coaxial 
cable  (figure  15).  The  final  product  of  the  transrectal  probe  is  shown  in  figure  16  that 
contains  20  x  4  phased  array,  sixty  miniature  coaxial  cables,  four  different  wires 
connected  to  the  conductive  matching  layer  that  represents  the  ground  connection  and 
suitable  brass  tubes  to  complete  the  water  circulation  process.  The  array  was  snugly 


fitted  into  the  housing  and  bonded  using  super  glue  and  insulated  with  water  proof 
insulation  material. 


Figure  14:  A  photo  showing  the  front  view  (up)  of  the  20  x  4  element  array  and  the 
side  view  (down);  the  matching  layers  and  the  kerf  width  are  shown  clearly. 


Figure  15:  The  soldering  of  sixty  miniature  coaxial  cables  is  shown;  each  element  of 
the  array  was  soldered  to  the  core  of  the  coaxial  cable.  Four  points  were  connected  to 
different  points  of  the  conductive  matching  layer  to  he  soldered  to  the  shield 
connection  of  each  coaxial  cable. 


Figure  16:  A  photograph  showing  the  transrectal  probe  after  assembling  the  soldered 
array  and  the  appropriate  brass  tubes  into  the  MRI  compatible  housing.  The  four 
ground  connections  are  shown  at  each  comer  of  the  array. 


4. 


Discussion 


Two  main  goals  were  achieved  in  this  study  these  are  the  design  and 
fabrication  of  20  x  4  element  phased  ultrasound  array  and  the  creation  of  three- 
dimensional  acoustical  model  of  human  prostate  for  optimization  purposes.  The 
designed  array  is  capable  of  focusing  and  steering  of  the  pressure  deep  inside  the 
prostate  gland  to  induce  the  required  thermal  dose  (see  appendix  1)  for  effective 
thermal  treatment  of  prostate  cancer  in  conjunction  with  radiation  or  chemo-therapies. 
The  optimization  of  the  phased  array  includes  studying  the  control  parameters  of  the 
array  in  an  inhomogeneous  medium  through  the  simulation  of  ultrasound  wave 
propagation  in  the  3D  model.  However;  the  tested  model  needs  some  modifications  to 
include  the  designed  array  as  an  active  source  rather  than  simple  spherical  one  as  done 
for  test  purposes.  The  kerf  width  used  in  the  design  of  the  array  was  0.12  mm  to 
enable  focusing  and  steering  of  the  induced  pressure  beam,  this  dimension  is  less  than 
the  resolution  of  the  3D  model  in  which  the  minimum  distance  between  any 
consecutive  slices  was  0.25  mm.  To  overcome  this  problem  the  resolution  of  the  3D 
model  should  be  increased  to  at  least  0.125  mm  by  adding  new  slice  between  any 
consecutive  slices.  This  adjustment  could  be  satisfied  by  either  maintaining  the  same 
dimensions  of  the  3D  model  while  doubling  the  number  of  points  for  the  model  or  by 
reducing  the  size  of  the  model  while  keeping  the  same  number  of  points  of  the  model. 
The  first  solution  requires  increasing  the  physical  memory  of  the  Dell  workstation  that 
handles  the  calculations  (currently  2  GB  memory)  the  calculations  time  will  at  least 
doubled.  The  second  solution  may  be  reasonable  for  the  time  being  with  main 
drawback  that  will  affect  the  reality  of  these  calculations  when  ignoring  the 
surrounding  tissue  and  reducing  the  size  of  the  array  to  fit  in  a  reduced  model. 
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Single  precision  representation  of  complex  and  real  numbers  was  used  to  simulate  the 
wave  propagation  in  the  three-dimensional  model,  for  this  reason  a  single  precision 
version  of  the  Fourier  transform  FFTW  also  was  used.  This  reduction  in  number 
presentation  reduces  the  time  of  calculations  and  memory  requirements  to  perform  the 
calculations.  The  results  were  acceptable  even  with  this  type  of  representations.  The 
switching  to  double  precision  representation  of  real  and  complex  number  put  more 
restrictions  on  the  physical  memory  used  to  satisfy  this.  Single  precision  works  well 
in  such  large  volume  calculations. 

Future  work  will  include  testing  the  array  in  homogeneous  medium  (i.e. 
water)  by  running  an  exposimetry  test  to  measure  the  pressure  variations  in  selected 
two-dimensional  areas  that  face  the  transducer.  These  tests  will  be  compared  to  the 
simulated  pressure  fields  to  verify  the  accuracy  of  the  design.  Ex-vivo  experiments 
will  be  conducted  to  measure  the  temperature  increase  while  changing  the  amplitude, 
power  and  phase  of  each  driving  signal.  Ultimately,  many  in-vivo  experiments  will  be 
carried  out  while  monitoring  the  temperature  elevation  using  magnetic  resonance 
imaging  technique  that  allows  measuring  the  temperature  in  an  invasive  manner. 
Thermal  dose  concept  will  be  used  to  effectively  elevate  the  temperature  of  the 
prostate  gland  to  43°C  for  thirty  minutes  to  help  in  destroying  the  cancerous  cells  in 
conjunction  of  radiation  and  chemo-therapies. 
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5. 


Conclusions 


Thermal  therapy  is  good  choice  to  treat  prostate  cancer  adjuvant  to  radiation 
and  other  therapies.  Ultrasound  phased  arrays  can  achieve  this  goal  in  an  invasive 
manner  using  transrectal  probes  that  takes  inconsideration  the  anatomy  and  patient 
comfort  in  the  design.  These  arrays  can  be  designed  and  included  in  realistic 
computerized  models  to  simulate  temperature  elevation  in  a  human  prostate  model. 
The  Visible  Human  Project  is  helpful  in  such  cases  that  provides  high  resolution 
images  of  a  sliced  cadaver  to  ease  the  prostate  treatment  before  even  trying  the 
transrectal  probe  in  an  animal  subjects. 
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V- 


Appendix  1 


Thermal  Dose 


The  response  of  cells  to  heat  exposure  is  exponential  relation  between 
temperature  and  exposure  time  needed  to  obtain  a  given  biological  effect  “from 
survival  curves  (Figure  2)  (A  Westra  and  W.C.Dewey  467-77)”.  In  words,  a 
temperature  -in  most  biological  systems-  rise  of  1°C  requires  halving  the  exposure 
time  to  achieve  the  same  level  of  effect  above  43  ®C,  whereas  below  this  temperature 
the  time  must  be  reduced  by  a  factor  of  3-4;  this  relation  could  be  mathematically 
modeled  as  (Sapareto  S.A.  and  Dewey  W.C.  787-800) 

Where;  R  =  0.5  forT>43C 
R  =  0.25  for  T<43C. 

To  compare  the  heat  “dose”  accumulated  by  tissues  subject  to  a  complex 
heating  regime  with  the  dose  they  have  experienced  if  the  temperature  had  been  held 
at  43°C,  an  equivalent  time  U3  is  calculated  as  (Sapareto  S.A.  and  Dewey  W.C.  787- 
800): 

n 

Where  ti  and  tf  are  the  initial  and  final  times  of  the  heating  procedure.  Thermal  doses 
are  often  quoted  in  terms  of  143. 
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The  values  of  R  were  found  from  the  thermodynamics  of  heat  inactivation  and 
the  absolute  reaction  rates  -i.e.  calculating  the  number  of  molecules  reacting  per 
second-  theory;  which  is  stated  bellow: 

“Every  elementary  rate  process,  what  ever  it’s  nature  -  diffusion,  solubility, 
oxidation,  hydrolysis,  many  excitations,  lubrication,  etc.-  can  be  treated  as  an  unstable 
equilibrium  between  the  reactants,  in  their  normal  state,  and  the  activated  complex,  in 
the  activated  state.  The  activated  complex  is  an  intermediate  molecule  with  a  life  of 
10'*^  sec.  Once  formed,  it  decomposes  with  a  universal  frequency  kTIh,  which  is  the 
same  for  all  reactions  (T:  Absolute  temperature,  k:  Boltsman  constant  and  h  is  plank’s 
constant).  The  probability  that  the  formation  of  the  activated  complex  will  lead  to 
reaction  is  designated  by  the  transmission  coefficient  K  which  is  often  equal  to  1.” 
(F.H.Johnson,  H.Eyring,  and  M.Palissar  3-460) 

In  many  reactions  the  specific  rate  constant  k’  as  accounted  for  on  the  basis  of  a 
quasi-equilibrium  between  the  normal  and  the  activated  state  (K“)  and  the  frequency 
of  decomposition  of  the  activated  complex  times  the  probability  that  the  activated 
complex  decomposes  to  the  products  (F.H.Johnson,  H.Eyring,  and  M.Palissar  3-460): 

jt’=K(jtT//i)  K" 

p-s  ^-AFs/RT  ^-AHs/RT^AS^ 

Jv  =  c  =  c  e 
Where,  AF“  is  the  free  energy 

AH“  is  the  heat  energy  (cal/mole) 

AS"  is  the  entropy  of  inactivation  (cal/degree/mole). 

The  specific  reaction  rate  k’  is: 

k’=K{kllh)  K"=K(m/i) 
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Since  the  survival  curves  of  the  experimental  data  could  be  represented  by 
Arrhenius  equation;  which  is  (F.HJohnson,  H.Eyring,  and  M.Palissar  3-460;Sapareto 
S.A.  and  Dewey  W.C.  787-800): 

jfe’=l/Do=  Ae'*^"^ 

Where; 

A:  Arrhenius  constant 
fA:  Activation  energy 
R:  universal  gas  constant 
T:  absolute  temperature 

Do:  is  the  time  required  to  reduce  the  survival  percentage  by  1/e  on  the 
exponential  portion  of  the  survival  curve. 

By  comparing  these  two  equations: 

A  =  KikT/h)  e^®^  =  2.05(10‘")T 
|a  =  AH" 

l/Do=Ae‘^”^^^  (A  is  constant  as  the  temperature  changed  from  43°C  to  46°C  for 
Chinese  Hamster  Ovary  cells  (CHO)  where  AS  =  374.5  &  AH  =  141000) 

The  Arrhenius  plot  (Figure  2)  is  relating  the  inverse  of  inactivation  values  to  the 
inverse  of  absolute  temperature  values  as  follows  (A  Westra  and  W.C.Dewey  467- 
77): 

In  1/Do  =  In  A  -  AH/2T 

The  relative  decrease  (R)  in  Do  for  a  TC  increase  in  temperature  is  related  as: 
R=(Do  for  T+l)/(Do  for  T)  = 

So,  for  the  CHO  where  AH  =  141000  (cal/mole)  and  T  varies  between  37°C  and 
46°C  (316  -  319°K)  R  will  be: 

R  =  e’’®^  =  0.50  (the  change  in  temperature  is  not  that  effective) 
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Determinations  of  R  have  been  reported  for  a  number  of  biological  systems  and 
endpoints.  The  values  reported  range  from  0.4  to  0.8  above  43°C,  with  0.5  being  the 
most  frequent  value.  There  have  been  fewer  studies  below  43°C;  however,  in  general 
the  R-value  is  approximately  a  factor  of  2  smaller  than  that  above  43°C  (W.Dewey  et 
al.  463-74). 

The  survival  curves  indicate  that  the  inactivation  was  sigmoidal  in  response,  i.e. 
shoulder  followed  by  a  straight-line  exponential  portion.  The  inactivation  rate  is  equal 
to  1/Do,  where  Do  is  defined  as  the  treatment  time  required  reducing  the  survival  on 
the  exponential  part  of  the  curve  to  37  per  cent  (i.e.  1/e)  of  an  initial  value.  A 
comparison  of  the  Do  values  observed  for  different  temperatures  indicate  that  a  1°C 
increase  in  temperature  resulted  in  approximately  a  two-fold  increase  in  the  activation 
rate  (E.Atkinson  487-92). 

Thermal  dose  has  been  identified  as  one  of  the  most  important  factors,  which 
influence  the  efficacy  of  hyperthermia.  Adequate  temperature  must  be  delivered  for 
an  appropriate  period  of  time  to  the  entire  tumor  volume  in  order  to  achieve  optimal 
therapeutic  results.  The  inhomogeneouty  of  temperature  distribution  throughout  the 
tumor  volume  makes  difficult  accurate  correlations  with  tumor  response  and 
subsequent  tumor  response  and  subsequent  tumor  control  (G.Nussbaum). 
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Figure  3.  An  Arrhcniut  |>lot  Ibr  hett  inectH’attdn.  On  the  left  ordmiiUr,  the  rcctprocel 
of  the  ^'ohiet  (mactivotian  ntee)  obcaihed  from  Hgure  2  are  plotted  venus  the 
rteiptocul  of  ihc  abaolute  temperature.  On  the  right  ordinate,  aifn3ar  values  arc 
plotted  from  data  obtained  by  Harm  (1967)  for  pig  kidney  celU  in  culture.  As 
calculated  in  the  teat,  the  activatioa  energy,  /a  is  141  kcal/mote  for  hnth  cell  tyias. 
but  the  heat  inactivation  rates  lor  our  hamster  cells  arc  a  factor  of  10  higher  than  fur 
the  pig  kidney  ceUi. 
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intensity  fluctuations  as  a  function  of  geophysical  time  are  shown  for 
different  positions  of  the  IS  with  respect  to  the  acoustic  propagation  path, 
A  theoretical  model  consisting  of  internal  waves  coupled  with  the  acoustic 
normal  modes  and  horizontal  rays  is  presented.  The  correlation  between 


the  signal  fluctuations  and  the  internal  soliton  is  analyzed  using  firequency 
dependent  index  of  refraction.  Model  results  are  compared  with  the 
SWARM-95  experimental  observation.  [Work  supported  by  ONR  and 
RFBR  Grant  No.  03-05-64568.] 
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Biomedical  Ultrasound/Bioresponse  to  Vibratibn:  Multidisciplinary  and  Non-Conventional  Approaches 

in  Biomedical  Ultrasound 

Stanislav  Emelianov,  Chair 
Department  of  Biomedical  Engineering,  University  of  Texas,  Austin,  Texas  78712 

Chair’s  Introduction — 8:00  i| 


Invited  Papers 
8:05 

3aBBl.  Optoacoustics  for  biomedical  applications.  Takashi  Buma,  JingYong  Ye,  Theodore  Norris  (Ctr.  for  Ultrafast  Optical  Sci., 
1006  Gerstacker  Bldg.,  Univ.  of  Michigan,  2200  Bonisteel  Blvd.,  MI  48109-2099),  Susanne  Milas,  Monica  Spisar,  Kyle  HoUmann, 
Matthew  O’Donnell,  James  Hamilton,  Stanislav  Emelianov,  Lajos  Balogh,  and  James  Baker,  Jr.  (Univ.  of  Michigan,  MI) 

We  are  developing  optical  techniques  to  generate  and  receive  ultrasound  for  various  biomedical  applications  including  high 
frequency  2D  arrays,  molecular  imaging,  and  microfluidic  devices.  A  2D  synthetic  receive  array  uses  a  HeNe  laser  to  probe  the  surface 
displacements  of  a  thin  reflective  membrane.  Images  with  near  optimal  resolution  and  wide  fields  of  view  have  been  produced  at  10 
to  50  MHz.  A  75  MHz  transmitting  2D  array  element  relies  on  the  thermoelastic  effect.  A  10  ns  laser  pulse  is  focused  onto  a  25  fim 
thick  black  polydimethylsiloxane  (PDMS)  film  spin  coated  on  a  pure  PDMS  substrate.  Our  work  in  optoacoustic  molecular  imaging 
combines  ultrafast  lasers  with  high  frequency  ultrasound.  When  ultrafast  laser  pulses  are  focused  into  transparent  media,  laser  induced 
optical  breakdown  (LIOB)  produces  acoustic  emission  and  cavitation  bubbles.  A  real-time  acoustic  technique  has  been  developed  to 
characterize  LIOB  in  dendrimer  nanocomposite  (DNC)  solutions.  Lamb  waves  propagating  in  thin  membranes  have  found  widespread 
use  in  microfluidic  devices.  We  use  the  thermoelastic  effect  as  a  noncontact  method  to  generate  continuous-wave  Lamb  waves  in 
gold-coated  membranes.  We  believe  these  results  demonstrate  the  potential  of  optoacoustic  methods  for  a  broad  range  of  applications 
in  biomedical  ultrasonics. 


8:30 

3aBB2.  Ultrasound-aided  high-resolution  biophotonic  imaging.  Lihong  V.  Wang  (Texas  A&M  Univ.,  3120  TAMU,  233  Zachry 
Bldg.,  College  Station,  TX  77843-3120) 

We  develop  novel  biophotonic  imaging  for  early-cancer  detection,  a  grand  challenge  in  cancer  research,  using  nonionizing 
electromagnetic  and  ultrasonic  waves.  Unlike  ionizing  x-ray  radiation,  nonionizing  electromagnetic  waves  such  as  optical  waves  are 
safe  for  biomedical  applications  and  reveal  new  contrast  mechanisms  and  functional  information.  For  example,  our  spectroscopic 
oblique-incidence  reflectometry  can  detect  skin  cancers  based  on  functional  hemoglobin  parameters  and  cell  nuclear  size  with  95% 
accuracy.  Unfoitunately,  electromagnetic  waves  in  the  nonionizing  spectral  region  do  not  penetrate  biological  tissue  in  straight  paths 
as  do  x-rays.  Consequently,  high-resolution  tomography  based  on  nonionizing  electromagnetic  waves  alone,  as  demonstrated  by  our 
Mueller  optical  coherence  tomography,  is  limited  to  superficial  tissue  imaging.  Ultrasonic  imaging,  on  the  contrary,  furnishes  good 
imaging  resolution  but  has  poor  contrast  in  early-stage  tumors  and  has  strong  speckle  artifacts  as  well.  We  developed  ultrasound- 
mediated  imaging  modalities  by  combining  electromagnetic  and  ultrasonic  waves  synergistically.  The  hybrid  modalities  yield  speckle- 
free  electromagnetic-contrast  at  ultrasonic  resolution  in  relatively  large  biological  tissue.  In  ultrasound-modulated  (acousto)-optical 
tomography,  a  focused  ultrasonic  wave  encodes  diffuse  laser  light  in  scattering  biological  tissue.  In  photo-acoustic  (thermo-acoustic) 
tomography,  a  low-energy  laser  (RF)  pulse  induces  ultrasonic  waves  in  biological  tissue  due  to  thermoelastic  expansion. 


8:55 

3aBB3.  Nonconventional  approaches  to  ultrasonic  assessment  of  skeletal  system.  Armen  Sarvazyan  (Artann  Labs.,  1753 
Linvale-Harbourton  Rd.,  Lambertville,  NJ  08530) 

Conventional  bone  ultrasonometry  is  based  on  the  transmission  mode  measurement  of  the  linear  acoustic  parameters  of  bone 
(speed  of  sound  and  broadband  attenuation).  It  is  a  well-established  technique  specifically  for  osteoporosis  diagnostics  though  it  is 
highly  limited  in  its  applications.  It  cannot  be  used  for  the  assessment  of  the  hip  bone  which  is  the  most  important  area  in  charac¬ 
terization  of  the  skeletal  system  and  can  hardly  be  used  in  pediatric  applications,  particularly  in  neonatolop,  for  the  assessment  of 
newborns  and  premature  and  low-birth-weight  infants  skeletal  systems,  which  became  especially  vital  during  the  last  few  decades. 
There  are  several  new  ideas  on  acoustic  assessment  of  the  skeletal  sites  hardly  accessible  by  the  conventional  bone  ultrasonometry  and 
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on  principles  of  the  acoustic  characterization  of  bone  quality,  fracture  risk  evaluation,  and  monitoring  of  therapeutic  interventions. 
New  approaches  are  based  on  the  use  of  the  ultrasound  radiation  pressure  for  the  remote  generation  of  acoustic  waves  in  bones,  on  the 
use  of  various  modes  of  guided  acoustic  waves  having  a  propagation  speed  dependent  on  both  the  elasticity  modulus  and  the  bone 
thickness,  on  the  use  of  geometrical  dispersion  of  sound  velocity  for  bone  characterization,  and  the  use  of  principles  of  nonlinear 
acoustic  spectroscopy  for  remote  bone  testing.  [Work  supported  by  NIH.] 

Contributed  Papers 


9:20 

3aBB4.  A  “Fresnel-transducer”  for  prostate  hyperthermia  treatment. 
Robert  M.  Keolian  (Penn  State  Appl.  Res.  Lab.,  P.O.  Box  30,  State 
College,  PA  16804-0030,  bonzo@sabine.acs.psu.edu),  Osama  M.  Al- 
Bataineh,  Nadine  B.  Smith,  Victor  W.  Sparrow  (Penn  State,  University 
Park,  PA  16802),  and  Lewis  E.  Harpster  (Penn  State  Milton  S.  Hershey 
Medical  Ctr.,  Hershey,  PA  17033) 

Simulations  and  construction  methods  will  be  described  for  a  novel 
“Fresnel-transducer.”  The  transducer  is  designed  for  transrectal  hyperther¬ 
mia  treatment  of  prostate  cancer  as  an  adjuvant  to  radiotherapy  or  chemo¬ 
therapy.  Forty  nine  6.3  mm  diameter  1.5  MHz  PZT  elements  are  arranged 
in  a  3  by  7  cm  honeycomb-like  pattern.  They  are  individually  aimed  so 
that  their  beams  partially  converge  behind  the  prostate.  The  increased 
beam  density  away  from  the  transducer  compensates  for  the  loss  of  acous¬ 
tic  intensity  due  to  attenuation.  The  aiming  of  the  beams  is  additionally 
biased  toward  the  periphery  of  the  heated  region  to  compensate  for  cool¬ 
ing  from  lateral  heat  conduction.  The  elements  are  divided  into  three  in¬ 
terspersed  sets,  each  driven  at  a  slightly  different  frequency,  to  minimize 
stationary  Moire  interference  bands  between  the  beams.  The  combined 
effect  is  to  uniformly  raise  the  prostate  temperature  to  43  °C  without  over¬ 
heating  the  rectal  wall.  [Research  supported  by  the  Department  of  Defense 
Congressionally  Directed  Medical  Prostate  Cancer  Research  Program.] 

9:35 

3aBB5.  Vibration  characteristics  of  implants.  Ahmed  M.  Al-Jumaily 
(Diagnostics  and  Control  Res.  Ctr.,  Auckland  Univ.  of  Technol.,  Auckland, 
New  Zealand,  ahmed.al-jumaily@aut.ac.nz),  Mostafa  Fatemi,  and  James 
F.  Greenleaf  (Ultrasound  Res.  Lab.,  Mayo  Clinic  and  Foundation, 
Rochester,  MN  55905) 

Vibro-acoustography  is  a  technique  that  uses  the  radiation  force  of 
amplitude-modulated  ultrasound  to  evaluate  the  dynamic  response  of  an 
object  at  the  modulation  frequency.  One  potential  application  of  this  tech¬ 
nique  is  to  assess  the  reaction  of  the  host  tissue  to  the  implant  material  by 
evaluating  the  mechanical  properties  of  the  tissue  surrounding  the  implant. 
To  do  this,  we  use  vibro-acoustography  to  measure  the  frequency  response 
of  the  implant,  and  use  this  information  to  evaluate  the  mechanical  param¬ 
eters  of  the  surrounding.  Two  theoretical  models  are  developed  to  study 
the  dynamic  response  of  an  implant  in  tissue.  The  first  model  is  for  an 
implant  ( 1  X  25-mm  steel  beam)  fully  embedded  in  a  viscoelastic  medium 
(tissue).  The  second  model  is  for  a  partially  embedded  implant  with  one 
part  exposed  to  the  open  environment.  The  exposed  end  is  rigidly  con¬ 
nected  to  a  base,  and  the  other  end  is  freely  embedded  in  the  viscoelastic 
medium.  At  the  interface  between  the  two  media  matching  of  boundary 
conditions  is  achieved  to  determine  the  force  response.  For  both  models 
eigenvalues  and  eigenfunctions  are  determined  and  transfer  functions  are 
evaluated.  The  first  two  natural  frequencies  compare  well  with  available 
experimental  and  finite-element  data. 

9:50 

3aBB6.  Sector  array  transducers  for  vibro-acoustography.  Glauber 
Silva,  Shigao  Chen,  Randall  Kinnick,  James  Greenleaf,  and  Mostafa 
Fatemi  (Mayo  Clinic  and  Foundation,  Rochester,  MN  55905) 

Vibro-acoustography  is  an  imaging  technique  that  maps  the  acoustic 
response  of  an  object  to  a  localized  harmonic  radiation  force.  This  force  is 
generated  by  two  interfering  continuous-wave  ultrasound  beams  at  slightly 
different  frequencies /i  and/2.  The  system  point-spread  function  (PSF)  is 
related  to  the  radiation  force  on  a  point-target.  Imaging  artifacts  depend  on 
the  PSF  sidelobes,  which  can  be  reduced  by  mismatching  the  sidelobes  of 
each  ultrasound  beam.  Here,  we  propose  a  beamforming  approach  based 
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on  an  8-element  sector  transducer  with  consecutive  elements  altematel; 
driven  at  /j  and  /2.  The  transducer  generates  two  ultrasound  beam 
skewed  by  22.5°  with  respect  to  each  other.  The  system  PSF  is  analyti 
cally  derived.  The  theory  is  validated  by  experiments  using  a  small  stee 
sphere  (radius  =  0.2  mm)  as  a  point-target.  A  laser  vibrometer  is  used  t< 
measure  the  vibration  of  the  sphere  and  evaluate  the  PSF  of  the  system 
Theoretically,  the  PSF  sidelobes  are  under  —  15.8  dB  in  eight  spots  circu 
larly  distributed  and  separated  by  22.5°,  which  agrees  with  the  experimen 
tal  results.  Simulation  shows  that  with  16  elements  sidelobes  are  under 
—  35.2  dB.  In  conclusion,  sector  transducers  for  vibro-acoustography  ma} 
have  lower  sidelobes  as  the  number  of  array  elements  is  increased.  [Worl 
supported  by  Grant  Nos.  EB00535-01,  EB2640,  and  IMG0100744.] 

10:05-10:15  Break 


10:15 

3aBB7.  Radiation  force  produced  by  time  reversal  acoustic  focusing 
system.  Armen  Sarvazyan  and  Alexander  Sutin  (Artann  Labs.,  Inc.. 
1753  Linvale-Harbourton  Rd.,  Lambertville,  NJ  08530) 

An  ultrasonic  induced  radiation  force  is  an  efficient  tool  for  remote 
probing  of  internal  anatomical  structures  and  evaluating  tissue  viscoelastic 
properties,  which  are  closely  related  to  tissue  functional  state  and  abnor¬ 
malities.  Time  Reversal  Acoustic  Focusing  System  (TRA  FS)  can  provide 
efficient  ultrasound  focusing  in  highly  inhomogeneous  media.  Further¬ 
more,  numerous  reflections  from  boundaries,  which  distort  focusing  in 
conventional  ultrasound  focusing  systems  and  are  viewed  as  a  significant 
technical  hurdle,  lead  to  an  improvement  of  the  focusing  ability  of  the 
TRA  system.  In  this  work  the  TRA  FS  field  structure  and  radiation  force  in 
'  a  transcranial  phantom  were  investigated.  A  simple  TRA  FS  comprising  a 
plane  piezoceramic  transducer  attached  to  an  external  resonator  such  as  an 
aluminum  block  was  acoustically  coupled  to  the  tested  transcranial  phan¬ 
tom.  A  custom-designed  compact  electronic  unit  for  TRA  FS  provided 
receiving,  digitizing,  storing,  time  reversing  and  transmitting  of  acoustic 
signals  in  a  wide  frequency  range  from  0.01  to  10  MHz.  The  radiation 
force  produced  by  ultrasonic  pulses  was  investigated  as  a  function  of  the 
transmitted  ultrasound  temporal  parameters.  The  simplest  TRA  FS  pro¬ 
vided  focusing  of  500  kHz  ultrasound  pulses  and  the  generation  of  a 
radiation  force  with  an  efficacy  hardly  achievable  using  conventional  so¬ 
phisticated  phased  array  transmitters.  [Work  supported  by  NIH.] 

10:30 

3aBB8.  Effects  of  transducer  and  tissue  parameters  on  motion 
induced  by  radiation  force  during  ultrasonic  lesion  monitoring. 
Samuel  Mikaelian  and  Frederic  L.  Lizzi  (Riverside  Res.  Inst,  156 
William  St.,  9th  FI.,  New  York,  NY  10038,  mikaelian@rrinyc.org) 

Tissue  motion  induced  by  acoustic  radiation  force  is  studied  as  a 
means  of  monitoring  the  formation  of  therapeutic  lesions  with  increased 
stiffness  produced  by  high-intensity  focused  ultrasound  (HIFU).  Our 
analyses  and  simulations  examine  the  role  and  interplay  of  various  tissue 
and  system  parameters  to  assist  in  designing  practical  systems  and  inter¬ 
preting  results.  The  radiation  force  is  generated  by  a  therapeutic  transducer 
excited  at  levels  below  lesion-production  threshold,  while  the  magnitude 
and  time-course  of  the  induced  motion  is  monitored  via  a  confocal  and 
collinear  diagnostic  transducer.  Lesions  are  detected  by  comparing  pre- 
and  post-treatment  motion  patterns.  Parameters  characterizing  properties 
of  the  motion-inducing  beam,  such  as  its  intensity  and  spatial  profile,  and 
tissue  parameters  signifying  its  viscoelastic  properties,  acoustic  attenua¬ 
tion,  and  geometry,  are  the  focus  of  this  investigation.  Acoustic  attenua¬ 
tion,  which  can  increase  significantly  during  lesion  production  and  directly 
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A  “Fresnel-transducer” 
for  prostate  hyperthermia  treatment 

Goal: 

•  Heat  entire  prostate  if  possible 

Robert  M.  Keolian**,  Osama  M.  Al-Bataineh1, 

•  Increase  Tby  6.0  ±  1  for  30-60  minutes 

Nadine  B.  Smithtt  Victor  W.  Sparrow!, 

Lewis  E.  Harptser^ 

•  No  hot  spots 

The  Pennsylvania  State  University 

•  The  entire  treatment  cannot  take  too  long  (about  1  hr) 

•  Especially  sure  to  heat  back  (toward  rectum)  and  sides 

"Applied  Research  Laboratory, 
tDepartment  of  Bioengineering, 

-  80%  of  cancers 

^Graduate  Program  in  Acoustics, 

^Milton  S.  Hershey  Medical  Center 

A  problem  with  steered  arrays: 

•  Need  frequency  high  enough  to  get  absorption  in  prostate 

•  Need  frequency  low  enough  that  sound  gets  to  prostate 

•  1-2  MHz  good  compromise 

-  0.5  to  1  dB/cm  attenuation 

•  Transducer  must  be  big  to  heat  entire  prostate  all  at  once 

-  more  energy  at  rectum  than  prostate  due  to  absorption 

-  need  power/area  at  rectum  <  power/area  at  prostate 

•  2D  steerable  array  has  diou  sands  of  elements  at  1  -2  MHz 

•  Aiming  individual  elements  toward  prostate  center  helps 

-  less  steering  angle,  so  fewer  bigger  elements 

-  but  if  you're  willing  to  individually  aim  the  elements... 


The  Idea: 

•  Many  (44)  individual  elements 

-  individually  aimed 

•  Embrace  incoherence 

-  honeycomb  pattern 

-  three  different  frequencies 

-  3.2  mm  diameter  elements 

-  in  3.3  mm  holes  in  substrate 
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•  Can  steer  individual  elements 

Acknowledgements 

-  gyrate  pattern 

This  work  is  supported  by  the  Department  of  Defense 

•  Rotate  frequencies 

Congressionally  Directed  Medical  Prostate  Cancer 

.  Addlre  frequencies 

Research  Program  (DAMD  17-0201-0124). 

•  Moral: 

Instead  of  lots  of  little  elements  of  different  phases, 
use  fewer,  bigger  elements  at  different  frequencies 

nature  of  this  problem.  It  is  shown  that  a  large  number  of  samples  i^ften 
required  to  optimally  resolve  surface  orientation  using  the  optimalty  cri¬ 
teria  of  the  MLE  derived  in  Naftali  and  Makris  [J.  Acoust.  Soc.  Ajm.  110, 
1917-1930  (2001)].  / 


2pA015.  Geocorrection  and  filtering  of  3D  bottom  images  from 
miilti>beam  sonar  records.  Jerzy  Demkowicz,  Krzysztof  Bikonis, 
Andrzej  Stepnowski,  and  Marek  Moszynski  (Gdansk  Univ.  of  Technol., 
Narutowicza  11/12,  80-952  Gdansk,  Poland)  / 

For  the  last  decade  multibeam  sonars  have  been  increasingly  used  for 
mapping  and  visualization  of  the  seafloor  to  provide  the  “plwsical  bases” 
for  environmental  studies.  Increasing  amount  of  digital  fraster)  echo 


records  of  high  resolution  from  a  multibeam  sonar  have  Enhanced  the 
potential  of  computer  modeling  of  the  marine  environments  improve  our 
understanding  of  the  bottom  processes.  However,  the  3D  l»ttom  images  as 
the  result  of  merging  different  sonar  transects  do  not  comply  exact  geo¬ 
graphical  positions  and  should  be  corrected.  Additionaly,  the  raw  sonar 
records  are  subject  to  systematic  errors,  random  noise  find  outliers.  In  this 
paper,  Kalman  filtering  techinque  to  generating  optimal  estimates  of  bot¬ 
tom  surface  from  a  noisy  raw  sonar  records  is  progosed.  The  experiment 
on  the  surface  indicates  that  after  applying  the  Kalman  filtering  the  outh- 
ers  of  raw  records  can  be  efficiently  removed.  Moreover,  the  two-step 
Kalman  filtering  method  enables  3D  seabed  visuyiization  in  real  time.  The 
paper  proposes  the  geographical  corrections  agplied  to  the  merged  mud- 
beam  sonar  transects  records.  The  3D  bottonyrelief  before,  and  after  the 
filtering  method  are  presented.  / 
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2pBBl.  Synchronization  of  HIFU  therapy  system  with  an  arbitrary 
ultrasound  imager.  Neil  Owen,  Michael  Bailey,  James  Hossack,  and 
Lawrence  Crum  (Ctr.  for  Industrial  and  MedicJ  Ultrasound,  1013  NE 
40th  St,  Seattle,  WA  98105)  j 

Synchronization  for  image  guided  therapy  using  high  intensity  focused 
ultrasound  (HIFU)  and  imaging  ultrasound  is  achieved  with  a  new  tech¬ 
nique  that  uses  the  focused  transducer  as  a  receiver  that  can  detect  the 
acoustic  pulses  created  by  the  imaging  probe/ Without  synchronization, 
interference  fix)m  the  high  intensity  source  ocmudes  the  imager’s  display 
unpredictably,  degrading  the  quality  of  the  System.  An  imaging  probe 
(Sonosite  180)  is  registered  with  a  HIFU  transducer  (J=33mm,  roc 
=  55  mm,  f—  3.5  MHz)  such  that  the  scan  line  bisects  the  single  element 
focus.  When  acoustically  coupled  through  y  scattering  medium,  imaging 
pulses  are  passively  detected  with  the  HIFly  transducer  and  electronically 
conditioned  into  a  TIL  level  trigger.  A  Lab  VIEW  program  uses  the  trigger 
to  create  a  pulse  width  modulated  signal  tfmt  controls  the  timing  of  HIFU 
excitation  diiring  treatment.  Detection  takas  less  than  1%  of  the  time  be¬ 
tween  displayed  images  when  the  imag^  is  running  at  20  frames  per 
second.  HIFU  excitations  are  programmed  to  occur  such  that  the  single 
element  focus  is  free  of  interference  when  viewed  with  the  imager  during 
freatment.  With  no  electrical  connectioiy  for  this  new,  simple  technique, 
an  arbitrary  imager  can  be  selected  ffor  synchronized  image  guided 
therapy.  [Work  supported  by  NSBRI.]  / 


2pBB2.  Rapid  continuous-wave  /pressure  field  calculations  for 
spherically  focused  radiators.  Robert  McGough  (Dept,  of  Elec,  and 
Computer  Eng.,  Michigan  State  UniV.,  2120  Eng.  Bldg.,  East  Lansing,  MI 
48824,  mcgough@egr.msu.edu)  / 

A  new  accelerated  expression  fcr  the  continuous- wave  pressure  field 
generated  by  a  spherically  focusery  radiator  is  obtained  when  the  impulse 
response  formulation  is  transformed  and  optimized  for  numerical  evalua¬ 
tions.  The  resulting  integral  expression  converges  much  more  quickly  than 
the  impulse  response  approach,  resulting  in  far  fewer  function  evaluations 
for  the  same  numerical  error.  Tha  optimized  integral  expression  is  between 


two  and  seven  times  as  fist  as  the  impulse  response  approach,  where  the 
increase  in  speed  depemls  on  the  peak  value  of  the  specified  error.  In 
addition,  this  new  result  completely  eliminates  the  cone-shaped  regions 
required  for  impulse  rpponse  calculations,  so  the  resulting  computer  code 
for  the  accelerated  egression  is  less  complicated  than  the  corresponding 
code  for  the  impulsy  response.  Results  also  show  that  the  new  expression 
eliminates  the  nuiderical  artifact  that  is  encountered  near  the  boundary 
between  regions  defined  for  impulse  response  calculations.  All  of  these 
features  are  useful  in  thermal  therapy  computer  simulations  that  employ 
spherically  focused  transducer  geometries. 


2pBB3.  Design  and  evaluation  of  a  63  element  1.75-dimensional 
ultrasound  phased  array  for  treating  benign  prostatic  hyperplasia. 
Khaldon  Y.  Saleh  and  Nadine  B.  Smith  (Dept,  of  Bioengineering,  205 
Hallowell  Bldg.,  The  Penn  State  Univ.,  University  Park,  PA  16802) 

Focused  ultrasound  surgery  (FUS)  is  a  chnical  method  for  treating 
benign  prostatic  hyperplasia  (BPH)  in  which  tissue  is  noninvasively  ne¬ 
crosed  by  elevating  the  temperature  at  the  focal  point  above  60  °C  using 
short  sonications.  With  1.75-dimensional  (L75-D)  arrays,  the  power  and 
phase  to  the  individual  elements  can  be  controlled  electronically  for  fo¬ 
cusing  and  steering.  This  research  describes  the  design,  construction  and 
evaluation  of  a  L75-D  ultrasound  phased  array  to  be  used  in  the  treatment 
of  benign  prostatic  hyperplasia.  The  array  was  designed  with  a  steering 
angle  of  ±  13.5  deg  in  the  transverse  direction,  and  can  move  the  focus  in 
three  parallel  planes  in  the  longitudinal  direction  with  a  relatively  large 
focus  size.  A  piezoelectric  ceramic  (PZT-8)  was  used  as  the  material  of  the 
transducer  and  two  matching  layers  were  built  for  maximum  acoustic 
power  transmission  to  tissue.  To  verify  the  capability  of  the  transducer  for 
focusing  and  steering,  exposimetry  was  performed  and  the  results  corre¬ 
lated  well  with  the  calculated  fields.  In  vivo  experiments  were  performed 
to  verify  the  capability  of  the  transducer  to  ablate  tissue  using  short  soni¬ 
cations.  [Work  supported  by  the  Whitaker  Foundation  and  the  Department 
of  Defense  Congressionally  Directed  Medical  Prostate  Cancer  Research 
Program.] 
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2pBB4.  Optimized  hyperthermia  treatment  of  prostate  cancer  using  a 
novel  intravavitary  ultrasound  array.  Osama  M.  Al-Bataineh,  Nadine 
B.  Smith  (Dept,  of  Bioengineering,  The  Penn  State  Univ.,  University 
Park,  PA  16802),  Robert  M.  Keolian,  Victor  W.  Sparrow  (The  Penn  State 
Univ.,  University  Park,  PA  16802),  and  Lewis  E.  Harpster  (Penn  State 
Milton  S.  Hershey  Medical  Ctr.,  Hershey,  PA  17033) 

Localized  uniformly  distributed  ultrasound-induced  hyperthermia  is  a 
useful  adjuvant  to  radiotherapy  in  the  treatment  of  prostate  cancer.  A  two- 
dimensional,  20X  4  element,  transrectal  phased-array  probe  was  designed 
to  deliver  a  uniform  and  controllable  amount  of  heat  directly  to  the  pros¬ 
tate  without  damaging  the  rectal  wall  or  surrounding  tissue.  A  three- 
dimensional  prostate  model  was  created  using  anatomical  markers  from 
the  Visible  Human  Project  to  optimize  the  array.  Sound  speed,  density,  and 
absorption  parameters  were  mapped  to  hue,  saturation  and  value  of  the 
photographic  data  to  simulate  sound  propagation  through  inhomogeneous 
tissue  using  the  k-space  method.  To  satisfy  the  requirements  of  this 
method  from  1.2  to  1.8  MHz,  the  grid  was  adjusted  to  have  5  points  per 
millimeter  in  each  Cartesian  direction.  A  spherical  wave  pulse  was  propa¬ 
gated  through  the  model  using  tapered  absorption  boundary  conditions. 
The  expected  temperature  rise  due  to  sound  was  obtained  using  the  bio¬ 
heat  transfer  equation.  Optimal  insonification  parameters  that  uniformly 
heat  the  prostate  to  43  °C  for  40-60  minutes  were  determined  for  use  in 
the  construction  of  a  clinical  hyperthermia  array.  [Research  supported  by 
the  Department  of  Defense  Congressionally  Directed  Medical  Prostate 
Cancer  Research  Program.] 


2:00 

2pBB5.  Separating  thermal  coagulation  and  cavitation  effects  in 
HIFU  attenuation  measurements.  Justin  Reed,  Michael  Bailey,  Ajay 
Anand,  and  Peter  Kaczkowski  (Appl.  Phys.  Lab.,  Univ.  of  Washington, 
1013  NE  40th  St.,  Box  355640,  Seattle,  WA  98105-6698) 

HIFU  can  be  used  to  destroy  tumors.  The  conversion  of  acoustic  en¬ 
ergy  into  heat  causes  protein  coagulation  (Lesion)  in  tissue.  Attenuation 
measurements  have  been  proposed  to  monitor  the  progression  of  thermal 
therapy.  The  goal  of  this  work  is  to  study  and  separate  the  effects  of 
cavitation  and  thermal  coagulation  in  attenuation  measurements.  A  HIFU 
transducer  was  used  to  treat  Bovine  liver.  A  receiving  transducer  mounted 
across  from  the  transmitting  HIFU  transducer  measured  attenuation  during 
the  treatment.  A  pressure  chamber  provided  static  pressure  greater  than  the 
pressure  amplitude  of  the  HIFU  wave,  which  suppressed  cavitation,  rf  data 
from  a  commercial  ultrasound  scanner  was  also  obtained.  A  large  increase 
in  attenuation  was  observed  with  cavitation  present,  while  a  subtle  in¬ 
crease  in  attenuation  was  observed  with  cavitation  suppressed.  Attenuation 
estimated  from  the  RF  data  showed  an  increase  in  attenuation  downstream 
of  the  location  of  the  lesion  with  cavitation  present,  while  a  subtle  increase 
in  attenuation  was  observed  at  the  location  of  the  lesion  with  cavitation 
suppressed.  It  has  been  found  that  attenuation  measurements  are  greatly 
affected  by  the  presence  of  cavitation,  and  the  actual  effect  of  thermal 
coagulation  on  attenuation  is  quite  small.  [Work  supported  by  NIH,  NSF, 
NSBRI.] 


2:15 

2pBB6.  Numerical  investigation  of  dual-frequency  HIFU  pulsing  for 
lithotripsy.  Wayne  Kreider,  Michael  Bailey,  and  Lawrence  Crum  (Ctr. 
for  Industrial  and  Medical  Ultrasound,  APL,  Univ.  of  Washington,  1013 
NE  40th  St.,  Seattle,  WA  98105,  wkreider@u. washington.edu) 

As  an  alternative  to  traditional  shock-wave  lithotripsy,  high-intensity 
focused  .  Itrasound  (HIFU)  is  currently  being  investigated  for  its  capability 
to  comminute  renal  calculi.  Because  current  data  indicate  that  cavitation 
plays  a  role  in  both  stone  comminution  as  well  as  collateral  tissue  damage, 
the  cavitation  effects  of  HIFU  treatment  strategies  are  investigated  numeri¬ 
cally.  In  particular,  numerical  simulations  are  designed  to  model  the  re¬ 
sponse  of  bubbles  to  acoustic  excitations  generated  by  a  prototype,  dual¬ 


frequency  HIFU  transducer  for  lithotripsy.  The  prototype  transducer  is 
capable  of  producing  both  high-  (~4*-MHz)  and  low-frequency 
(~100-kHz)  outputs,  while  the  bubble  dynamics  are  modeled  by  the 
Gilmore  equation  for  a  single  spherical  bubble  subject  to  diffusion.  Nu¬ 
merical  simulations  are  currently  ongoing  to  investigate  the  effects  of  the 
relative  phase  between  high  and  low-frequency  pulses.  Initial  results  dem¬ 
onstrate  that  the  simultaneous  application  of  high  and  low-frequency 
pulses  can  generate  maximum  pressures  several  orders  of  magnitude 
higher  than  high-frequency  pulses  alone. 


2pBB7.  The  characterization  of  the  lesion  growth  in  time.  Marie 
Nakazawa,  Justin  A.  Reed,  Michael  R.  Bailey,  and  Yongmin  Kim  (Dept, 
of  Elec.  Eng.,  Univ.  of  Washington,  1400  NE  Campus  Pkwy.,  Seattle,  WA, 
nakazawa@ns.cradle.titech.ac.jp) 

Thermal  heating  effects  of  high  intensity  focused  ultrasound  (HIFU) 
on  the  dynamics  of  lesion  formation  were  characterized  automatically  to 
assess  the  role  of  vapor  bubbles  in  distorting  the  shape.  Tissue  mimicking 
phantom  was  used  in  experiments  by  a  4.2  MHz  curve-linear  transducer 
with  44  mm  diameter  and  44  mm  radius  of  curVaUire.  A  variety  of  HIFU 
intensities  were  produced  by  different  amplitudes.  Images  were  acquired 
by  a  CCD  camera  and  HDI-1000  ultrasound  imager,  recorded  to  VHS,  and 
digitized  to  measure  lesion  size  and  shape.  Each  image  was  subtracted 
with  noise  reduction  in  order  to  detect  the  HIFU  on  time  and  to  segment 
the  boundaries  of  the  lesions  performed  by  Matlab  programming.  Area, 
length,  width,  and  ratio  of  lesion  area  proximal  to  center  line  over  area 
distal  to  center  line  were  calculated  along  HIFU  exposure  time.  Slight 
increase  in  HIFU  intensity,  means  hyperecho  forms  earlier,  and  lesion 
shape  change.  The  data  supported  the  hypothesis  that  lesion  dramatically 
distorts  well  after  hyperecho  with  only  small  increase  in  HIFU  intensity. 
[Work  supported  by  National  Space  and  Biomedical  Resekch  Institute.] 


2pBB8.  Optimization  of  angular  compounding  in  scatterer  size 
estimation.  Anthony  L.  Gerig,  Quan  Chen,  and  James  A^  Zagzebski 
(Dept,  of  Medical  Phys.,  Univ.  of  Wisconsin-Madison,  1300  Univ.  Ave., 
Rm.  1530,  Madison,  WI  53706,  algerig@wisc.edu) 

Ultrasonic  scatterer  size  estimates  generally  have  large  variances  due 
to  the  inherent  noise  of  the  spectral  estimates  used  to  calculate  size.  Com¬ 
pounding  partially  correlated  size  estimates  associated  with  the  same:  tis¬ 
sue,  but  produced  with  data  acquired  from  different  angles  of  incidence,  is 
an  effective  way  to  reduce  the  variance  without  making  dramatic  sacrifices 
in  spatial  resolution.  This  work  derives  theoretical  approximations  for  the 
correlation  between  these  size  estimates,  and  between  their  associated 
spectral  estimates,  as  functions  of  data  acquisition  and  processing  param¬ 
eters,  where  a  Gaussian  spatial  autocorrelation  function  is  assumed  to 
adequately  model  scatterer  shape.  Size  results  exhibit  a  fair  degree  of 
agreement  with  those  of  simulation  experiments,  while  spectral  results 
compare  favorably  with  simulation  outcomes.  Utilization  of  the  theoretical 
correlation  expressions  for  data  acquisition  and  processing  optimization  is 
discussed.  Further  simplifying  approximations,  such  as  the  invariance  of 
phase  and  amplitude  terms  with  rotation  angle,  are  made  in  order  to  obtain 
closed-form  solutions  to  the  derived  spectral  correlation,  and  permit  an 
analytical  optimization  analysis.  Results  indicate  that  recommended  pa¬ 
rameter  adjustments  for  performance  improvement  depend  upon  whether, 
for  the  system  under  consideration,  the  primary  source  of  estimate  decor¬ 
relation  with  rotation  is  scatterer  phase  change  or  field  separation.  [Work 
supported  by  NIH  T32CA09206.] 
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Fast  adaptive  control  for  MRI-guided  ultrasound  hyperthermia  treatment  for  prostate 

disease:  in  vitro  and  in  vivo  results 


L.  Sim\  O.  Al-Bataineh’,  C.  M.  Collins^,  M.  B.  Smith^  andN.  B.  Smith^’^ 

^Department  of  Bioengineering,  ^Graduate  Program  in  Acoustics,  Pennsylvania  State  University,  University  Park,  USA,  16802 
^Center  for  NMR  Research,  Department  of  Radiology,  The  Pennsylvania  State  University  College  of  Medicine,  Hershey,  PA  17033 


In  vitro  and  in  vivo  i 


INTRODUCTION 

Previous  researchers  have  successfully  demonstrated  the  application  of  temperature  feedback  control  for  thermal  treatment  of  disease  using  MR  thermometry  (1-4). 
Using  the  temperature-dependent  proton  resonance  frequency  (PRF)  shift,  ultrasound  heating  for  hyperthermia  to  a  target  organ  (such  as  the  prostate)  can  be  tightly 
controlled.  However,  the  response  of  the  target  to  ultrasound  heating  varies  in  type,  size,  location,  shape,  stage  of  growth,  and  proximity  to  other  vulnerable  organs.  To 
adjust  for  clinical  variables,  a  novel  adaptive  feedback  control  system  has  been  designed  utilizing  real-time,  on-line  MR  thermometry  by  adjusting  the  output  power  to 
an  ultrasound  array  to  quickly  reach  the  hyperthermia  target  temperatures.  The  advantages  of  this  fast  adaptive  control  method  are  that  there  is  no  need  of  a  priori 
knowledge  of  the  initial  tissue  properties  and  it  can  quickly  reach  the  steady  state  target  temperature  by  adaptively  changing  the  output  power  according  to  the  dynamic 
tissue  properties  (e.g.  thermal  conductivity,  blood  perfusion).  To  rapidly  achieve  and  manage  therapeutic  temperatures  from  an  ultrasound  array,  this  research  was 
conducted  to  utilize  closed  loop  MRI  guid^  temperature  control  using  a  novel  adaptive  feedback  system  with  in  vitro  and  in  vivo  experiments. 

MATERIALS  AND  METHODS 

Fast  adaptive  MRI  control  system:  To  shorten  hyperthermia  treatment  time,  previous  researchers  have  evaluated  several  control  schemes  (1,4,  5).  Although  the 
controllers  initially  operated  well,  some  controllers  had  undesirable  overshoots  and  oscillations  (1,  5).  The  rapid  adaptive  control  approach  used  here  was  designed  to 
track  an  exponential  target  temperature  with  a  very  fast  time  constant  and  to  avoid  overshoots  and  oscillations.  This  robust  control  system  had  an  ordinary  feedback 

-  loop  composed  of  the  hyperthermia  process  and  a  second  feedback  loop  that  adjusted  the  controller  parameters  (Fig. 

Figure  1 _ Mec^nism  ^ mechanism  for  adjusting  the  parameters  in  a  model  reference  adaptive  system  can  be  obtained  in  gradient 

L__ _  method  by  applying  Lyapunov  stability  theory  (6).  Three  dimensional  finite  difference  time  domain  computer 

^  ^  ^  ^  ^  simulations  based  on  Pennes’  bioheat  transfer  equation  were  conducted  to  determine  the  initial  values  of  the  control 

— Controller - U^rocess] — parameters.  ^ 

*rT_  -  +Y  Ultrasound  hyperthermia  system:  For  treatment  of  prostate  disease,  the  ultrasound  hyperthermia  system  consisted  of 

_  “  a  transrectal  intracavitary  array  with  16  elements  operating  at  1.5  MHz.  To  drive  the  array,  a  multi-channel 

_  programmable  ultrasound  phased  array  driving  system  operating  between  1-2  MHz  and  capable  of  60W  per  channel 

_ ^  Desired _ ^^sed.  Verification  of  the  temperature  change  within  the  target  used  a  multi-channel  fiber  optic  (Luxtron®) 

thermometer  probe  to  provide  a  reference  for  the  MR  temperature  map  results. 

In  vitro  and  in  vivo  experiments:  Nine  in  vitro  adaptive  control  experiments  were  conducted  using  bovine  muscle  phantom  within  the  Nine  in  vitro  adaptive  control 
experiments  were  conducted  using  bovine  muscle  phantom  within  the  3  Tesla  Bruker  S-300  MRI  scanner  using  the 
ultrasound  array,  using  the  ultrasound  array.  The  tissue  was  coupled  to  the  ultrasound  through  a  circulating  water  filled 
bolus  surrounding  the  applicator.  MR  temperatures  in  a  region  of  interest  (ROI)  where  selected  from  the  tissue  from  pre¬ 
treatment  images  were  used  as  feedback  thermometry  data  to  the  controller.  Using  rabbit  thigh  muscle  (New  Zealand 
white),  in  vivo  animal  experiments  were  conducted  using  a  similar  procedure  as  the  phantom  experiments  with  the  animal 
anesthetized  using  ketamine  (40  mg/kg)  and  xylazine  (10  mg/kg).  Both  the  animal  and  phantom  experiments  used  a  26  cm 
diameter  birdcage  coil.  For  rapid  hyperthermia  heating,  the  time  constant  (target  temperature)  was  selected  to  be  less  than  2 
minutes  for  a  total  experiment  of  25  minutes. 

MR  tenwerature  imaein2:  The  proton  resonant  frequency  shift  was  evaluated  by  using  a  spoiled  gradient  echo  (SPGR) 
sequence  with  the  following  imaging  parameters:  TR  =  100  ms,  TE  =  15  ms,  flip  angle  =  30®,  data  matrix  64  x  64,  field  of 
view  (FOV)  “  14  x  14  cm,  shce  thickness  =  8  mm  and  bandwidth  =  61 .7  kHz.  These  parameters  were  chosen  to  maximize 
the  temperature  dependent  phase  shift,  while  maintaining  a  high  temporal  resolution.  A  baseline  scan  was  acquired  before 
ultrasound  heating  and  subsequent  temperature  measurement  scans  were  obtained  every  19.7  seconds.  Phase  subtraction  Figure  2 

was  conducted  on-line  in  real-time  to  calculate  the  PRF  shift  (7).  The  temperature  elevation  was  obtained  using  the  temperature  dependence  for  muscle  a(t)  =  -0.00909 
ppm/®C  by  averaging  temperatures  within  a  4  x  3  pixel  region  located  at  least  1  cm  above  the  bolus-tissue  interface. 

RESULTS 

Robust  adaptive  MR  temperature  control  has  been  demonstrated  for  both  the  in  vitro  and  in  vivo  experiments.  A  temperature  map  (Fig.  2)  using  phase  subtraction 
images  from  an  in  vivo  rabbit  experiment  can  be  seen  with  a  color  bar  indicating  the  temperature  change  within  the  selected  heating  ROI  from  the  array  below.  Since 

the  desired  target  temperature  profile  was  38®C  for  all  nine  in  vitro  experiments.  Fig.  3(a)  plots  nine  averaged  MR  temperature  results  (mean  ±  s.d.)  which  were 

consistent  with  the  controller  target  temperature  (solid  line)  and  comparable  with  the  Luxtron®  results  (x-marks).  Consistently  starting  with  an  initial  phantom 

temperature  of  28°C,  the  controller  achieved  the  steady  state  temperature  within  6 
Figure  3{a)  In  vitro  control  results  minutes  and  deviation  from  the  target  profile  was  no  greater  than  ±  1.37°C.  Similar 

*^\ - 1 - - 1 - — - r— - — to  the  in  vitro  results,  in  vivo  temperature  control  can  be  seen  in  Fig.  3(b)  where  the 

^  38  -  . rabbit  thigh  muscle  was  heated  initially  from  about  36.5®C  for  25  minutes.  For  this 

36  -  X ^  -  experiment,  the  target  temperature  was  44.5®C  and  was  achieved  in  8  minutes.  From 

.«**‘**  other  in  vivo  experiments,  the  maximum  variation  from  the  desired  temperature 

”2  ky  profile  was  -3.9®C;  after  reaching  steady  state,  tissue  temperature  was  maintained  at 

V  L  0  MRI  Temp  Resufts  [  44.5“C  ±  1,2‘>C. 

—  Target  Temperature  DISCUSSION  AND  CONCLUSION 

28  ^  .  Luxtron  Temp  Results  Dynamic  MR  temperature  control  for  hyperthermia  is  necessary  for  fast  effective 

I ; - ^ ^  ~  ^  thermal  treatments  while  eliminating  the  risk  of  permanently  damaging  healthy  tissue 

Time  (minutes)  due  to  overheating.  Integration  of  ultrasound  hyperthermia  and  MR  thermometry 

Figure  3(b)  In  vivo  control  results  robust  adaptive  control  between  the  modalities  has  clinical  applications. 

- 1 - 1 - — - 1 - 1 -  Considering  that  the  accuracy  of  PER  technique  is  approximately  ±  1®C,  the  adaptive 

^  -i-fnTrT ^ control  system  works  well  to  effectively  track  the  reference  by  adjusting  the 

^  H  -  transducer  power  according  to  dynamic  tissue  properties  such  as  blood  perfusion  rate. 

5  ^  work  was  supported  by  the  Whitaker  Foundation  (RG-00-0042)  and  the 

•§  ^  -rJt'  ^  Department  of Defense  Congressionally  Directed  Medical  Prostate  Cancer  Research 

»4o-  /  -  Program  (DAMD 17-0201-0124) . 
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Figure  3(a)  In  vitro  control  results 
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Figure  3(b)  In  vivo  control  results 
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nature  of  this  problem.  It  is  shown  that  a  large  number  of  samples  is  often 
required  to  optimally  resolve  surface  orientation  using  th/  optimality  cri¬ 
teria  of  the  MLE  derived  in  Naftali  and  Makris  [J.  Acouyt.  Soc.  Am.  110, 
1917-1930  (2001)].  / 


2pA015.  Geocorrection  and  filtering  of  3D  Bottom  images  from 
multi-beam  sonar  records.  Jerzy  Demkowiofe,  Krzysztof  Bikonis, 
Andrzej  Stepnowski,  and  Marek  Moszynski  (Gdansk  Univ.  of  Technol., 
Nanitowicza  11/12,  80-952  Gdansk,  Poland)  / 

For  the  last  decade  multibeam  sonars  haveAeen  increasingly  used  for 
mapping  and  visualization  of  the  seafloor  to  nfcvide  the  ‘‘physical  bases” 
for  environmental  studies.  Increasing  amqZnt  of  digital  (raster)  echo 


records  of  high  resolution  from  a  multibeam  s^ar  have  enhanced  the 
potential  of  computer  modeling  of  the  marine  enrironment  to  improve  our 
understanding  of  the  bottom  processes.  Howeve/  the  3D  bottom  images  as 
the  result  of  merging  different  sonar  transectsT do  not  comply  exact  geo¬ 
graphical  positions  and  should  be  correctedMdditionally,  the  raw  sonar 
records  are  subject  to  systematic  errors,  ran^m  noise  and  outliers.  In  this 
paper,  Kalman  filtering  techinque  to  generaging  optimal  estimates  of  bot¬ 
tom  surface  from  a  noisy  raw  sonar  reconSs  is  proposed.  The  experiment 
on  the  surface  indicates  that  after  applyM  the  Kalman  filtering  the  outli¬ 
ers  of  raw  records  can  be  efficiently  Amoved.  Moreover,  the  two-step 
Kalman  filtering  method  enables  3D  seabed  visualization  in  real  time.  The 
paper  proposes  the  geographical  conations  applied  to  the  merged  muti- 
beam  sonar  transects  records.  The  3®  bottom  relief  before,  and  after  the 
filtering  method  are  presented.  / 
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Biomraical  Ultrasound/Bioresponse  to  Vibration;  HIFl^nd  Scattering 

/  Ibrahim  M.  Hallaj,  Chair  / 
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2pBBl.  Synchronization  of  HIFU  therapy  system  with  an  arbitrary 
ultrasound  imager,  brfil  Owen,  Michael  Bailey,  James  Hossack,  and 
Lawrence  Crum  (Ctr.  tor  Industrial  and  Medical  Ultrasou^,  1013  NE 
40th  St.,  Seattle,  WA  ^105)  j 

Synchronization  mr  image  guided  therapy  using  high  intensity  focused 
ultrasound  (HIFU)  afad  imaging  ultrasound  is  achieved  ^th  a  new  tech¬ 
nique  that  uses  th»  focused  transducer  as  a  receiver  that  can  detect  the 
acoustic  pulses  created  by  the  imaging  probe.  Withou/  synchronization, 
interference  fronythe  high  intensity  source  occludes  t^  imager’s  display 
unpredictably,  degrading  the  quality  of  the  system.Mn  imaging  probe 
(Sonosite  ISOyis  registered  with  a  HIFU  transduy^  (d=33  mm,  roc 
=  55  mm,  f—t.S  MHz)  such  that  the  scan  line  bis^ts  the  single  element 
focus.  When  Acoustically  coupled  through  a  scattdKng  medium,  imaging 
pulses  are  p^sively  detected  with  the  HIFU  transducer  and  electronically 
conditionedlnto  a  TTL  level  trigger.  A  Lab VIE\y program  uses  the  trigger 
to  create  a  pulse  width  modulated  signal  that  cofctrols  the  timing  of  HIFU 
excitation  fiuring  treatment.  Detection  takes  l^s  than  1%  of  the  time  be¬ 
tween  displayed  images  when  the  imager  iJ  running  at  20  frames  per 
second.  fflFU  excitations  are  programmed  to  occur  such  that  the  single 
elemenyfocus  is  free  of  interference  when  viewed  with  the  imager  during 
treatnmt.  With  no  electrical  connections  jot  this  new,  simple  technique, 
an  areitrary  imager  can  be  selected  far  synchronized  image  guided 
thera/y.  [Work  supported  by  NSBRI.]  / 


^BB2.  Rapid  continuous- wave  /  pressure  field  calculations  for 
^herically  focused  radiators.  IMbert  McGough  (Dept,  of  Elec,  and 
Computer  Eng.,  Michigan  State  Unfiv.,  2120  Eng.  Bldg.,  East  Lansing,  MI 
(48824,  mcgough@egr.msu.edu)  j 

A  new  accelerated  expressiOT  for  the  continuous-wave  pressure  field 
generated  by  a  spherically  focuCed  radiator  is  obtained  when  the  impulse 
response  formulation  is  transrermed  and  optimized  for  numerical  evalua¬ 
tions.  The  resulting  integral  Mpression  converges  much  more  quickly  than 
the  impulse  response  appro^h,  resulting  in  far  fewer  function  evaluations 
for  the  same  numerical  err^  The  optimized  integral  expression  is  between 


two  and  seven  tims  as  fast  as  the  impulse  response  approach,  where  the 
increase  in  speey  depends  on  the  peak  value  of  the  specified  error.  In 
addition,  this  n^  result  completely  eliminates  the  cone-shaped  regions 
required  for  impulse  response  calculations,  so  flie  resulting  computer  code 
for  the  accelemted  expression  is  less  complicated  than  the  corresponding 
code  for  the  ppulse  response.  Results  also  show  that  the  new  expression 
eliminates  thfe  numerical  artifact  that  is  encountered  near  the  boundary 
between  rejpons  defined  for  impulse  response  calculations.  All  of  these 
features  are  useful  in  thermal  therapy  computer  simulations  that  employ 
spherically  focused  transducer  geometries. 


2pBB3.  Design  and  evaluation  of  a  A3  dement  1.75-dimensional 
ultrasound  phased  array  for  treating  benign  prostatic  hyperplasia. 
Khaldon  V.  Saleh  and  Nadine  B.  Smith  (Dept  of  Bioengineering,  205 
Hallowell  Bldg.,  The  Penn  State  Univ.,  University  Park,  PA  16802) 

Focused  ultrasound  surgery  (FUS)  is  a  clinical  method  for  treating 
benign  prostatic  hyperplasia  (BPH)  in  which  tissue  is  noninvasively  ne¬ 
crosed  by  elevating  the  temperature  at  the  focal  point  above  60  °C  using 
short  sonications.  With  1.75-dimensional  (1.75-D)  arrays,  the  power  and 
phase  to  the  individual  elements  can  be  controlled  electronically  for  fo¬ 
cusing  and  steering.  This  research  describes  the  design,  construction  and 
evaluation  of  a  1.75-D  ultrasound  phased  array  to  be  used  in  the  treatment 
of  benign  prostatic  hyperplasia.  The  array  was  designed  with  a  steering 
angle  of  ±  13.5  deg  in  the  transverse  direction,  and  can  move  the  focus  in 
three  parallel  planes  in  the  longitudinal  direction  with  a  relatively  laige 
focus  size.  A  piezoelectric  ceramic  (PZT-8)  was  used  as  the  material  of  the 
transducer  and  two  matching  layers  were  built  for  maximum  acoustic 
power  transmission  to  tissue.  To  verify  the  capability  of  the  transducer  for 
focusing  and  steering,  exposimetry  was  performed  and  the  results  corre¬ 
lated  well  with  the  calculated  fields.  In  vivo  experiments  were  performed 
to  verify  the  capability  of  the  transducer  to  ablate  tissue  using  short  soni¬ 
cations.  [Work  supported  by  the  Whitaker  Foundation  and  the  Department 
of  Defense  Congressionally  Directed  Medical  Prostate  Cancer  Research 
Program.] 
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2pBB4»  Optimized  hyperthermia  treatment  of  prostate  cancer  using  a 
novel  intravavitary  ultrasound  array*  Osama  M.  AKBataineh,  Nadine 
B.  Smith  (Dept,  of  Bioengineering,  The  Penn  State  Univ.,  University 
Park,  PA  16802),  Robert  M.  Keolian,  Victor  W.  Sparrow  (The  Penn  State 
Univ.,  University  Park,  PA  16802),  and  Lewis  E.  Harpster  (Penn  State 
Milton  S.  Hershey  Medical  Ctr.,  Hershey,  PA  17033) 

Localized  uniformly  distributed  ultrasound-induced  hyperthermia  is  a 
useful  adjuvant  to  radiotherapy  in  the  treatment  of  prostate  cancer.  A  two- 
dimensional,  20X4  element,  transrectal  phased-array  probe  was  designed 
to  deliver  a  uniform  and  controllable  amount  of  heat  directly  to  the  pros¬ 
tate  without  damaging  the  rectal  wall  or  surrounding  tissue.  A  three- 
dimensional  prostate  model  was  created  using  anatomical  markers  from 
the  Msible  Human  Project  to  optimize  the  array.  Sound  speed,  density,  and 
absorption  parameters  were  mapped  to  hue,  saturation  and  value  of  tl^e 
photographic  data  to  simulate  sound  propagation  through  inhomogeneous 
tissue  using  the  ^-space  method.  To  satisfy  the  requirements  of  this 
method  from  1.2  to  1.8  MHz,  the  grid  was  adjusted  to  have  5  points  per 
millimeter  in  each  Cartesian  direction.  A  spherical  wave  pulse  was  propa¬ 
gated  through  the  model  using  tapered  absorption  boundary  conditions. 
The  expected  temperature  rise  due  to  sound  was  obtained  using  the  bio¬ 
heat  transfer  equation.  Optimal  insonification  parameters  that  uniformly 
heat  the  prostate  to  43  °C  for  40-60  minutes  were  determined  for  use  in 
the  construction  of  a  clinical  hyperthermia  array.  [Research  supported  by 
the  Department  of  Defense  Congressionally  Directed  Medical  Prostate 
Cancer  Research  Program.] 


2pBB5.  Separating  thermal  coagulation  and  captation  effects  in 
HIFU  attenuation  measurements.  Justin  Reed,  Wchael  Bailey,  Ajay 
Anand,  and  Peter  Kaczkowski  (Appl.  Phys.  Lab.,  yniv.  of  Washington, 
1013  NE  40th  St.,  Box  355640,  Seattle,  WA  98105yfe598) 

HIFU  can  be  used  to  destroy  tumors.  The  con/ersion  of  acoustic  en¬ 
ergy  into  heat  causes  protein  coagulation  (Lesion  in  tissue.  Attenuation 
measurements  have  been  proposed  to  monitor  tip  progression  of  thermal 
therapy.  The  goal  of  this  work  is  to  study  anH  separate  the  effects  of 
cavitation  and  thermal  coagulation  in  attenuation  measurements.  A  HIFU 
transducer  was  used  to  treat  Bovine  liver.  A  r^eiving  transducer  mounted 
across  from  the  transmitting  HIFU  transducermeasured  attenuation  during 
the  treatment.  A  pressure  chamber  provided  static  pressure  greater  than  the 
pressure  amplitude  of  the  HIFU  wave,  which  suppressed  cavitation,  rf  data 
from  a  commercial  ultrasound  scaimer  way  also  obtained.  A  large  increase 
in  attenuation  was  observed  with  cavit^on  present,  while  a  subtle  in¬ 
crease  in  attenuation  was  observed  with  yavitation  suppressed.  Attenuation 
estimated  from  the  RF  data  showed  an  increase  in  attenuation  downstream 
of  the  location  of  the  lesion  with  cavitMion  present,  while  a  subtle  increase 
in  attenuation  was  observed  at  the  location  of  the  lesion  with  cavitation 
suppressed.  It  has  been  found  that  attenuation  measurements  are  greatly 
affected  by  the  presence  of  cavit^on,  and  the  actual  effect  of  thermal 
coagulation  on  attenuation  is  quity  small.  [Work  supported  by  NIH,  NSF, 
NSBRI.]  / 


2pBB6.  Numerical  investigation  of  dual-frequency  HIFU  pulsing  for 
lithotripsy.  Wayne  Kreid/r,  Michael  Bailey,  and  Lawrence  Crum  (Ctr. 
for  Industrial  and  Medico  Ultrasound,  APL,  Univ.  of  Washington,  1013 
NE  40th  St.,  Seattle,  Wiy98105,  wkreider@u. washington.edu) 

As  an  alternative  iJ traditional  shock-wave  lithotripsy,  high-intensity 
focused  .  Itrasound  (HifU)  is  currently  being  investigated  for  its  capability 
to  comminute  renal  mlculi.  Because  current  data  indicate  that  cavitation 
plays  a  role  in  both  aone  comminution  as  well  as  collateral  tissue  damage, 
the  cavitation  effectt  of  HIFU  treatment  strategies  are  investigated  numeri¬ 
cally.  In  particular  numerical  simulations  are  designed  to  model  the  re¬ 
sponse  of  bubble/  to  acoustic  excitations  generated  by  a  prototype,  dual¬ 


frequency  HIFU  trailsducer  for  lithotripsy.  The  prototy^  transducer  is 
capable  of  producing  both  high-  (~4iMHz)  an&  low-frequency 
(~100-kHz)  outputs,  while  the  bubble  dynamics  are/modeled  by  the 
Gilmore  equation  for  a  single  spherical  bubble  subjec/  to  diffusion  Nu¬ 
merical  simulations  are  currently  ongoing  to  investigate  the  effects  of  the 
relative  phase  between  high  and  low-frequency  pulsea  Initial  results  dem¬ 
onstrate  that  the  simultaneous  application  of  highr  and  low-frequency 
pulses  can  generate  maximum  pressures  several /orders  of  magnitude 
higher  than  high-frequency  pulses  alone.  / 


2pBB7.  The  characterization  of  the  lesmn  growth  in  time.  Marie 
Nakazawa,  Justin  A.  Reed,  Michael  R.  Bailey,  and  Yongmin  Kim  (Dept 
of  Elec.  Eng.,  Univ.  of  Washington,  1400  ^  Campus  Pkwy.,  Seattle,  WA, 
nakazawa@ns.cradle.titech.ac.jp)  / 


Thermal  heating  effects  of  high  intensity  focused  ultr^und  (HIFU) 
on  the  dynamics  of  lesion  formation  were  characterized  automatically  to 
assess  the  role  of  vapor  bubbles  in  diKorting  the  shape.  Tissue  mimicking 
phantom  was  used  in  experiments  by  a  4.2  MHz  curve-linear  tf^sducer 
with  44  mm  diameter  and  44  mm  mdius  of  cuiVatiire.  A  variety  of  HIFU 
intensities  were  produced  by  diff^nt  amplitudes.  Images  were  acquired 
by  a  CCD  camera  and  HDI-1000  /itrasound  imager,  recorded  to  VHS,  and 
digitized  to  measure  lesion  siz^and  shape.  Each  image  was  subtracted 
with  noise  reduction  in  order  ta  detect  the  HIFU  on  time  and  to  segna^t 
the  boundaries  of  the  lesions  ^rfonhed  by  Matlab  programrnihg.  Areat, 
length,  width,  and  ratio  of  l^ion  area  proximal  to  center  line  over  area 
distal  to  center  line  were  ejaculated  along  HIFU  exposure  time.  Slight 
increase  in  HIFU  intensity/  means  hyperecho  forms  earlier,  and  lesion 
shape  change.  The  data  supported  the  hypothesis  that  lesion  dramatical^ 
distorts  well  after  hyperemo  with  only  small  increase  in  HIFU  intensity. 
[Work  supported  by  National  Space  and  Biomedical  Research  InstituteJ 


2pBB8.  Optinuzation  of  angular  compoun«ng  in  scatterer  siase 
estimation.  Anthony  L.  Gerig,  Quan  Chen,  j/Ld  James  A.  ^gzebski 
(Dept,  of  Medical  Phys.,  Univ.  of  Wisconsin-Madison,  1300  Univ.  Aye., 
Rm.  1530,  Madison,  WI  53706,  algerig@wisy^u) 

Ultrasonic  scatterer  size  estimates  generally  have  large  variances  due 
to  the  inherent  noise  of  the  spectral  estim^s  used  to  calculate  size.  Cona- 
pounding  partially  conelated  size  estim^s  associated  with  the  same  tis¬ 
sue,  but  produced  with  data  acquired  frm  different  angles  of  incidence,  is 
an  effective  way  to  reduce  the  varianc^ithout  making  dramatic  sacrifices 
in  spatial  resolution.  This  work  derivys  theoretic^  approximations  for  the 
correlation  between  these  size  estmates,  and  between  their  associated 
spectral  estimates,  as  functions  ofaata  acquisition  and  processing  param¬ 
eters,  where  a  Gaussian  spatial  /utocoirelation  function  is  assumed  to 
adequately  model  scatterer  shai^.  Size  results  exhibit  a  fair  degree  of 
agreement  with  those  of  simumtion  experiments;,  while  spectral  results 
compare  favorably  with  simulation  outcomes.  Utilization  of  the  theoretical 
correlation  expressions  for  data  acquisition  and  processing  optimization  is 
discussed.  Further  simplifying  approximations,  such  as  the  invariance  of 
phase  and  amplitude  termswith  rotation  angle,  are  made  in  order  to  obtain 
closed-form  solutions  to  /he  derived  spectral  correlation,  and  permit  an 
analytical  optimization  /nalysis.  Results  indicate  that  recommended  pa¬ 
rameter  adjustments  for  performance  improvement  depend  upon  whether, 
for  the  system  under  ransideration,  the  primary  source  of  estimate  decor¬ 
relation  with  rotation/ is  scatterer  phase  change  or  field  separation.  [Work 
supported  by  NIH  '1B2CA09206.] 
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Design  and  e\aliiatioii  of  a  63  eleiiieiit  1.75-D 
iiUrasound  phased  array  for  treating  benign 
pi  ostatic  In  perplasia 


khaltluii  ^  and  Nadine  Ikiu  ie  Siidrii  ’  - 

!  !k*  IVniis\k  aula  State  ^ni^e^sir> 

(  ulleize  (jf  l'jii»ineerini; 

I  Departineiu  u(  liiiieiiiiineet iiii:'  and  (iiaduate  IN<»i'rain  in  Aenusties 
I  ni\er>it\  Park.  P\  i(iN(l2 


Inti  od  net  ion 

I  li  1  .^>!  )  aiia\  (.Icsign. 

l  ocLisiiiu  aiu!  sicei  nig  in  a  .'-i ) 

\  I  dLllUC. 

1  WO  inaU’hinu  hivcrs  lo  iiK'icaso 
acou^uca!  power  Uunsniission 
I  ra  low  Cti  paella  nee  eable  and 
iiiaieliiiie  eireiuls. 


hn  p;  »  «  « ,  Ibi  iis  >.ij  ri»t  r>  .com 


Design  issues 

H  Hu\  eons'  principle  to  determine  the  pressure. 


X 


i\  ... 


-  ( (/.  -i! .)  -  .>0(1  n 


1 . 7 5-p  n  r ray  design 

S  21  \  3  1.75-D  dimensional  phased  arra\  . 

M  S.>|2  hanniiig(2 1  )|  nini 


Siiiudatioii  results 

On  a\l■^ 

ibeiisiim 

'  M  i  a 

SininlatiOll  results  ((b  ating  IoIk-  rednetiuii) 

laniai  si/e  Tapered 


’ai  table  leniilh  cleinetUs  ( Ui[X*teth  \eisiK  e>.tiuii  M/e  e!el1lenl^ 


(  (Miiputer  l  onio^raptn  ((’1) 


12  patients  with  prostate  cancer 
VutoCWl) 


*  16  channels,  4x4  pattern.  Applicator  iiiacliincd  from 
l)elnlr^ . 

*  (  ut  from  25  niiii  O.IX,  15  mm  long  cyliiulers  of  P//l’-K 
material  ( I' 1>G,  Salt  Lake  Cit>  ).  Scored  on  inner  surface. 

'  120"  angular  beaiu  field  and  length  6  cm  would  heat  the  . 
entire  gland.  Diameter  limited  to  23  mm. 


i^oiMtonal  Angl«  ^DegreesJ 


Non-1  tivasive  MRI  Thermometry 

Applications  (a)  hyperthermia 

(h)  focused  ultrasoimd  siu'gtuwv  , 

(c)  laser  induced  ablation 

(d)  cryosurgery 

(e)  KL  microwave 

Invasive  techniques  using;  thermocouples  interfere  w  ith  the 
temperature  distribution  and  give  informa rioii  at  a  few  p re*' 
determined  sites.  ^  ' 

Proton  Resonance  Frequency  Sliitt  : 

•  ±  d,  5*1.0  "C  temperature  resolution  . ' 

•  1  mm  spatial  resolution 


MRI  Temperature  Proton  Chemical  Shift 


Ollier  nluk'Cllle^ 


deciron  clowJ 


coilMiillt 

(o| 


biiiuling 

sti'fiigth 


CO  =  y11,(1 -(7) 

Crt,  l  esonaiif  frettuericy 
y,  g\  romagneric  ratio 
static  field 

a,  shielding  constant 


intensity. 

of 

inoiecula]’ 

motion 


rempeiatUre 


In  MRI,  the  spatial  position  aiut  the  chemical  shift  arc 
encoded  by  phase  and  frequeiicy  of  the  precessioh  of  tlie 
protons,  respecfi\eh. 


I'cnipcra Uiiv-  Mciusufcnicnls:  iidru  a..  ^ * 

J  A)i/priiiin\rsefisNivii  pnrkm  n’somitU  frvqimtcy-^s^^^^^ 


A<p\  ■ 


yTE-Ii„-^iT) 


where.  A  I'jt  temperature  cliunge  ("C) 

A((>  -  phase  change  (rads) 

TK  =  Kcho  Time  (sec) 
y  =27c*  42.58  MIlz/T 
|{„=  1.5  T 

t^(T)  =  4).00909  ppiii/'TV 

(x(  1)  =  -4.59  X  10-^  ppiii/"C 


rcnnK'i  atuiv  \  s,  Tiim* 


Materials  and  Methods  : 

KxperimeHts 

/:a*  v/»YJ  bovine  juuscle 

r/iv/ rabbit  mnsde  ( I AC’lKi  approviil;  ketaJiiiiHv : 

xvlazine) 

/// I’A'a  canine, pnistate  .  , . 

/:\*  ivivA  (/I  vA'O  ^iR^bTdback  .  , 

leinperatui  e  prnbesi; 

rhcFinocouple  (cOppei*  and  coiistantan,  SOpwi  dia) 

1  .uvtrnn  fiber  (iptic  with  a  brass  catheter  surrounding;. 

\IRI:  1.5  lesUi  C'linical  Scannei‘  (;(ib Medical Sjstcjnsv. 
Milwaukee,  \\1) 


E \ pe rimental  Set-up  :  MRI-Ultrasound  System 


ConboUed 
Mat»r  Ctreuiabon 
and  Air  Flow  System 


3  oil  phantoms  ' 

surface  animal /phantom  i  Lustfon/ 

<iiil  '  _  . ^  i~  Thermocouple 


Impedariice 
Matching 
.  NetWPtK.. 


Power  Meter 
■  RF.  Amplifier 


!  .  4  fi  i  8  10  .  -.U.-  14-  IS.  . 

X'bistance  {cia} 
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X-D(stance'(cm) 


Prostatel  05027/017,  FOV=24 

...... 


250  . 

250  50  100  150  200  25.6 

pixels  . 

Bp  corrected 


MR!  Controlled  Hv pert herinia  S>^item 


10  15  20  25  30  35 

time  (mins) 


fix  vivo  Si  In  vivo  results 


ti  =  (>,  =  0.t5,  Kj  ==  I,,,  = 

Rvtcrf  nee  iiifuiJ.  -  e.\()uneniial  4t  =  6miiis 

Kesuitv 

l\iv  l  ime  lo  43"C  {inins)  =  V.5±  0.3  mins. 
SicHtly  Since  7 eni|ieriiUire  =  43.1  ±  0.3  ■ 

Ma.iiimiin  Temperature  “  43.8  ±0.4  *r  . 


.  ;r 

'  . 

Uis4nin  TtmppJHture 

1)  .  .  ■  .5  ■ 

Time  (min)  r' 

■■io;:  -.2 

IC)  ■ 

14  ■ 

Hi .  ■  r  ■ 

«  10 

■  .20  ■  21) 

;  iitiie  Oiibii.) 

..  .ifr- 5 

Focused  US  tor  Treatment  of  Beni: 
Hyperplasia 


Prostatic 


♦  Design  n  focused  2-1)  (1.2  M  Hz,  64  c4eineiits)vniieiii-  niTav  foi^nblatnig  I 

abiturniiti  prostate  tissue  in  the  focal  zone  tip  to  60-l(IO”CMn  a  very  shorfJ 
duration  (<  to  sec).  r  V 

♦  I  heoreticalh  evaluate  the  pressure  Held  using  Kaylcigh  Integral. 

«■  Steer  tlie  .1 'S  fociis  with  a  cu.sto in  (computer)  amplitier:  amplitudei  0- 
Mi  eiectrical  watts  per  ciiannel,  phase:  ^tl^* 

♦  K\  peri  mentally  evaluate  the  pressure:  field  using  hydrophone  data  and  I 
compare  to  theoretical  results.  I'A, vivo  results. 


Simulation  Results 


.  .ii  ",  .'n  s  mm 


.Norinalfzcd  iiiten.sily 
'{ eiiipcnilure  ciistHbutiuii 


Current  2  pPrototj^ge 

21x3  two  dimensional  phased  array. 


rj'tiiuaK\  1  IJlUii. 


/  I 


.T.lri'dl'-iWK-  • 
y  Li'irMiliuluusI'' 
.".Rflilrul.  - 


Current  2D  prototype 


Ex  posi  met ry  Res ults 


i  .0  •  n.  ?.  3(T(  nlm 


Therageutie  Ultrasoun 

Fi  («tatc  pisciise  .  ;  r  ^ 

•  Prostate  cancer:  H\  perther iiiia v  unfocUvSed  li  S 
heating  42-45'^('  fen-  30-60  mm  (1.5  Mll/> 

•  lienign  l^rostatic  li>  perplasia:  I'  ocu.sed  heating  to 
ablate  tissue:  60-1 00‘*C^for  1-1 0  seconds  (i.5  MH/) 

IlolJon  Spijcrc  pie/ocJectrrc  as  a  ; 

'  I  ligh  Pressure  I  hdi  fiphone 
'  \lioiin:il|v  Invasi-v  e  Intei  stitial  Ahlatbn  -  v 

Noninvasive  Drug  Delivery 

Develop  a  light  weiglu,  profile  (practicable) 
device  to  transderinaliy  deliver  insulin  across,  skin 
without  bioeffects  (20  kHz) 


Novel  Pie/oceramic  Holloty  Sphere  as  a . 

Hydrophone 

I  itrasouiui  Receiving  Device  as  a  High  Pressure 
Hydrophone 

Transducer 

ritrasouiid  rraiisniitting  Device  for  yriniinaily  Invasive 
interstitial  Ablation 

*  Oniiij-direetidiiar 
High  Sensitivitj 

*  Ijiw  Overall  Density . 

*  Miniature  Size 

*  M’itl»srand High  Pressures 


Co“firing  Teehnig^^u^ 


Attach  platinum  wire 
Build  the  ce rain ic  shell 
Fire  the  structure 
Outer  electrode 


High  Pressure  Hydrophone 


1.5  m  c(»a\tal  cable 
Suitable  housing 
Insulation  layer 
BNC  connector 


Hollow  Sphere  1.6  tn  Coaxial 

Transducer  Cable 


(0.7-1.0  mm  op) 
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Results 

Hat 

scspoiise 
Oiiiiu-dircftiuiial 
rt*cei\  iiig  pattern 
1.7  Mil/. 


Interstitial  Ablation  Peyice 

Bolus  of  water 
CW  excitation 

Porcine  kkl^ey  cortex  tissue  ablation 

'Breast . 


^  . . 

p*' 

-  . 

ProOe 

. 

Ibmor  - 

Hollow  Sphere 


Resiilts 

Resonance 
F requency  ( 1 .87 
anti  2.7  MHz) 
Necrosed  v  olume 
increased  as  a 
function  of 
sonication  period 
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Therapeutic  lIUrasQund 

I’rostatc  Disease .  , 

•Prostate  canCer:  liypertheiinia.  unfocused  F 8 
beating  42-45''C‘  for  30-60  min  (1.5  MU/) 

•  Beiilgii  Prostatic  1  h  perplasia :  Focused  heating  tO: 
ablate  tissue:  60-1 0()"('  for  1-10  seconds  (1.5  MH/.) 


Hollow  Sphere  piezoelectric  as  a  ...... 

"  High  Pre.ssurc  Ihdrophone 
-  Minimally  Invasive  Interstitial  Ablation  : 

^^^niu\asi^  e  Di'Ug  Dcji^crN 

)>e>  elop  a  light  weiglit,  low  |>rt)l1le  (practicable) 
device  to  traiLSilerniall>.  ilelbet  Insunn  aero.ss  skin 
w  ithoul  bioeffects  (20  UH/;) 


Noiiiiivasiye  Drug  peliVeTy 


\ppi'oxiniatel>  15.7  iiiillioii  people  in  the  In ited  States 
suffei’  from  diabetes.  From  a  huiiian  and  economic 
perspective,  it  is  one  of  the  niost  costly  diseases 

Fntii  a  cure  can  be  found,  iiianagement  of  diabetes 
soiiietiiues  requires  painful  repetitive  injectioiis  of  insulin  up 
to  three  times  each  day. 

Studies  have  shown  that  ultrasound  mediated  transdermal 
drug  deli>  er\  offers  proniisiiig  potential  for.  nonin vasi\g  drug 
adniinistration 

I  he  goal  of  this  research  w  as  to  design  a  small,  light  >vciight, 
low  profile  array  based  on  the  cymbal  ti’aiisducer  which 
could  transderiitall>  deliver  iiisulin  in  vivo. 
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Suiuiiiiirx  of  papers  usiji^  uiti  asound  foi’  eiilianced  iiisuJipulenviM’y 


Preparation 

Frequency 

Intensity 

peyice 

Reference 

in  vitro 
human 

20  kHz 

12.5. 225 

sonicator^ 

Mitragotri  et  aL, 

in  vivo  rat 

mW/cm^ 

1995 

in  vitro 
human 

20  kHz 

0.1-1'W/cm2 

sonicator7 

Zhang  et  al.i  1996 

in  vivo  rat 

20  kHz 

a.S.lq'Wtcm* 

sonicatofL 

Boucaud  et  ah, 

2000 

in  vivo  rat 

48  kHz 

0.6  -  4.3' 

ultrasonic': 

Taichlljana  1991 

rhWtcm*: 

bathV 

in  vivo 

105  kHz 

1.7'  mW/cm* 

piezoelectric 

Tachibana  1992 

rabbit 

transducer* 

Legend:  ^  Brand  not  indicated;  >  W*385  Heat  Systems;  Ultrasonics,  Inc:,; 
Farningdale,  NY;  ^  VCX  400,  Sontes  and  Materials.  Newtown,  CT;  '^  Cole  Parmer 
Instrument  Co,  Chicago,  IL;  *  Transd  ucer  company  not  indicated/ 


Insulin  Delivery  T ransducers 


\A  lUlt; . 

Miniature  ill  si/e 
V  l  eq  uei  ic>  Tange  m  i  U 
he  between  2U  -  1 00 

Ivll/, 

CapabiUty  <>f 
«eiieratinw  sufllcieiit 
liifib  pressure  anti 
intensity 
I  ligfi  effieienev 
Low  cost 


Cymbal  arrays 

*  <  oinpaet,  strueture 
>  Resonanee  trequency 
adjustable  lietw  eeii  20-50 
kll/ 

"  Low  cost  (Si) 

'*  Accurate  ami  precise, 
e\posiiiietr> 


CA  iiibaJ  Single  Element  Transducer 


Lead /.ireonare-titaiiate  (P/'r-4)  ecraniie  .  ^  ^ 

Radial  motion  (i.e.  the Aibratioii  moves  from  the  center  of' 
the  disc  to  tlie  edges  with  radial  syimiietry) 

C  avities  nniplily  tlie  radial  displacement  ilito  hu'ge  axial 
displacement  iiurmai  to  the  caps 


Cymbal  Array 

W  ater-proof  electrical  niatchiiig 
Lncased  in  a  IRAIdLE;*? 
poKincr  (aeons tie  impedance  = 
water) 

Lour  cyiiihai  transducers 
arranged  ill  a  2  x  2  pattern: 

Weight  ==2i  grams 


Exposimetry  Results 

AWC;  =  600  w/  pul.se  dunitioii  of 200  ins  uiid  pulse  repetitrun 
periwt)  ol'  1  second  (Le,  20%  duty  cycle).  jVinpjiller  gain  was  50  dp. 

MuHipli’ scannings, 3-5  esicli.  .  ■  ,  y  ' 

'  I  )etej'iuiiicd  iWer  planes  of.0,l  ,2  .and  5  niiii.dToni  tlie  ari’ay  surface,' . 


Plane 

,  ;  P,.;- 

P,  -• 

■  .*sptp  ■ 

Wpa. 

kata  . 

0  mm 

54738.8 

-5537.5.7 

207,2 
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1  mm 
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-  51633.6  ■ 
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1.4 

24.0 

2  mm 

49126^5 

-  49762,5  ^ 

167.3 

25,6 

1:3 

22.1  ‘ 
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Prior  ex  vivo  experiiiieiits  results 

VhJoniiiial  i'x  iho  liumiUi  skin  siiinples  (skin  Inmk)  were  iis'ctr J‘t)r 
t  Itiiuuliii’'  K  and  I  Umiiilo^*  insulin  Iransniissioii  evpeniiieiits. 

I'ur  deternitnin"  transport  of  insutiii  across  exiivo  human  skin,  a;  ^'rair/ 
diliusioii  cell  was  used,  ritrasouiid  exposed  for  1  hour  at  =  173.7  ±  1-2 
niWycm-,  =  l.l  ±  0.05  iii\V7em^. 

litsuJin  concentrations  ill  llie  receher  comparlnient  ineasiired  oyer  one 
hour  was  deleriniiied  ushift  a  spectropliotomcter. 

\  isuai  and  niieroscopic  exainiiiatipu  of  the  post  ultrasound  exposed  skin 
did  luX  indicate  any  noliceabie  damage  or  signillcaiit  clianue  to  the  skin. 


'UfhrJ  Humulin  R  ttumalog 

Control  4.1  ±0.5  tn^3|  7j0±4.4|n=5) 

Cvmbjt  Airay  45.9  ±  12.9  {n=15)  30.8±  12.6  (naSJ 


(Smith  ef  at.  "Ultrasound  Mediated  Transdennai  Transport  of  Insulin  through  in  t^lro  Humaii.Sfcin' 
using  Novel  Transducer  Designs" UMB, » <2 J,  Jit  -  317. 2003. 


Iti  vivo  I'at  ex  perimen ts  prpeed  ure 

PSl  L VC  I  C  approved  protocol 

Anesthetic  -  kctamiiiy  (60  ing/kg)  andWkjV/J  N  L  (It)  ing/kg) 
Uypcrolycemia  induced  by  xylaziiie  (Kawiii  et  al.  li)97) 
(Ilucose  level  for  normal  ralsv~  lOt)  tiig/tIL,' 
llyperglyceihia:  419±  3I  mg/dL,(n-2tl) 


( ;i uco.se  deteriiiimition: 

Oluod  (O.l  ml)  removed  IVom.jugular  vein  at  the  start  &  every . 30-  ■ 
niinute.s  up  to  90  minutes.  . 

,U  (  I  TCflKK^‘  blood  gluco.se  monitoring  system  !/  ? 

■  .Vorinali/e  resiill.s  with  respect  to  a'baseliiie  for  eaeh  rat 


In  vivo  experinients  procedure 

Six  groups  <29  total.  4-5  l•i^t^l^grpup,  90  mill  procediii  e) 
(  oiitrdl  (insulin,  no  nrtra^ouinl.  h=5) 


Negative  control  (saline  with  iiltrasoiind.  «-5) 

I  Itrasouiid  exposure  af  kp(|i==  100  niW/cm-  for 
60  iniii  (ii=5), 

mill  (n-5).  lIHiHOHHHi 


10  iiiin  (11^4). 


In  vivo  results  unman  Fastins  COucose  Test  for  [>iahete.s  tma/dlA 

-  ^‘*N"orm'ak?70-i-10''- , :  7 vy-'''-’'- 

•Impaired  r;tstingglucose:-llUA20 1 
♦Impaired  glucose  tolerance:  140-200  : 

1  •Dijihetic:  >200 
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/// rny>  rabbit  experinients 

PSr  I. approved  protocol 

Anesthetic  -  ketainiiie  (40  mg/kg)  and  xylaziiie  (10  nig/kg)  . 

1 1\  pei  glyceinia  i tul need  by  xyla/Jiie  (Kaiv lii  yt  sd,  1997) 
Norinai  gluco.se  level  fpr  rabbits:  100  -135  ing/d  L 
After  xyla/Jiie  (hyperglycemia):  245  ±  45  nig/dk  (n  =  14) 


Rabbit 


Dru«  dcjherv  conclusions 

i'oi-  the  60  iiiiiiute  ultriisouiid  exposure  with  insulin,  the 
«Uic<>se  le>el  was  found  to,  decrease  to  -208.1  ±  29  inj*/dl..  after 
90  iniiiutes. 

f  uture  work: 

increase  array  spatial  area  (3x3),  for  pi« 

I  S  for  iioiiiiivasive  jsiucose  inoiiitoriii" 


Hydrog^  — 
(Gtucose  oxidase)^ 


Qtucose  ♦  0.,  ♦  H^O 


Gluco  sensor 
Enzm. 


Gliiconlc  acld«K^O^ 
HkO*2«, 


I  herapeutic  I  itrasotuid  Devices  CoiicJusioiJs 

Prostate  Disease 

'  ProsUite  (“ancer:  'I’he  spatial  temperature  nvaps  indicate  lliut  the 
cylindrical  transduiaTs  can  easily  provide  tl»e  necessary  teinperalu re 
increase  over  the.  desired,  region  while  allow  ing  control  over,  the  desired 
temperature  elevation. 

Itenign  I’rostatic  1  lypeiplusia; yi'lieoretical  and  experimental  calculations 
iiidicuted  thal  it  is  possible  to- have  a  two-dimensional  linear  transducer 
array  Ibcusaiiy  nhere  in  a  speciiled  prostate  volume. 

Ihdiikw  Sphere: 

..hydrophojies  were  round  to  withstand  high-pressuiV  rocused  ultrasound 
wa\es  while  maintaining  linear  seiLsitivity  eharacteristics 
..norked  well  as  a  minimany  inV':i.sive  ablation  device  Ibi;  potential. clinical 
applicalioiis 

Noiiinviisivc  Drug  Delivery 

r  Promising  hut  there  are  more ’.'liiikiiowns**  than ’'knbwjis.'^  , 

■  I  nknowns:  optimarfreqiiency,  liiiiiiiiial  intensity;  elTect  o.fii  change  in 
I'DK.  spatial  area,  mechanisin,  needs  to  work  iiv  larger  aiiiinal  . 
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